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Abstract 
Over the last several years, a submillimetre astronomical polarizing Fourier Transform Spectrometer 
(FTS) has been developed for use at the James Clerk Maxwell Telescope (JCMT) located atop Mauna Kea, 
Hawaii. A new liquid 3 He cooled dual polarization detector system has been carefully designed for use with 
this FTS to eliminate noise problems encountered with UKT14, the JCMT facility bolometric detector. 
The objective of this thesis is to evaluate and optimize the performance of the new detector system. 
The design of the detector system is discussed, and the noise performance of the system is evaluated. The 
system performance is determined from photometric, classical V-I, and spectroscopic measurements. 
Compared to UKT14, the intrinsic bolometer noise is reduced by a factor of ~ 2. More importantly, 
the spectral signal to noise ratio is improved by a factor of ~ 10 due to the elimination of electrical pickup and 
microphonic noise in the detector signal. 
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Chapter 1 
Introduction 
1.1 Basic Astronomy 
While astronomical imaging tells us about the morphology of the universe, modern astrophysics 
owes its existence to spectroscopy, in the sense that the bulk of our current knowledge of the composition and 
physical properties of the universe can only be determined from spectroscopic observations. Spectra tell us 
about the identity and physical state of the constituent atoms, molecules and ions (both atomic and molecular) 
in astronomical sources ranging from planetary atmospheres to the interstellar medium, and also about the 
dynamics of large scale systems such as galaxies. 
Until the middle of this century, only the region of the electromagnetic spectrum between the 
near-ultraviolet and near-infrared was accessible to astronomers. Observations at wavelengths longer than the 
near-infrared were not feasible due in part to the attenuating nature of the earth's atmosphere at these 
wavelengths, and in part to the lack of detectors sensitive to long wavelength radiation. The advent of 
microwave and radar technologies, developed during the second world war, opened up a new window for 
radio astronomy in the millimetre to metre wavelength range. This region is rich in spectral lines from the 
rotational transitions of various molecular species, and fine structure atomic and ionic transitions. In addition, 
the blackbody radiation from interstellar dust in star forming regions, the synchrotron radiation from galactic 
cores and supernovae remnants, and the peak of the blackbody spectrum from the cosmic microwave 
background (CMB), can also be detected in this region. 
The most recent advances in infrared astronomy have come from observations made in the 
submillimetre wavelength range, which is roughly between 0.3 and 1 millimetre. As a result of the high 
degree of technical difficulty involved in observing at these wavelengths, which is due in part to the complex 
instrumentation that pushes the limits of both optical and microwave technologies, and in part to the partial 
and variable transmission of the atmosphere, this region has become the last frontier in ground-based 
observational astronomy. The principal atmospheric absorber at these wavelengths is water vapour. Since 
water vapour has many strong absorption lines in the submillimetre region, there are only a few useful 
atmospheric transmission windows, even for high altitude telescopes. The main atmospheric windows of 
interest arc centred at roughly 350, 450, 600, 750, 850, and 1300 um. The shorter wavelength windows are 
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particularly sensitive to fluctuations in atmospheric water vapour abundance, and are therefore the most 
challenging for astronomical observations. 
In the last two decades, large telescopes have been built specifically for millimetre-submillimetre 
astronomy. These telescopes, such as the 15 metre James Clerk Maxwell Telescope (JCMT) and the 10.4 
metre Caltech Submillimetre Observatory (CSO) on Mauna Kea, Hawaii, are located at dry, high altitude sites 
in order to minimize the attenuation by the atmosphere. The recent development of powerful submillimetre 
telescopes has been complemented by advances in instrumentation and detector technology. 
1.2 Spectroscopic Instruments 
Detectors used for far-infrared spectroscopy can be classified as either coherent or incoherent 
detectors. Coherent detectors make use of heterodyne technology that was first developed for radio and 
microwave applications. In this type of detector, the incident radiation is mixed with that from a local 
oscillator. The combined signal (the intermediate frequency, or IF) is then detected with a nonlinear detector, 
usually a diode. The IF signal is in the radio frequency range, and can be filtered, amplified, and 
spectroscopically analysed using existing radio techniques. Heterodyne detectors have very high resolving 
powers (k/Ak > 10 6), but suffer from narrow bandwidth since they use waveguides and cavities that, once 
built, cannot be readily tuned over a large frequency range. 
Unlike heterodyne detectors, incoherent detectors are essentially energy detectors that do not, by 
themselves, preserve any information about the frequency or phase of the incident radiation. As a result, 
spectroscopic measurements require some means of encoding the spectral information in the incident 
radiation before it reaches the detector. This spectral encoding is typically performed by an interferometer, 
where phase changes are introduced between separate beams of the incident radiation in order to create 
interference, which is then recorded by the detector and decoded to reconstruct the source spectrum. The 
details of the process depend on the type of interferometer used. 
The most popular interferometer for far-infrared spectroscopy is the Fourier Transform Spectrometer 
(FTS), classically known as the Michelson interferometer. A schematic of a basic FTS is shown in Figure 1.1. 
The radiation from the source is collimated by a lens, Li, and passes through a beam splitter. Half of the 
incident radiation (the reflected beam) is thereby directed to a fixed mirror, which reflects the radiation back 
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Figure 1.1: Optical schematic of a simplified Fourier transform spectrometer. 
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through the beam splitter and through another lens, L2, which focuses the radiation (1/4 of the incident 
radiation) onto the detector. The other half of the incident radiation (the transmitted beam) passes through the 
beam splitter to a moving mirror, is reflected back to the beam splitter, partially reflected (1/4 of the incident 
radiation) to L2 and focussed onto the detector. The two beams interfere with each other constructively or 
destructively according to the difference in optical path length and the intensities of the various frequency 
components emitted by the source. For example, when the moving mirror is positioned at x = 0, the path 
lengths travelled by the reflected and transmitted beams are identical, and there will be maximum constructive 
interference. As the moving mirror is displaced by a distance x, the path travelled by the transmitted beam is 
made longer than that of the reflected beam by 2x. The signal recorded as the path difference between the 
transmitted and reflected beams is varied is referred to as an interferogram, and represents the Fourier cosine 
transform of the spectrum of the source. The source spectrum is reconstructed mathematically by calculating 
the inverse Fourier transform of the interferogram. A polarizing FTS uses the same principles, but the optics 
are more complicated since they provide polarization encoding of the incident radiation. 
1.3 Incoherent Detectors 
Incoherent detectors can be classified as either quantum (photon) or thermal detectors. Quantum 
detectors make use of the change in electrical current flowing through a photoconductor as incident photons 
raise electrons into the conduction band. This type of detector can detect individual photons if the photon 
energy is larger than the band gap energy of the semiconductor crystal, which is referred to as the photoelectric 
threshold. The photoelectric threshold of current photoconductors limits their use to wavelengths shorter than 
~ 200 um [1]. Thermal detectors, on the other hand, measure the change in resistance of a thermistor in 
response to heating from absorbed radiation. Thermal detectors are known more specifically as bolometers 
(from the Greek bole, meaning ray), and are sensitive to any radiation that can be absorbed by the detecting 
element and converted to heat. 
Bolometers can be made of any material having a resistivity that changes as a function of 
temperature. While historically, metal films and carbon chips were used, modern bolometers are typically 
constructed from semiconductors doped with various elements in order to produce the desired temperature 
coefficient of resistance at the desired operating temperature. Typical examples are Ge:In:Sb and Ge:Ga, 
which have resistivities that are strong functions of temperature, and are usually operated at temperatures of 
0.3 K or below. 
4 
Three primary factors must be considered in the design of a bolometric detector for use with a FTS: 
Firstly, the total power falling on the bolometer (from the signal and background) affects the sensitivity of the 
detector, so care must be taken in the optical design to minimize background power loading, while 
maximizing the coupling efficiency to the source. Secondly, a FTS that produces an interferogram in a time, /, 
produces a modulated signal with a frequency that is inversely proportional to /. Typically, the FTS scan time 
is selected to produce a modulation frequency faster than the highest frequency fluctuations in atmospheric 
transmission, which are in the order of - 10 Hz. Therefore, the detector frequency response must be fast 
enough to accommodate the signal modulation frequencies between approximately 10 and 100 Hz. Finally, 
the intrinsic noise produced by a bolometer element decreases with operating temperature, so the bolometer 
must be operated at the coldest temperature that is practical to maintain, usually in the 0.3 to 0.1 K. range. 
The fundamental limit to the noise performance of a detector is the statistical noise produced by 
quantum fluctuations in the incident radiation. The theory describing this background photon noise is 
presented in Chapter 5, although we use the results here. Since photon noise occurs naturally in radiation from 
any blackbody source, the background photon noise level is defined by the sum of the contributions from each 
emitting element between the source and the detector, added in quadrature. The atmosphere and telescope, 
therefore, both contribute to the total photon noise, since they are blackbody (or more precisely, greybody) 
sources with given temperatures and emissivities. Figure 1.2 shows the background photon noise equivalent 
power (NEP) falling on the bolometer element, calculated as a function of astronomical source temperature 
and atmospheric water vapour abundance, in units of millimetres precipitable water vapour (PVW), for the 
450 um transmission window. The data in the figure include the photon NEP from the source, atmosphere, 
and the telescope primary mirror, each of which are modelled as blackbody radiators of specific temperature 
and emissivity. The full radiative transfer of the photon NEP was calculated using the transmission 
efficiencies of the atmosphere (as a function of water vapour abundance) and telescope (~ 90 %) , and the 
throughput of the 15 m, f/35 JCMT. It can be seen in the figure that the atmospheric photon noise dominates 
when the water vapour abundance is greater than - 2 mm PVW. As the column abundance of water vapour in 
the atmosphere increases, the signal (and photon noise) from the source is attenuated, and the emission (and 
photon noise) from the atmosphere increases. It must be recognized that this increase in photon NEP with 
water vapour content is accompanied by a large decrease in the signal-to-noise ratio, due to the attenuation of 
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Figure 1.2 : Total photon NEP produced by an astronomical source, the atmosphere, znd the telescope 
primary mirror, as a function of source temperature and atmospheric precipitable water vapour level 
(PWV), calculated for the 450 um window. 
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source signal, and observations can only be made when the atmospheric water vapour levels are below ~ 0.5 
mm PVW. The total photon NEP represents the lowest possible noise level that can be achieved by a detector, 
since this source of noise is signal related and cannot be eliminated. An ideal detector will have low enough 
intrinsic noise to allow background photon noise limited operation. 
Prior to 1997, broadband submillimetre spectroscopy at the JCMT was performed using the facility 
bolometric detector, UKT14. The UKT14 system was designed for photometric observations, and uses a 
pumped 3 He cooled, Ge:In:Sb composite bolometer. While the intrinsic sensitivity and noise performance of 
UKTI4 is adequate for photometric measurements, the intrinsic NEP of ~ 10" I S W / V H Z is significantly 
higher than the photon noise limit (see Figure 1.2). The UKT14 system was also found to exhibit excessive 
microphonic sensitivity and electrical pickup, which makes it unsuitable for use with a high resolution FTS. 
This thesis describes the construction, performance, and optimization of a liquid 3 He cooled, dual 
polarization, Ge:Ga, composite bolometer detector system designed specifically for use with a high resolution 
polarizing FTS. Considerable care was taken during the design of the detector system to overcome the 
problems encountered with UKT14. It is shown that the detector succeeds in outperforming its predecessor, 
and is currently the best detector of its type in use on a ground based telescope. Minimum NEPs of ~ 
4 • 10"16 W/VHz are measured, which represent nearly photon noise limited performance. In Chapter 2, the 
construction of the composite bolometer units, and the theory of the electrothermal behaviour of these 
bolometers is presented. In Chapter 3, the general design of the integrated detector system, and the novel 
differential electronics system that essentially eliminates electrical pickup in the detector signal is discussed. 
Chapter 4 contains a description of the closed-cycle cryogenic system that enables the detector to be easily and 
reliably cooled to its operating temperature of 0.3 K. The control software is also presented in this chapter, 
which was written to provide automated operation of the cryogenic cooling cycle. Chapter 5 contains the main 
focus of the thesis: the analysis of the system test results, collected during observing runs in May of 1997 and 
1998. A summary of the system performance is given at the end of Chapter 5. Finally, a software appendix is 
included after Chapter 5 that contains the cryogenic cycling software code, as well as some of the more 
significant data analysis code discussed in Chapter 5. 
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[ 1 ] Lena, P., Observational Astrophysics, Springer-Verlag, New York, Ed. M. Harwit, R. 
Kippenhalm, J. P. Zahn, 1988. 
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Chapter 2 
Bolometer Construction and Theory 
2.1 Introduction 
The twin composite Ge:Ga bolometers used in the detector system were manufactured at Queen 
Mary and Westfield College, University of London (QMW) [1 ]. Bolometers of this type find extensive use as 
sensitive detectors of far infrared radiation, and have been described previously by several authors [2,3,4]. In 
this chapter, the key features of the bolometer construction are described, and the general theory of bolometer 
operation is presented. The theoretical equations developed in this chapter will be used for analysing the V-I 
data in Chapter 5. In the following discussion, a distinction is made between the detector system, consisting of 
the entire dewar and its contents, the actual bolometer elements, and the two bolometer units each consisting 
of a composite bolometer element and the associated support structure mounted in an integrating cavity. 
2.2 Bolometer Unit Construction 
Composite semiconductor bolometers generally consist of a small resistive element, with a large 
temperature coefficient of resistance, mounted to a dielectric substrate. The dielectric substrate serves as the 
main absorber of the incident radiation, while the semiconductor element serves as the thermometer that 
measures the temperature fluctuations of the substrate. As we will show, the frequency response of a 
bolometer is increased as the heat capacity is reduced. Thus it is advantageous to use a dielectric with low 
specific heat for the large surface area element which absorbs the radiation, and to make the bolometer crystal, 
with its intrinsically high specific heat, as small as possible. To ensure that the temperature measured by the 
bolometer element closely follows the fluctuations in the incident radiation, the thermal conductivity of the 
substrate must also be as high as possible. 
Figure 2.1a shows the general design of the composite bolometers used in this detector. Table 2.1 
gives the physical dimensions and heat capacities of the various bolometer components.as measured by QMW 
[1]. Each bolometer consists of a small rectangular nuclear transmutation doped (NTD) Ge:Ga bolometer 
element (Haller semiconductor # 13 [5]) mounted on a thin sapphire disc. The surface of the substrate opposite 
to the incident radiation is coated with a 0.1 um thick Bismuth metal film in order to improve its absorption 
efficiency [2]. The bolometer is suspended in an integrating cavity by two Pyrex rods that provide stiff 
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Figure 2.1 : Details of the bolometer unit construction. 
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support, ensuring that any microphonic vibration of the element will occur at a high frequency well above the 
optical signal modulation frequencies produced by the FTS. The two ends of the element are boron ton 
implanted, then palladium and gold plated to provide a good thermal and electrical connection with the two 
brass electrical leads. The brass wires, quartz standoffs, and to a lesser extent the Pyrex rods, define the 
thermal conduction path to the integrating cavity housings, which are cooled to the temperature of the cold 
stage (~0.3 K). This thermal conductance, as we will show, is of critical importance to the low noise and high 
frequency operation of the bolometers. 
Table 2.1 : Bolometer Dimensions and Heat Capacity 
Specific 
Heat 
#per 
bolo­
Dimensions Heat 
Capacity Material X Y/Diam. Z/Length Volume 
(J/K/mm 3) meter (mm) (mm) (mm) (mm 3) (J/K) 
Ge:Ga Element 2.928-10" 1 0 1 0.25 0.25 0.275 1.71810"2 5.033-10" 1 2 
Ion Implant 3 .510" 1 0 2 0.25 0.25 lO" 3 1.2510"4 4.375-10" 1 4 
Palladium 3.773-10"7 2 0.25 0.25 2-10"5 2.5-10"* 9.432-10"' 3 
Gold Contact 2.644-10"8 2 0.25 0.25 2.5-10"4 3.125-10"5 8.263-10"1 3 
GE7031 Varnish 3.363-10~9 1 0.2 0.2 0.01 4-10" 4 1.345-10"12 
Silver Epoxy 1.367 10" 8 2 0.15 0.15 0.02 9-10"4 1.230-10"" 
Brass Wire 4.778-10~8/3 2 - 0.012 2.5 5.655-10"4 9.005-10~1 2 
Sapphire Disc 1.356-10"11 I - 3 0.03 0.212 2.875-10" 1 2 
Bismuth Film 2.690-10"9 1 - 3 IO"4 7.069-10"4 I .901I0" 1 2 
Pyrex Rod (free) 1.089 10~9/3 4 - 0.014 0.65 4.002-10"4 1.453-10~13 
Pyrex (attached) 1.089 10" 9 2 - 0.014 2.6 8.005-10"4 8.7I8-10" 1 3 
Total Heat Capacity : 3.531-10"" 
It will also be shown later in this chapter that minimizing the heat capacity of the bolometer 
maximizes its frequency response. From Table 2.1 it can be seen that the largest contributions to the heat 
capacity are from the bolometer element itself, the brass wires, and the conductive epoxy used to bond the 
wires to the gold contacts. The dimensions of these components are optimized by considering the following: 
The bolometer element can only be made smaller at the expense of lower resistance, the brass wires need to be 
thick enough to create a large thermal conductance, and the the epoxy droplets must be large enough to ensure 
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good thermal and electrical bonds. 
There is considerable uncertainty in the value of the total heat capacity, due not to measurement 
error, but rather to the uncertainty in the geometry of the components. The comers of the bolometer element, 
for example, are rounded as a result of the manufacturing process, and therefore the volume will be somewhat 
less than the calculated value, even though the dimensions given in Table 2.1 are accurate to ± 1 u m . More 
importantly, the volume of varnish used in bonding the bolometer crystal to the substrate, and of the epoxy 
forming the electrical connections, cannot be controlled precisely during construction. 
The factor of 3 reduction in the specific heats given in the table for the brass wires and the unbonded 
sections of the Pyrex rods should be noted. When a rod is connected between a heat sink and a body with 
sinusoidally varying temperature, the thermal conductance acts to effectively lower the heat capacity of the 
rod [6]. While this effect is not present when the bolometer is viewing a constant source, the heat capacity is 
only used for determination of the frequency response of the detector. 
The two bolometer units are each composed of a bolometer element and substrate, an integrating 
cavity, and a f/3 Winston cone [7] light collector. Figure 2.1 b shows a schematic of the bolometer unit 
construction. The hemispherical integrating cavities are machined from copper and form the mechanical 
housing for the bolometer elements. The Winston cones (also referred to as feed horns) and the integrating 
cavities concentrate the radiation from the field optics system (described in Chapter 3) onto the bolometer 
elements, maximizing the overall absorption efficiency. Since the efficiency of a Winston cone is highly 
dependent on the smoothness of the reflecting surface, the horns are manufactured by electroplating copper 
onto precision ground, paraboloid mandrels instead of being milled out of solid stock by conventional 
methods. The integrating cavities and horns are also gold plated to improve their reflectivity. The 5.6 mm 
entrance apertures of the horns define the f/3 field of view for the bolometers (the detector system field of view 
is adjustable and is discussed in Chapter 3), and the horns are each fitted with 55 cm"1, low-pass, alkali-halide 
edge filters. These filters are necessary to prevent any residual stray radiation above 55 cm"1 (including near 
infrared) from reaching the bolometers. A diagram of the bolometer units mounted on the cold stage is given 
in Figure 3.2. 
A schematic of the heat flow through the bolometer element is shown in Figure 2.2a. Radiation 
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Figure 2.2 : Schematics of the equivalent thermal (a.) and electrical (b.) circuits for the bolometers. 
13 
incident on the bolometer (from the source and background) is represented by a radiant power loading of Q, 
while Joule heating of the bolometer element by the bias current is represented by P. The bolometer element 
reaches thermal equilibrium at a temperature T when the power flowing into the element is balanced by the 
power flowing out through the thermal link. In the steady state, the rate of heat flow out of the bolometer, W, is 
given by Equation (2.1). 
W = P+Q. (2.1) 
In general, the steady state thermal conductance, G, of a thermal link depends on the temperature 
gradient, composition, and geometry of the link, and is given in Equation (2.2) as the thermal conductivity, k, 
multiplied by the cross-sectional area to length ratio of the link. Since the temperature distribution in the link 
will depend on the temperature of the bolometer element, T, and the temperature of the heat sink, To, the 
thermal conductivity and thermal conductance, will be functions of T and To- Now, since the total heat flow, 
W, must pass through the thermal link, it is equal to the thermal conductance multiplied by the temperature 
difference across the link as given in Equation (2.3). The dynamic thermal conductance, G<j, is defined by 
Equation (2.4) as the rate change of heat flow caused by a change in the temperature of the bolometer element, 
T. If the radiant power loading, Q, is constant, then the temperature of the bolometer varies only with a change 
in the joule heating caused by a change in bias current. Thus, if we know the electrical power dissipated by the 
bolometer as a function of T, we can write Equation (2.5). 
<V.r0)=*(r.ro)7 W O - ^ 
^ = Girro).(r-T0) . <2-3> 
n dW (2.4) 
=
 dP (2.5) 
dT ' 
These equations provide two ways of determining the total thermal conductance of the bolometer by 
measuring the geometry and thermal conductivities of the thermal links, and by measuring the change in 
electrical power as a function of temperature. In our case, the thermal links are formed by the two brass 
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electrical connections, the two short quartz standoffs connecting the brass wires to the bolometer housing, and 
the two Pyrex support rods (see Figure 2.1). The thermal conductivities of these materials have been measured 
[8], and plots of the values are given in Figure 2.3. The thermal conductance is primarily determined by the 
brass leads; the contribution from the two Pyrex support rods is negligible since the thermal conductivity of 
Pyrex is nearly 2 orders of magnitude smaller and the rods are relatively thin and long (see Table 2.1). For 
example, using the thermal conductivity at 0.35 K from the figure, and the dimensions of the rods given in the 
table. Equation (2.2) gives a thermal conductance of ~ 18.1 nW/K for the brass wires, and ~ 2.4 nW/K for the 
Pyrex rods. The conductance of the quartz standoffs can be disregarded since the standoffs are short and thick, 
and quartz has a much lower thermal conductivity than brass, therefore the conductance of the brass will be the 
limiting factor. 
Most authors assume a power law form for steady-state thermal conductance at low temperatures as 
given by Equation (2.6), where Go is the thermal conductance at the bath temperature T=To, and P is a material 
dependent parameter, ~ I for metals and - 3 for dielectrics [9]. Further, the assumption is usually made that the 
temperature of the link can be considered to be some average of the bolometer and bath temperatures (which is 
valid for a perfectly symmetrical rod of homogenous composition). 
G = G0 
^
7 o J 
(2.6) 
fv=G(r-r0)=G0 ( r - r 0 ) . 
If the thermal conductance is accurately represented by this equation, then the electro-thermal 
behaviour of the bolometer can be completely modelled. We will show, however, that in our case the thermal 
conductance is not completely described by Equation (2.6). The actual thermal behaviour of the device can 
deviate from the theoretical predictions for several reasons: The measurement of the dimensions of the wires 
and support rods are subject to error, the value of the thermal conductance depends on the particular brass 
alloy or glass composition used, and the small physical dimensions of the links in our bolometer may produce 
behaviour that differs from that measured in larger scale samples. 
In order to proceed, we need to derive an expression for the thermal conductance in terms of directly 
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measurable electrical quantities. An equivalent electrical circuit for a typical bolometer is shown in Figure 
2.2b. In this figure, the bolometer element is represented by a resistance RROJ> with a value that varies as a 
function of its temperature, T. A bias voltage, VBU», applied across a load resistor, RL, in series with the 
bolometer, creates a bias current, I. The load resistor is chosen to be much larger than RBOI SO that the bias 
current has a minimal dependence on the bolometer resistance. The bolometer signal is then measured as the 
voltage drop across the bolometer, VB<>I- The dynamic impedance of the bolometer is defined as: 
It should be noted that the bolometers in this detector are configured for fully differential operation, 
where the bolometer elements are connected in series between 2 load resistors, each with half the resistance of 
RL, in order to cancel out common mode noise. The differential electronics system is discussed in Chapter 3. 
For this analysis, however, we will use the simplified circuit given above. 
The resistivity of Ge:Ga as a function of doping level has been measured by Hailer [5], so given the 
dimensions of the crystal (Table 2.1), we can determine the bolometer resistance as a function of temperature. 
The resistance is simply the resistivity multiplied by the length to cross-sectional area ratio, and can be written 
in the empirical form of Equation (2.8), where T g is a material dependent parameter, and R* is a combined 
material and geometry parameter. For a chip of Hailer NTD material #13 with the dimensions of our 
bolometer elements, R* = 7.56 ft and T g = 62.6 K. Figure 2.4 shows the resistance of the bolometer elements 
over their typical operating temperature range. 
R Bol = R * e ^ . (2.8) 
This equation can be solved for T, and written in terms of VBOI and I: 
T = (2.9) 
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We can also write the temperature coefficient of resistance, a, as: 
a -
1 dRBo> 
IT. 
In 'Bol 
IR* (2-10) 
The Joule heating of the element is given by Equation (2.11). 
Bol 
Bol (2.11) 
Now we can relate the dynamic thermal conductance and the resistance using Equation (2.12) (see 
Appendix 2.1). 
- dP 
" dT 
= gp(Z*»+R>°J 
= I 
2 dR Bol 
dT 
^Bol + RBol 
\^Bol ~RBol J 
(2.12) 
Since the flow of heat through the bolometer is analogous to the flow of electrical current through an 
RC circuit, we can define a thermal relaxation time constant given by Equation (2.13), where G is the 
reciprocal of the thermal resistance and C is the thermal capacitance. 
(2.13) 
Zwerdling [10] has shown that the electro-thermal interaction between the heating of the bolometer 
from the absorbed radiation and the resulting change in dissipated electrical power acts to increase the 
apparent thermal conductivity. The resulting effective thermal conductance, G^ is given by Equation (2.14) 
where the term in the brackets is referred to as the "static electro-thermal interaction" function. 
Ge =Gd-aP Bol 
Bol 
(2.14) 
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As a result of this change in the thermal conductance, the measured time constant of the electrical 
detector signal differs from the physical time constant in Equation (2.13) when the detector views a chopped 
radiation source. This effective time constant, t e , is given in Equation (2.IS). Equation (2.16) shows that in 
general, t e will be smaller than t , and in the special case when ZBOI is zero (and RL » RBOO, the 
electro-thermal interaction acts to effectively double the frequency response of the detector. The results of 
this analysis for this detector system are discussed in the frequency response section of Chapter 5. 
C _ C (RSol + R L ) ( . ^ 3 O I ~R3ol) (2 15) 
Xt
~G. aP ^ ( Z ^ + K j 
-
 X< - ZBol+RBo, R B o l + * L (2-16) 
23 Theoretical V-I Equations 
By extending the previous analysis, we can generate the theoretical bolometer voltage and bias 
current as a function of bolometer temperature. In Chapter 5, the resulting voltage vs. current curves are fitted 
to the experimental data, providing a method of determining several bolometer parameters. 
The power dissipated by the bolometer element is given by Equation (2.17). We can immediately 
solve for the bias current and bolometer voltage as given by Equations (2.18). 
P = I2RBol=Vaolf • (2.17) 
-
 I =
 W*** ' v>»=Jr«^- d « ) 
Using Equations (2.1) and (2.4) we can write the electrical power as: 
P = W-Q 
= \TGddT-Q . (2.19) 
If the thermal conductance is completely described by the power-law form of Equation (2.6), then we 
do not have to evaluate the integral in Equation (2.19); we can write Equation (2.20) instead. 
P = G0 
r
 T V 3 (T-T0)-Q . (2.20) 
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We can now use Equation (2.8) to rewrite the bias current and bolometer voltage equations as 
Equations (2.21). Alternatively, if the thermal conductance does not have a simple power law form, we can 
write the V-I equations as Equations (2.22). 
(2.21) 
(2.22) 
These are the fundamental equations that will be used for the analysis of the V-I data in Chapter 5. 
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Appendix 
A p p e n d i x 2 .1 : 
Since the resistance of the bolometer is a strong function of temperature, a change in Q will cause a 
change in RBOI- Consequently, the electrical power dissipated by the element, P, will vary with temperature in 
a complex manner. In order to calculate the thermal conductance as a function of temperature, we need to 
calculate the derivative of the dissipated power with respect to temperature. In ail the following equations, V, 
R, and Z are used instead of VBOI, RBO1> and ZBOI for compactness. The other terms use the same notation as the 
text. 
In order to determine ^ we will need the following result, where we make use of the fact that the 
load resistors are metal film and therefore their impedance, Zi_, is simply their resistance (they have zero 
inductance unlike a wire-wound resistor). 
dR_
=
d_ 
dl dl 
r 
dl_ 
dR 
V —V 
\ Y Bias . 
V^Bias V 
d(VRL) 
dl \VBias V 
\ VBias V 
RLZ 
VBias-V ' 
^(dV, 
\YBias VJ 
Bias 
dl 
dV 
dl 
VR, 
(^Bias -V) 
(z+zL -z) 
Z _ VRLZL 
I 
z 
I 
Z _ R 
I I 
I 
Z-R 
vz, 
l*RL 
(ZL =RL). 
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Now we can calculate — : 
dT 
dP d(Vl) Ai
 d V 
— = ——--V— + / 
dT dT dT dT 
= V—— + j d v d R 
dR dT + dR dT 
,,D dl r D dV 
= aVR— + aJR — 
dR dR 
aV2 dl „dV dl 
= + <xV 
I dR dl dR 
I Z-R 
_aV(V + IZ) 
Z-R 
Z-R 
_aV2(Z+R} 
R lZ-RJ 
JZi 
= aP 
+ aVZ-
Z-R 
:+R~\ 
:-R) ' 
The last equation is the same as that given by Jones [ I I ] , where the term in the brackets is referred to 
as the "slope parameter", H. 
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Chapter 3 
Detector Design and Construction 
3.1 Introduction 
In this chapter we present the details of the detector construction. The dewar, optics, filters, and 
electronics are discussed in separate sections. Construction of the filters, bolometer units and optical 
components, and assembly of the detector occurred at Queen Mary and Westfield College, University of 
London (QMW) [ 1 ]. The preamplifier was designed and built by Cochise Instruments [2]. The closed cycle 
cryogenic stage was a commercial unit manufactured by Chase Research [3], and its operation is discussed in 
Chapter 4. 
3.2 Dewar Components and Construction 
An Infrared Laboratories HDL8 extended dewar [4] was chosen as the system cryostat, since its large 
size affords space for the closed cycle cooling system, cooled optics, and the large nitrogen and helium vessels 
required for long hold times. A large, 76 mm diameter, cryostat input window was required to accept the 
diffraction limited image produced by the 15 m, f/35, James Clerk Maxwell Telescope (JCMT). A f73 field 
lens matched this input beam to the f/3 bolometer feed horns. Even with this fast focal ratio, the optical path 
had to be folded to fit within the dewar. A diagram of the dewar dimensions is given in Figure 3.1. The system 
can be divided into 4 temperature layers: the outer case, the liquid nitrogen shield (73 K on Mauna Kea), the 
4 3 
liquid He shield ( - 4 K), and the liquid He stage (~ 0.3 K). This series of radiation shields is necessary for 
minimizing the thermal loading of the cold stage, which enables lower ultimate bolometer operating 
temperatures and hence greater sensitivity, and longer operation times. 
The 5 litre stainless steel liquid nitrogen vessel is suspended from the top plate of the dewar by 3 
fibreglass supports and the fill tube. These rigid supports provide a stable mount for the entire internal 
structure while minimizing thermal conductance. A thin aluminum shield extends downward from the LN2 
vessel, forming the 73 K radiation shield. The effectiveness of this shield is improved by a layer of 
superinsulation which is wrapped around it and the nitrogen and helium vessels. This superinsulation is 
constructed from layers of reflective aluminized Mylar thermally isolated from each other by intervening 
layers of fine nylon mesh. The nylon mesh thermally decouples the Mylar sheets, and also prevents gas from 
being trapped between the sheets when the dewar is evacuated. 
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Figure 3.1 : Modified HDL8 dewar configuration. 
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Mounted to the bottom of the nitrogen vessel is the 5 litre helium vessel. This stainless steel vessel is 
mounted by 3 more fibreglass supports, and is filled via an isolated fill tube which passes though the nitrogen 
vessel and serves as additional support. The base of the vessel is a 9 mm thick copper plate which serves as the 
mounting surface for the LHe radiation shield, optical framework, and the closed cycle pumps and cold stage 
which are discussed in Chapter 4. 
3.3 Optical System 
Figure 3.2 shows the details of the optics and the cold stage. Radiation enters the dewar through a 76 
mm diameter, 1 mm thick, polypropylene window, which is strong enough to withstand atmospheric pressure 
and yet is greater than 90 % transparent over the required wavelength range. Under pressure, the window 
bows in which reduces the formation of resonant optical cavities within the dewar, that produce unwanted 
channel spectra [5]. Mounted immediately after the window on the LN2 shield is a large, ~ 75 mm diameter, 
35 cm"1 capacitive grid low pass edge filter [6]. This type of metal grid filter remains colder (and is therefore a 
less significant source of thermal emission) than absorption filters for two reasons: It efficiently reflects short 
wavelength radiation (rather than absorbing it), and as a good thermal conductor, it is in better thermal contact 
with the LN2 shield. The bandpass filters are of similar construction, and are described in the next section. 
All the optics from this point on are cooled to the bulk LHe bath temperature to reduce their thermal 
emission. An adjustable iris provides an aperture stop that allows the optical beam to be matched to the 
diffraction limited beam of the telescope. Manual adjustment of the iris is made possible by a geared Torlon 
[7] shaft that passes to the outside of the dewar via a high vacuum feed-through. Torlon is a strong polymer 
that is thermally stable and has low thermal conductivity. The walls of the hollow shaft are thin, and the shaft 
is loosely coupled to the external mechanism to minimize heat transfer. A 65 mm diameter f/3 polyethylene 
planoconvex field lens is mounted to the frame directly after the iris. This lens re-images the telescope 
primary mirror onto the entrance apertures of the detector horns. The beam then passes through a 36 mm 
diameter baffle designed to block stray radiation. The relatively long focal length of the field lens requires that 
the beam be folded in order for the focal point to fall inside the dewar. An aluminum dihedral, or rooftop, 
mirror is used to redirect the beam through one of the 6 filters in the filter wheel, a 33 cm"1 edge filter, and a 
polarizer (analyser) mounted on the 0.3 K stage. In this way the orthogonal components of the beam from the 
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Figure 3.2: Details of the detector optics and 0.3 K stage. 
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polarizing FTS are recombined and directed to the two detector units. The Winston hom of each detector 
(described earlier in Chapter 2), is capped with a 5.6 mm aperture and 55 cm' 1 edge filter, and concentrates the 
radiation into the integrating cavity which houses the bolometer element. 
3.4 Filters 
A six position filter wheel assembly, shown in Figure 3.3, houses filters with passbands that are 
matched to the atmospheric transmission windows of interest. Selection of a particular filter is enabled by a 
mechanical vacuum feed-through similar to the one used for the iris adjustment, with the exception that the 
external housing is elongated to allow for a longer Torlon drive shaft (see Figure 3.2). This longer shaft is 
required to reduce thermal conduction to the 4 K filter wheel, which would cause unwanted emission from the 
filters. A certain amount of play is needed in the shaft coupling to decrease thermal conduction, so the filter 
wheel is held in position by detents on the wheel assembly. 
The filter units are composed of resonant metal mesh bandpass filter elements [6]. Figure 3.4 shows 
the geometry and equivalent circuit for the two filter types. A square mesh pattern of wires is analogous to a 
parallel LRC high-pass electrical filter circuit (Figure 3.4a), whereas a grid of isolated conducting squares is 
analogous to a series LRC low-pass filter (Figure 3.4b). When the two geometries are combined, the result is a 
resonant circuit with steep falloff (Figure 3.4c). Some of the filters units also include low pass capacitive grid 
edge filters to block higher frequency radiation (see Table 3.1). Each of these filters is composed of several 
individual layers, each supported by a dielectric substrate and separated by a vacuum space created by lapped 
stainless steel washers. Multiple layers improve the effectiveness of the filters, and enable multi-pole filters to 
be constructed. 
Table 3.1 : Filter Units That Contain Edge Filters 
Filter Band Associated Edge Filter Cutoff 
750 18 cm' 1 
850 15 cm' 1 
1100 10 cm' 1 
1400 10 cm' 1 
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Figure 3.3: Six position filter wheel assembly. 
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Figure 3.4: Geometry, equivalent circuits, and idealised spectral performance of mesh filters [6]. 
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Profiles for the main filters as measured by QMW are shown in Figure 3.5. Similarly, Figure 3.6 
shows the profiles for the dewar windows, blocking filters and edge filters. Measurements of the filter 
performance when mounted in the detector are described in Chapter 5. Figure 3.7 shows the measured filter 
profiles superimposed on a theoretical zenith transmission spectrum for the atmosphere above Mauna Kea, 
modelled for 0.5 mm of precipitable water vapour, corresponding to very good observing conditions. 
The filter passbands are seen to be well matched to the atmospheric transmission windows, which 
minimizes the change in received flux as the width of the atmospheric windows changes with varying water 
vapour abundance. This matching is particularly important for a FTS system where such signal modulation 
creates a multiplex disadvantage [8]. In addition, the narrow passbands reduce the background radiant loading 
on the bolometers which increases their sensitivity. 
3.5 Detector Electronics 
The goal of the electronics design was to create a bolometer-noise limited system. Since the 
operating environment in the JCMT is particularly noisy, great care must be taken to eliminate 
electromagnetic interference (EMI) in the detector electronics. Large currents in the telescope drive give rise 
to large and variable magnetic fields. Noisy compressor motors are periodically activated. The grounding 
network of the telescope is not particularly good in the small signal sense, with common mode voltages of the 
order of volts often present between the telescope frame and the scientific instrumentation. 
To ensure that induced currents are not generated in the presence of magnetic fields, all wiring inside 
the dewar is formed of twisted pairs (8 tpi), varnished down to the dewar structure. To reduce EMI associated 
with electric fields, the preamplifier is mounted in an RFI shielded box mounted to the side of the dewar. The 
power supply for the preamplifier and bolometer bias network is contained inside this box. The bolometers 
and JFETs are shielded by the dewar itself. Together, the bolometer, JFET, and preamplifier electronics can 
be considered to be within a single, shielded enclosure. 
3.5.1 Detector Preamplifier Circuit 
The novel feature of this detector system, and possibly the most significant factor in its performance, 
is the fully differential design of the detector, preamplifier and data acquisition electronics. Several low noise 
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preamplifiers for far-infrared bolometers and photoconductors have been presented in literature [9,10,11 ], but 
none use the fully differential design described below. 
In a balanced differential system, any external noise component induced in one signal line will be 
matched by an identical component induced in the other signal line. Upon taking the difference between the 
two signal lines, the interference components will cancel, leaving the desired differential signal from the 
detector element. However, this technique will only work if the entire detector system is completely 
symmetrical. Figure 3.8 shows a schematic of the symmetrical electronic design developed for these 
detectors. In this design, a bolometer element is isolated from the dewar ground and placed between two 
identical bias resistors and two identical and complementary active bias voltage generators. The cold 
preamplifier uses matched JFETs (IFNI46 [12]) configured as source followers fed by a common drain 
voltage (4.96 V). The room temperature preamplifier consists of two identical channels, one for the inverting 
output and one for the non-inverting output. It is essential that the gains and phase shifts of the two channels 
are the same. Since the data acquisition system is located in the control room of the JCMT, a 30 m twisted pair, 
shielded cable connects the differential output of the preamplifier with a balanced differential line receiver 
designed to ensure that the complex impedances seen by the inverting and non-inverting signal lines are the 
same. Finally, the output of the line receiver is connected to a 16-bit differential ADC. 
Figure 3.9 shows the schematic for one channel of the detector preamplifier. The preamp is 
essentially a two stage instrumentation amplifier, used to amplify the small differential signal across the 
bolometer element and reject common-mode noise. The input stage formed by the matched op-amps in U2 
provides a differential gain of G^ = 1 +
 Rl'*jlu a 10-5 (in addition to the JFET gain of -0.89), while 
maintaining a unity common-mode gain. The DC output op-amp, U3, removes any remaining common-mode 
noise and provides a single ended output representing the DC voltage across the bolometer element with a gain 
of 10. Similarly, the second stage of the preamp, consisting of U6 and U7 with a selectable gain of 10 or 100, 
produces a single ended AC output with a total gain of 100 or 1000. U4 and U8 are unity gain coax drivers 
which send the inverted and non-inverted signals (with a gain of 100 or 1000) to the data acquisition system. 
The RC filters formed by C9 and R21, and by C10 and R22, define the frequency response of the preamp and 
provide a high-pass cutoff frequency of 0.16 Hz in order to decrease 1/f noise without affecting the detector 
signal. The electronic system noise contribution is discussed in the following section. 
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3.5.2 Electronic System Noise Contribution 
Great care was taken in the electronics design to minimize noise levels. The JFETs were chosen for 
their extremely low noise characteristics. The input op-amps were selected for their high common-mode 
rejection ratio (CMRR) of 120 dB, and their low input noise voltage and current densities of 3 nVI -Jrlz and 
L3 pA I -Jlk respectively at 10 Hz. The load resistors were mounted to the 0.3 K cryogenic stage in order to 
minimize their Johnson noise contribution. Also, low noise active bias voltage generators were used to supply 
the bias current through the bolometers instead of batteries in order to achieve the lowest possible current 
noise. A schematic of the circuit for one detector is given in Figure 3.10 [2]. Low noise op-amps (input noise 
voltage density = 3.6 nV7 VSz, input noise current density = 1.1 pA / V H z , at 10 Hz) produce a symmetrical 
positive and negative bias voltage across the load resistor network, with a total effective noise voltage density 
(due to the op-amps alone) across the bolometer of ~ 0.2 nV/VHz at 10 Hz. A temperature compensated 
current source is used to generate the input voltage for the op-amps to ensure that the bias voltage does not 
vary due to the frequent temperature fluctuations in the telescope dome. 
For our system we must consider the noise produced intrinsically by the bolometer elements, and the 
noise produced by the amplifiers and bias network. The entire electrical network is illustrated in Figure 3.11a 
in terms of ideal resistive elements with associated noise voltage and current generators. The symbols in the 
figure will be defined in the text as they are needed. First, we will calculate the contributions from the four 
forms of noise voltages produced by the bolometer elements: Johnson noise, phonon or thermal noise, shot 
noise, and \lf or flicker noise. 
Johnson noise [ 13] is produced by any resistive element and is described by Equation (3.1), where R 
is the resistance and T is the resistor temperature. Mather [14] modified the standard Johnson noise equation 
for a bolometer by taking into account the electrothermal feedback from the bias network. Equation (3.2) is 
the modified Johnson NEP, where P is the power dissipated by the bolometer element, Z is the dynamic 
impedance, co is the signal frequency, and t=C/G is the physical time constant. 
= yf4kfR (V /^VTfe) . (3.1) 
^ i t o r o . = 4 * r p | | ± | 2 ( l + < a V ) (w/jHz)2 . (3.2) 
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Figure 3.11: Equivalent noise circuits, a.) Total electrical noise contributions for the bolometer network 
and amplifier. Symbols are defined in the text b.) Ideal amplifier with electrothermal feedback from a 
bias network, /'BJFET and enffET a r e the equivalent preamplifier noise current and voltage respectively. 
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Noise voltages in the bolometer element can also be produced by random fluctuations in heat flow 
between the element and the sink. The thermal noise analysis of Mather [14] gives this phonon NEP as a 
function of the thermal conductance of the link, G, the material parameter, P (which is I for our brass thermal 
links), and the bolometer temperature, T. Using the notation A=1-T 0 T where T c is the sink temperature, the 
phonon NEP is given in Taylor series form in Equation (3.3). 
=4AG7-2 1-1 £ + 1 |A + f(P + 2X3f3 + 2)-
12 
(w/yfrTz)2 . (3-3) 
Shot noise arises as a result of fluctuations in the flow of charge carriers across a potential barrier. 
This noise current is expressed as imStof - -J2ql, where q is the electron charge and I is the current flowing 
across the barrier [13]. The electrical connections to a semiconductor bolometer element can produce a barrier 
to current flow which becomes a source of shot noise. This contact shot noise voltage has been modelled by 
Mather [14] using Equation (3.4), where Zbar is the contact barrier impedance. Flicker or Mf noise is also 
present in the detector signal, and has been attributed to fluctuations in charge carrier trapping on the surface 
of a semiconductor [15]. Precise values for flicker and contact shot noise are difficult to produce from theory 
due to lack of knowledge about the bolometer contacts. Both of these noise sources show up as excess noise in 
the detector signal, and are measured directly. 
e
nSkot =ZB«r '*S*o, • (3-4) 
The amplifier electronics produce additional noise in the detector signal, which can be expressed in 
the form of a NEP. The JFETs and amplifier shown in Figure 3.8 can be represented by a single ideal amplifier 
with associated noise voltage and current generators, as shown in Figure 3.11b. The equivalent noise voltage 
and current are determined by the following analysis. 
The high resistance of the detector (RboI ~ 2MQ) necessitates an input device with low input noise 
current, therefore a JFET was chosen. There are two components of the JFET noise current: a thermal 
component and a shot noise component. Equation (3.5) gives the thermal component, where Res is the 
gate-source resistance, which can be greater than 10 1 4 Q for a JFET. This thermal component is simply the 
current produced by the Johnson noise from the high gate-to-channel resistance, since the channel resistance is 
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very low and produces a negligible Johnson noise. The shot noise component is given by Equation (3.6), 
where q is the electronic charge and IQ is the reverse gate current. 
The shot noise is the dominant noise component To minimize the input noise current it is therefore 
necessary to minimize the reverse gate current which is a function of the reverse junction potential, Vqd-
V q d is minimized at ~2.5 V, just slightly greater than the pinchoff voltage of the JFET. The JFET drain 
current Id, is set to —4 mA. At room temperature this gives a reverse gate current, Ig, of ~0.5 pA and a 
transconductance, g&, of0.035 S. Since the current is a strong function of device temperature, the JFETs are 
operated at T~l 10 K to further reduce the noise current. 
For a JFET, a noise voltage is produced by Johnson noise in the channel resistance. This noise 
follows the form of Equation (3.1) where the resistance R is replaced by R«, ~0.67/g&; the equivalent noise 
resistance of the JFET, where g& is the forward transconductance of the device. Johnson noise can be reduced 
by increasing the forward transconductance (equivalent to increasing the gate area) and/or decreasing the 
device temperature. The limit to performance enhancement is determined by the increased input capacitance 
and the decreased carrier mobility at low temperature. The IFNI46 dual matched JFETs, with large gate 
geometry, were selected for the input stage of the preamplifiers based on these considerations. 
Two additional sources of JFET noise voltage must be considered: Flicker noise, given by Equation 
(3.7) where / | is the corner frequency and / i s the operating frequency, and popcorn noise. Flicker noise is 
thought to be due to surface defects in the device, while popcorn noise is caused by contamination during the 
semiconductor manufacturing process. Therefore, the contribution from both these noise sources can be 
minimised by careful selection of the manufacturer and fabrication process. 
(3.5) 
(3.6) 
(3-7) 
The flicker noise component of the IFN146 has a relatively high corner frequency,/r, of 1 KHz. The 
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total JFET noise voltage at any frequency can be expressed from combining the JFET Johnson voltage noise 
and Equation (3.7) as: 
- nJFET (3.8) 
Following the notation of Mather [14], we can now calculate the total preamp NEP contribution 
using Equation (3.9), where S is the detector responsivity. The complex form of this equation is due to the 
electrothermal interaction of the bias network. Typical values for the total JFET noise current and voltage at 
50 Hz are 0.4 fA/VHz and 0.6 nV/VHz, respectively. 
NEP, — i • 2 nJFET 
2ZI 
R 
1+GJV -nJFET 
(3.9) 
where i\,FET =ili1maml + i z s t o l 
AkT 
XGS 
Johnson noise from the load resistors must also be taken into account using Equation (3.10) [ 14]. The 
noise from the bias voltage generator, e„Bias> is 0.2 nv/VHz at 100 Hz, and is negligible compared to the load 
resistor Johnson noise. 
4kTL 
2ZI 
R 
1+CDV Z+R 
2Z 
(V/vTfe)2 (3.10) 
The total detector system noise is discussed in the noise analysis section of Chapter 5, where the 
predicted noise contributions presented above are compared with the measured detector system noise. 
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Chapter 4 
Closed Cycle Cryogenic System 
4.1 Introduction 
In order to achieve background photon noise limited operation, the bolometer elements must be 
cooled to below 1 K. This is well below the bath temperature of ~ 4 K for the bulk liquid 4 He. A liquid 4 H e 
bath can be cooled to nearly 1 K by pumping, but below this temperature the vapour pressure becomes too low 
and this method becomes inefficient. 
Cooling below the temperatures attainable by pumped ^ e fridges can be achieved with 
Joule-Thomson, pumped 3 He, and 3 He dilution fridges. However, the following requirements precluded the 
use of these fridges in our system: Fourier spectrometers are particularly sensitive to vibration (which causes 
unwanted modulation in the interferogram signal), so detectors with fridges requiring mechanical pumps 
should not be used. Cooling the large thermal mass of the bolometer units and the associated support structure 
requires a fridge with a large cooling capacity. Also, the detector dewar has to be a self contained unit small 
enough to mount on the FTS, and require minimal maintenance. Finally, the cost of the system had to be kept 
low. 
4 3 
The only system that meets these requirements is a dual stage He: He closed cycle refrigerator with 
vibration free adsorption pumps. A closed cycle He fridge is necessary in order to pre-cool the collecting 
3 3 
vessel of the He fridge to below the critical temperature of He so that it will condense. It is also much more 
efficient to pump on a small amount 4 He to cool the 3 He vessel than to pump the entire bulk 4 He bath to cool it 
to below 3.3 K. A closed cycle system is required for the 3 He fridge to prevent loss of the much more 
expensive 3 He (typically ~ 1000 times more expensive per unit liquid volume than 4He). 
There are several properties of 3 He that allow it to be pumped efficiently to 0.3 K: 3 He has a 
significantly higher vapour pressure than 4 He at temperatures below its critical temperature of 3.3 K [ 1 ]; at 1 K 
the ratio of the vapour pressures P( 3He):P( 4He) is 74 but at 0.5 K the ratio becomes 104. Some key parameters 
3 4 
of liquid He and He are given in Table 4.1. Vapour pressure curves for both isotopes are given in Figure 4.1 
[2], where the practical lowest temperatures obtainable by pumping on an open bath are shown as dots. In 
addition, the specific heat of 3 He is greater than that of 4 He below 1.5 K. so it acts as a better heat reservoir in 
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Temperature (K) 
Figure 4.1 : Vapour pressure as a function of temperature for ^ e and 4 He [2]. The practical lower 
temperature limits achievable by pumping a liquid bath are indicated by dots on the curves. 
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this temperature range. The specific heat of 3 He also varies less with temperature than that of 4 He so less 
liquid is lost to evaporation in cooling the bath to low temperatures. Phase diagrams for 4 He and 3He are given 
in Figure 4.2 [3]. From the phase diagrams it can be seen that whereas 4 He becomes superfluid below 2.18 K. 
which creates containment and possible heat flow problems, 3 He has a maximum superfluid transition 
temperature of 2.5 mK. 
Table 4.1 : Thermal Properties of Liquid Helium 
3 He 4 He 
Boiling Point at 1 Bar (K) 3.19 4.21 
Critical Temperature (K) 3.32 5.20 
Critical Pressure (Bar) 1.16 2.28 
Latent Heat of Evaporation (kJ/1) 0.48 2.56 
Maximum Superfluid Temperature (K) 2.5-10'3 2.177 
Gas (NTP) to Liquid (1 K) Volume Ratio 662 866 
Specific Heat at 0.3 K (J/molK) 3 2 I 0 " 3 
Molar Volume at 0 K (cm3/mol) 36.84 27.58 
The closed cycle cryogenic refrigerator used in this detector is a commercial unit manufactured by 
Chase Research [4]. Included with the fridge was an electronics unit that enabled manual operation of the 
cooling cycle. As the cooling cycle is a sensitive, time consuming operation, it was decided that an automatic 
cycling system would provide the most reliable operation and most efficient use of limited telescope time. 
Design of the automatic cryogen cycling electronics and associated control software is given in the following 
sections. 
4.2 Closed Cvcle Fridges 
The design of the fridge system is shown schematically in Figure 4.3. The system is composed of two 
independent closed cycle fridges, one operating on 4 He, the other on 3 He, both consisting of baths pumped by 
carbon adsorption pumps. These pumps use the extremely large (many m 2/g) surface area of activated 
charcoal granules to adsorb the gas. A chart of the minimum attainable temperature of a 3 He bath pumped by 
20 g of activated charcoal as a function of the thermal load is given in Figure 4.4 [5]. From this graph it is 
evident that for a desired temperature of 0.3 K, a 20 g charcoal pump can provide 200 p.W of cooling power. 
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Figure 4.2 : Phase diagrams for *He and 3He [3]. Note the logarithmic temperature axis for the 3 He 
diagram. 
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Figure 4.3 : Schematic of the cryostat system. 
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Figure 4.4 : Minimum temperature of a 3He bath pumped by a 20 g charcoal adsorption pump as a 
function of thermal load [5]. 
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The bath of the He fridge is a small cylindrical vessel suspended from the 4 K base plate by a thin 
walled (0.125 mm) stainless steel tube which connects it to the 3 He pump mounted on the base plate (see 
Figure 3.2). The bath of the 4 He fridge is a cylindrical vessel concentric with, and thermally connected to, the 
inner 3 He vessel. A second tube connects this vessel to the *He pump. The 4 He pump (from now on referred to 
as the 4-pump) is a small canister containing carbon granules and 5 STP litres of *He gas which corresponds to 
a pressure of - 6 MPa at room temperature, or a volume of ~ 6 ml of liquid at 1 K. Similarly, the 3-pump 
contains 3 STP litres of 3 He (-4.5 ml liquid at 1 K). Both pumps are mounted to the 4 K. base with silver wires 
whose dimensions determine the thermal conduction, and therefore the pumping rate, for each pump. Each 
pump is heated with a resistor which can dissipate ~2 W to drive any adsorbed gas out of the carbon at the 
beginning of the pumping cycle. A silicon diode temperature sensor (DT470 [6]) is fitted to each pump to 
monitor the cooling process. The temperature of the stage is monitored with a diode temperature sensor for 
temperatures above 1 K, and a Ge thermistor (GR100 [6]) for low temperatures. 
A solenoid driven clamp mounted on the 4 K base plate acts as a mechanical heat switch between the 
stage and the main helium reservoir (see Figure 3.2). When activated, the clamp grips a gold plated copper 
strip extending from the stage, which provides a direct thermal link to the bulk 4He reservoir and assists in 
pre-cooling the stage. 
4.3 Electronics 
The principal advantage of the closed cycle system is that its operation is easily automated. The 
pumps are controlled by simply applying current to their heaters, and the cooling process is monitored by 
measuring the temperature of the pumps and the cold stage. An electronic interface unit (referred to as the 
cycle box) was constructed to drive the heaters, relays, and temperature sensors, and to amplify the sensor 
signals. The cycle box is controlled with a computer by means of an inexpensive, general purpose data 
acquisition and control module (AD612 [7]). This module was modified to provide 6 channel, 12-bit 
analog-to-digital conversion and 8 digital I/O lines using a single PC parallel port. 
The current supplies and signal buffers for the pump and stage diode temperature sensors are shown 
in Figure 4.5. The stage diode current supply can be disabled when the sensor is not being used to reduce the 
thermal loading of the stage. The signals are fed into the AD612 unit, as well as to coax connectors on the back 
of the cycle box for direct measurement. 
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Figure 4.5 : Schematic of the current supplies and signal buffers for the pump heater and stage diodes. 
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For precise temperature measurements below 1 K, the stage Ge sensor (GRT-100 [6]) is used. In 
order to minimize self heating and thermal loading of the stage, the measurement current passed through the 
sensor must be small. Since a small DC current would provide a very low signal-to-noise ratio measurement, 
the sensor was excited with a small AC current and the resulting signal was synchronously detected. This 
circuit, shown in Figure 4.6 [8], allows the use of a very small 50 nA rms current to drive the Ge thermistor, 
producing a negligible -50 pW rms of self heating. The driving frequency is set at 250 Hz to avoid l/f and 
other noise sources. The amplified signal is then digitized by the AD612 unit and averaged by the control 
software to prevent glitches. 
Electronic control of the heat switch solenoid, pump heaters, and stage diode current is provided by 
logic driven relays, shown in Figure 4.7, which are controlled using the I/O lines of the AD612. Manual 
override switches are mounted on the cycle box, and indicator LEDs to show the status of the various system 
components (pumps, heat switch, heaters, etc.). 
4.4 Cycling Software 
It is desirable to be able to cool the detector and cycle the cryogenic system automatically between 
observing runs so as not to waste telescope time or manpower. To this end, a cycling program was written in 
C + + to run on an IBM PC interfaced with the cycle box. Appendix 6.2 contains the cycling software code and 
a typical configuration file. The software converts the digitized sensor signals from the cycle box to 
temperature, and intelligently controls the temperature and operation time of the pumps in order to ensure 
complete and efficient recycling of the fridges. All values from the temperature sensors are averaged (20 to 30 
samples each) by the software in order to avoid any noise spikes generated by the switching of the pump heater 
currents. The program can be set to start after a time delay so that the recycling completes just before the next 
observing shift. A real time graphical display of the cooling process is provided, and all the temperature 
values are written to a log file. A typical plot produced by the cycling software during a recycling sequence is 
shown in Figure 4.8. A flow chart of the control logic used by the cycling software is given in Figure 4.9, 
where hexagons represent conditional statements, and rectangles represent actions. Execution flows from top 
to bottom if a condition is false, and from left to right if true, and the entire loop is checked repeatedly until the 
cycle is complete or the operator intercedes. The operation of the pump heaters and deactivation of the 
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Figure 4.8 : A typical recycling log. The top graph shows the pump temperatures, where the dotted line is 
the 4-pump, and the dashed line is the 3-pump. Bottom graph shows the stage temperature, where the 
dotted line is the diode thermometer, and the dashed line is the Ge thermometer. 
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Figure 4.9 : A flow chart of the control logic used by the cycling software to recycle the 3He and 4 He 
pumps. Hexagons represent conditional statements, rectangles represent actions. Execution flows from top 
to bottom if a condition is false, and from left to right if true. 
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temperature sensors occurs at various temperature and time set points that are easily modified to fine tune the 
recycling process. The temperature set points are referred to in the flow chart as Tl through TIO, and are 
labelled in Figure 4.8. The operation times of the 4-pump and 3-pump heaters are limited by the time set 
points referred to as the 4P, 3P, and Final Pushover durations in the flow chart and the recycling log plot 
Typical values for the set points are contained in the configuration file given in Appendix 6.2. 
4.4.1 Description of Cycling Procedure 
The pre-cooling process involves pumping the dewar vacuum space to 10"5 Torr, engaging the heat 
switch, and then filling both the nitrogen and bulk helium vessels with LN2 to cool the system (to 73 K on 
Mauna Kea). The heat switch is used to provide a conduction path to the well isolated cold stage which would 
otherwise take days to cool. After the system has been allowed to settle at LN2 temperature for an hour, the 
bulk helium vessel is emptied of LN2 and then filled with LHe. Once the bulk helium vessel is filled, and the 
stage diode is measured to be at LHe temperature, the heat switch is opened to allow final cooling of the cold 
stage. 
The cold stage is now at—4 K which is well below the critical temperature of 5.2 K for the 4 He gas in 
the 4-pump. The 4-pump heater is activated and gas is driven out of the charcoal and into the outer collecting 
vessel where it condenses. The temperature of the 4-pump is held between the set points Tl and T2 which 
typically provide a hysteresis of ~ 1 K. When all of the gas is liquified, the heater is turned off and the pumping 
action of the 4-pump begins. Since there is no direct indication of when all the 4 He has liquified (except for a 
decrease in the slope of the stage temperature curve due to the reduction in flow of hot He gas), the heater is 
turned off after it has been on for a time greater than the 4P duration set point. When the 4-pump has lowered 
the temperature of the cold stage to below the critical temperature of 3.3 K for 3 He, the inner collecting vessel 
will collect liquid 3 He and the 3-pump heater can be activated. In practice, T3, the temperature of the stage at 
which the 3-pump is activated, is set at 2.2 K to allow the 4-pump to extract as much heat from the stage as 
possible without allowing the 4 He to become superfluid. The heat of the incoming 3 He gas, and latent heat of 
vaporization as the 3 He liquifies, raises the temperature of the stage slightly which increases the boil-off rate 
of the collected 4 He. This can be inferred from the plot by the hump in the stage diode temperature and the 
change in slope of the 4-pump temperature. It is critical that all the 4 He is evaporated before the 3-pump heater 
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is deactivated, or too much 3 He will be wasted by cooling the ^ e bath. There is also the possibility that the 
remaining 4 He will be cooled to below its superfluid transition temperature, creating a potential heat flow 
problem due to the resulting superfluid flow. To ensure that all the ^ e has evaporated, the 3-pump heater is 
left on for a set amount of time (3-pump duration -30 min) or until the temperature of the 4-pump falls below a 
set temperature (T9 ~ 6 K). 
Once the 3-pump heater is deactivated, the 3-pump cools the stage to its ultimate temperature of -0.3 
K. At the end of the cycling process, power to the temperature sensors is cut off to prevent unnecessary loss of 
condensed ^ e , and power to the cycle box is also cut off to prevent any possible accidental reactivation of the 
pumps or heat switch. 
A typical recycle (not the first cool-down cycle) consumes approximately 0.9 litres of bulk liquid 
helium, and a negligible amount of liquid nitrogen. The collected 3 He has a hold time of approximately 30 
hours depending on the loading of the detector. Before the bath is exhausted, the pumps can be recycled by 
turning on the 4-pump heater which forces over 4 He gas and evaporates any remaining liquid 3 He. The 
operation of the pumps is then repeated as described above. 
At the end of an observing shift, the bulk cryogens in the dewar are replenished, and the control 
software is set to initiate after a suitable delay so that the system has just finished recycling at the beginning of 
the shift on the next day. In this way, the detector remains at operating temperature for the maximum amount 
of time during the shift. 
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Chapter 5 
Detector Performance 
5.1 Introduction 
This chapter describes the five sets of laboratory tests which have been performed on the 3 He dual 
polarization bolometric detector system: beam profile measurements, frequency response measurements, V-I 
performance, noise performance and spectral performance. The data collection, analysis and results for each 
set of tests are described in separate sections as listed below: 
• Section 5.2 : Beam profile measurements are analysed to determine if there are any serious 
misalignments of the internal optics. 
• Section S3 : The frequency response of the detectors are measured to determine the maximum 
possible modulation frequency of the FTS, and to verify the heat capacity of the bolometer 
elements. 
• Section 5.4 : The detector V-I curves are modelled to determine bolometer parameters such as the 
thermal conductance, bolometer housing temperature and background radiant power loading. The 
V-I data is manipulated in following sections to calculate the NEP for each detector as a function 
of bias current, which allows the optimum bias setting to be determined for a given filter band. 
• Section 5.5: The detector responsivity is calculated from the V-I curves, and modelled to provide 
the system optical efficiencies. 
• Section 5.6 : The measured detector noise performance is compared to the noise performance 
predicted from the V-I analysis. The system NEPs determined by four different methods are 
compared, and the optimum bias point corresponding to the minimum NEP for each detector is 
determined. 
• Section 5.7 : Spectra measured with the detector in conjunction with the FTS are analysed to 
determine the full system NEP. The spectral performance is compared with the previous detector 
system and with a current state-of-the-art system. 
• Section 5.8 : Concluding remarks and a summary of the detector parameters are given. 
• Section 5.9 : Future considerations and possible improvements are discussed. 
The detector system resides permanently at the JCMT to avoid the expense of shipping and the 
possibility of damage during transport. Consequently, access to it is limited to the engineering and 
commissioning time allocated at the beginning of an observing run. The tests described in this chapter were 
performed over this period during the 1997 and 1998 runs. 
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5.2 Beam Profile 
In order to calculate the throughput of the detector system, a quasi-far-field blackbody point source 
was used to map out the beam profile. The source was an electric cigarette lighter element held at a 
temperature of-1000 K determined by its red colour [1]. This source was placed behind a 290 K chopper 
blade to provide a 20 Hz modulated signal. The blackbody assembly was mounted on a stand that could be 
positioned vertically and horizontally. The detector and source were configured as illustrated in Figure 5.1. 
This enabled horizontal and vertical scans to be taken perpendicular to, and passing through, the optical axis of 
the detector. The distance between the source and detector window was 287 ±1 cm, and the samples were 
taken in 1 ° (25 mm) increments along the vertical and horizontal axes. In order to obtain measurements in a 
reasonable time and with a high signal to noise ratio, the wide band (5 to 35 cm' 1 ) filter, with its higher 
bandwidth and throughput, was used for the beam profile measurements. The peak-to-peak voltage of the 
detector signal, Vpp, was measured with an oscilloscope as a function of angle, for each of the four canonical 
iris diameter settings. The iris settings for the various filter bands (the filter band designations are given in 
Chapter 3) are typically chosen to match the detector beam to the diffraction limited beam of the telescope. 
These settings were different in the two years, as shown in Table 5.1, partly due to a mechanical misalignment 
in 1997, and partly to a decision in 1998 to use larger aperture settings to increase the throughput. All the beam 
profile data, however, were collected using the 1997 aperture settings. 
Table 5.1 : Aperture Diameter/ Filter Band Combinations 
Filter Band 
Designation 
Typical Diffraction 
Limited Aperture 
Diameter (mm) 
1997 Aperture 
Diameter (mm) 
1998 Aperture 
Diameter (mm) 
350s 21 20 30 
3501 21 20 30 
450 27 24 40 
750 47 - 65 
850 47 44 65 
1100 65 - 65 
1400 65 62 -
Open 65 62 -
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Oscilloscope 
Chopper Blade 
(20 Hz) 
Point Source 
Black Body 
^ ( -1000 K) 
Adjustable Iris 
2.87 m 
x-z Translation 
Stand 
Figure 5.1 : Experimental setup for the beam profile tests. 
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5.2.1 Analysis 
Whereas the Fraunhofer diffraction pattern produced by monochromatic radiation incident on a 
circular aperture is an Airy function [2], the diffraction pattern produced by broadband radiation represents a 
superposition of Airy functions with a range of widths. Consequently, the diffraction pattern produced by the 
wide spectral band (5 to 35 cm' 1 ) is not described by a simple Airy function. For simplicity, the assumption 
was made that the overall beam pattern would be Gaussian in shape. IDL code was written to perform 
nonlinear least squares fitting of a single component Gaussian with DC offset to each data set. The fitting 
procedure returned the widths and relative amplitudes of the fitted Gaussian curves for each profile. 
5.2.2 Results 
The horizontal and vertical profile data are shown in Figures 5.2 and 5.3, respectively. From the 
graphs it is apparent that single component Gaussians (lines) are well matched to the beam profile data 
(symbols) for each aperture setting. It can be seen that the amplitudes decrease with decreasing aperture 
diameter. There is a slight increase in the beams widths with decreasing aperture, which is not obvious in the 
figure. Also, the centres of the horizontal and vertical profiles do not coincide exactly with the optical axis of 
the detector (see Figure 3.1), which is at the origin of the plot scales. 
When viewing a distant source, the beam, as seen by the detector, has two components: one 
determined by the ^ number of the system, and another produced by diffraction at the iris aperture. We would 
therefore expect to see increased broadening of the beam profiles as the aperture diameter is decreased, due to 
the increased effects of diffraction. We can calculate the theoretical dependence of the beam width on 
aperture diameter by the following analysis: Since wide-band radiation produces a range of diffracted angles, 
a simplification was made by calculating the beam width for the weighted average wavelength A. given in 
Equation (5.1). In this equation, B(x ,T) is the Planck function, which is a function wavelength, X, and source 
temperature, T. For the wide band filter and our blackbody source, X is approximately 500 um. 
(5-D 
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Figure 5.2 : Horizontal beam profile data (symbols) and single component Gaussian fits (lines) as a 
function of aperture size. 
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Figure 5.3 : Vertical beam profile data (symbols) and single component Gaussian fits (lines) as a function 
of aperture size. 
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The angular width of the beam can then be approximated by Equation (5.2) where o) is the aperture 
diameter, doitr is the angular dispersion caused by diffraction at a circular aperture, and 8/733 is the angular size 
of the ^ 735 beam. Figure 5.4 shows the FWHM of the fitted Gaussians for the four apertures. The lines are the 
best fits of the theoretical Equation (5.2) obtained by varying parameters % and ui. The data points exhibit the 
expected angular dependence on aperture size, within the limits of this crude model. 
An examination of Figure 5.3 shows that the vertical scans for each aperture are narrower than the 
corresponding horizontal scans. Since the difference appears for each aperture setting, we assume that there 
must be a vignetting of the beam somewhere between the bolometer feed horns and the iris, probably within 
the internal optics near the focal plane of the field lens. As was described in section 3.3, the supporting 
structure of the internal optics is necessarily minimal to reduce heat transfer from the ambient surroundings to 
the internal cooled stage. While differential contraction of the various structures was taken into account in the 
design of the system, there is inevitably some distortion that occurs during cooling. Consequently, the 
vignetting may be due to a temperature induced misalignment of two or more of the apertures in the optical 
path (see Figure 3.2). The detector hom apertures and the 33 cm' 1 edge filter aperture are particularly prone to 
misalignment due to their small size and the lack of a direct mechanical connection between them. 
In order to calculate the efficiency of our elliptical beam as compared to an ideal circular Gaussian 
beam, the horizontal and vertical profiles were combined to construct a 2-dimensional elliptical Gaussian 
profile as shown in Figure 5.5. In this analysis the 44 mm aperture profiles were used since this aperture is the 
least affected by diffraction and vignetting effects. The power incident on the detector is proportional to the 
throughput of the system, which is proportional to the cross-sectional area of the beam. As a result, the 
efficiency of an elliptical Gaussian beam, as compared to a circular one with radius equal to the semimajor 
axis, r, of the ellipse, is given by Equation (5.3) where e is the eccentricity of the elliptical beam cross-section. 
(5.2) 
P. tilipncal 
dratlar 
(5.3) 
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Figure 5.5 : 2-dimensional Gaussian beam profile reconstructed from the horizontal and vertical profiles 
for the 44 mm aperture. Squares represent averaged data for the horizontal and vertical scans. 
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The power in the beam is proportional to the integrated volume of the 2-dimensional Gaussian beam 
profile. We expect, therefore, that the volume described by the fitted 2-dimensional Gaussians should scale as 
the square of the aperture diameter. In Figure 5.6, the volumes of the fitted beam profiles are plotted against 
the square of the aperture. The line represents the linear (zero offset) least-squares fit to the lower three data 
points. The data are normalized so that the theoretical value for the 62 mm aperture is unity. There is a 
statistical uncertainty of approximately ±1% in the fitted volumes which is roughly equivalent to the size of 
the plot symbols on the graph. 
It can be seen that there is good agreement between the theory and the data except for the 62 mm 
aperture, where the volume is ~ 87 % of the expected value. While the present data set does not contain 
sufficient detail to allow determination of the actual cause of this power loss, we expect that it is due to another 
source of vignetting in addition to the one in the internal optics. If, for example, the rooftop mirror became 
misaligned as it cooled, then the bolometers would view the field lens or the iris slightly off-centre. As a 
result, the narrow beams for the small aperture settings would pass through unobstructed, but the beam for the 
62 mm aperture would be vignetted. 
For simplicity, we model the power loss by considering the normalized effective area of a circular 
beam clipped by a circular aperture of the same diameter. This efficiency is given by Equation (5.4), where o), 
is the aperture diameter, and x is the offset from the optical axis. For a 62 mm aperture, an efficiency of 87% 
corresponds to a misalignment of — 6 mm between the beam and the iris. If the misalignment is entirely in the 
rooftop, this corresponds to an error in the order of I ° in the dihedral angle, or in the tilt of the stage. In reality, 
the inefficiency is most likely due to the cumulative effects of smaller misalignments at several of the 
aforementioned points. 
Table 5.2 summarizes the total efficiency of the four aperture settings compared to an ideal circular 
aperture, taking into account the two sources of vignetting described above. 
(5.4) 
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Figure 5.6 : Power from the fitted Gaussian profiles vs. the square of the aperture, normalized to the 
theoretical value for the 62 mm aperture. Symbols represent the data, the line represents the theoretical fit 
to the lower 3 data points. 
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Table 5.2 : Aperture Efficiencies 
Aperture 
(mm) 
FWHM (degrees) 
Horizontal Vertical 
Gaussian 
Eccentricity 
Solid Angle 
Efficiency (no) 
Area Efficiency Total 
Efficiency 
20 
24 
44 
62 
2.08 
1.98 
1.93 
1.90 
1.52 
1.46 
1.27 
1.27 
0.682 
0.676 
0.752 
0.742 
0.73 
0.74 
0.66 
0.67 0.87 
0.73 
0.74 
0.66 
0.58 
The solid angle, Q, and optical throughput, AQ, for an elliptical beam with semimajor and semiminor 
axes a and b, respectively, are given by Equations (5.5) and (5.6) where <p is the aperture diameter, and a and b 
are measured in degrees. 
Q = 
AQ = 
4rc3 ab 
360 2 
360 2 
(5-5) 
(5.6) 
The throughputs for each aperture are given in Table 5.3. The throughputs for a f/35 beam are given 
for comparison in the far right column. 
Table 5.3 : Optical Throughput 
Aperture 
(mm) 
Q 
(str) 
Throughput 
(m2-str) 
f735 Throughput 
(m 2 str) 
20 7.56-10"4 2.38-10"7 2.0110" 7 
24 6.92-10"* 3.1310*7 2.90-10"7 
44 5.86-10"4 8.92-10"7 9.75-10"7 
62 5.77-10"4 I.7410" 6 1.94-10"6 
While the beam has been found to be elliptical when viewing a source in the far field, when the 
detector is coupled to the Fourier Transform Spectrometer (FTS), the telescope produces an image of the 
astronomical source at the field lens within the dewar, and the beam is found to be in good agreement with a 
f/35 beam. Consequently, the efficiency terms given in Table 5.2 are not used for a source in the near-field of 
the detector. For the NEP calculations later in this chapter, the throughput for a f735 beam was assumed. The 
far-field beam profile tests did, however, provide a useful means of verifying that there were no serious optical 
alignment problems. 
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S3 Frequency Response 
The frequency response of the detector determines the optimum velocity of the interferometer 
scanning mirror. For a FTS, the frequency of modulation of the infrared radiation is given by f=2vo, where v 
is the linear velocity of the moving mirror and o is the wavenumber of the radiation. The frequency response 
also provides data to verify the predicted values of the heat capacity and thermal conductivity of the 
bolometer, which in turn are necessary for predicting the minimum NEP. 
Following the notation of Chapter 2, the thermal time constant, x, is defined by Equation (S.7), where 
Gj is the dynamic thermal conductance and C is the heat capacity of the bolometer. When observing a source, 
the time constant of the bolometer is modified by the electrothermal feedback from the temperature 
fluctuations of the bolometer. The effective time constant (or response time constant), t e , is given by Equation 
(5.8), where C is again the heat capacity, and G e is the effective thermal conductance. Whereas the thermal 
time constant is the more fundamental quantity, in practice it is the effective time constant that is measured. 
(5-7) 
G. 
where Ge = Gd - aP 
Two methods were used to determine the frequency response: The first method used the standard 
procedure of measuring the peak-to-peak detector output voltage as a function of optical signal frequency 
using an oscilloscope. For this measurement, a hot blackbody source (~ 1000 K) was placed in the detector 
beam, behind an ambient temperature chopper blade. Observations were made using the wide-band filter 
(5-35 cm"1) with a 62 mm aperture and a chopping frequency range of 1 to 110 Hz. The detectors were 
operated with a bias current of — 40 nA. The second method made use of otherwise unwanted cosmic ray 
collisions. When observing at high altitudes, detectors typically record cosmic ray events at the rate of one 
every several minutes. A cosmic ray colliding with a bolometer element produces an effectively instantaneous 
thermal excitation of the crystal. When the detector is coupled to an FTS, the decay of the resulting voltage 
spike is digitized and recorded in the time-domain interferogram. While such spikes are normally removed 
from the interferogram before processing, the frequency spectrum of the spikes should characterise the 
frequency response of the detector. 
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53.1 Analysis 
By plotting the detector output voltage as a function of frequency, the cutoff (or -3 dB) frequency can 
be obtained. The time constant is related to the cutoff frequency by T = 1/(2JI f3dB > It should be noted that 
while the typical cosmic ray decay curve shown in Figure 5.7 appears exponential on first inspection, it is 
incorrect to describe the time constant of the detector using the time constant of an exponential decay. The 
2 1 
frequency spectrum of an exponential decay exhibits a (1+f ) frequency dependence, whereas the true 
response of a bolometer is analogous to that of a single pole lowpass RC filter (see Chapter 2), and therefore 
has a (1+f ) dependence. To extract the time constant from the cosmic ray decay curves, IDL code was 
written (see Appendix 6.3) to compute the FFT of 10 cosmic ray decay curves and then average the resulting 
frequency-domain data for each detector. A least squares fitting routine was used to fit the above equation to 
the data by varying the cutoff frequency. The frequency responses obtained from the chopped signal 
measurements and the cosmic ray spikes for each detector were then compared. 
5.3.2 Results 
Figure 5.8 shows the frequency response of the two detectors obtained from the cosmic ray analysis, 
compared with the normalized detector signal as a function of chopping frequency. The symbols represent the 
raw data, and the lines represent the best fit to the theory. The horizontal line represents the -3 dB amplitude. 
We notice immediately that the cutoff frequencies of the cosmic ray curves for both detectors are significantly 
lower than those of the chopped signal curves. This suggests that cosmic ray collisions excite the bolometer 
elements differently than does infrared radiation. Typical cosmic rays have energies in the MeV to GeV 
range, while infrared photons have energies of ~10~3 eV. It is possible that cosmic rays produce such sudden 
heating of the element that the heat flow in the bolometer thermal links becomes nonlinear and the 
assumptions [3] made in the derivation of Equation (5.7) are no longer valid. Holland [4] has described the 
effect of power loading on bolometer responsivity, and has shown that the responsivity may become nonlinear 
when large changes in power loading occur. A change in the detector responsivity could also distort the shape 
of the observed decay curve. We can approximate the effect of a typical cosmic ray collision on the 
bolometers by considering the energies involved. A cosmic ray with energy E will heat the bolometer by a 
temperature of AT=E/C where C is the heat capacity of the bolometer. This will change the resistance of the 
bolometer by AR, which will generate a detector voltage AV as shown in Equation (5.9). Using typical values 
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Figure 5.7 : Typical cosmic ray collision as recorded in an interferogram. An exponential decay curve is 
plotted for comparison (solid line). 
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Figwe 5.8 : Frequency response for both detectors. Curves in order of increasing cutoff frequency are 
detector 1 cosmic ray data, detector 2 cosmic ray data, detector 1 chopped signal data, and detector 2 
chopped signal data. The cosmic ray data points represent the average of 10 Fourier Transforms. 
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of I = 30 nA, To = 0.3 K, C = 35 pJ/K, total FTS system gain of Gainprs = 4-105, and the values defined earlier 
for the other bolometer parameters, we find that a spike of -10 volts, which would saturate the interferogram 
scale, corresponds to a comic ray energy of only 420 eV. Or, taken another way, the heating of the bolometer 
element caused by a low energy, 1 KeV shower particle would still be an order of magnitude greater than that 
from the typical modulated infrared signal produced by the FTS. 
AV = Gainm IAR 
£ 
where A 7" = — . 
C 
Another possible explanation of the discrepancy in the frequency response results is that cosmic rays 
cause ionization as they collide with the crystal, which would effectively change the bias current and produce 
unpredictable results. The detector voltage produced by an induced change in the bias current would decay 
with a shorter time constant than the physical time constant of the bolometer, due to the filters in the bias 
generator circuitry (see Section 3.5). 
It is also evident from Figure 5.8 that detector 2 has a higher cutoff frequency than detector 1 in both 
data sets. This shorter time constant could correspond to a higher thermal conductance, lower heat capacity, or 
both since it is difficult to control the exact amount of the materials used in the fabrication of each detector 
(see Chapter 2 for a description of the bolometer construction). Final determination of these parameters can 
only be accomplished by modelling the V-I performance of the detectors, which is done in the following 
section. The measured cutoff frequency from the cosmic ray analysis is 23.1 Hz for detector 1 and 40.9 Hz for 
detector 2. It is assumed that the frequency responses for the chopped radiant source represent the true 
behaviour of the detector. In this case, the measured cutoff frequencies are 52.2 Hz for detector I and 108.6 
Hz for detector 2. These values are well suited to the modulation frequencies of 20 to 60 Hz produced by the 
FTS with a scanning mirror velocity of 1 cm-s"1, and spectral bands of 10 to 30 cm"1. 
It is important to recognize that the choice of operating bias current has a strong effect on the time 
constant of the bolometers. With the use of the V-I equations derived in the next section, it is possible to plot 
the ratio of t e to T (see Equation (2.16)) as a function of bias current, as shown in Figure 5.9. As will be shown, 
the choice of operating bias current not only affects the detector frequency response, but the NEP as well. 
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Figure 5.9 : Ratio of the effective time constant, x* to the physical time constant, t, calculated using 
Equation (2.16) as a function of bias current (typical of both detectors). 
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5.4 V-I Characteristics 
Measurement of the bolometer voltage as a function of bias current and radiant power loading 
provides a simple method to characterize the detector's performance. Analysis of the V - I curves, and a 
knowledge of the bolometer frequency response, allows the NEP to be calculated as a function of bias, which 
determines the optimum bias current for a given loading condition. Also, by fitting theoretical curves to the 
V-I data, one can obtain values for parameters that would otherwise be difficult to measure such as the thermal 
conductance and detector efficiency. 
A C program was written to perform the data collection using a simple data acquisition module [S] 
connected to a PC. The software continuously records the bolometer voltage, VBOI, as the bias current is 
varied by manually adjusting the bias voltage, V B i M , from 0 to roughly 2 volts. Data was collected for both 
detectors and all filter bands viewing a hot black body (338 K), an ambient black body (290 K), a liquid 
nitrogen bath (73 K), and a blanked off filter position corresponding to the least possible loading (~ 4 K). 
Code for the data collection software is given in Appendix 6.4. 
5.4.1 Analysis 
A diagram of the bolometer circuit was previously shown in Figure 2.2. The variables in the 
following equations refer to the ones given in that diagram. For theoretical modelling we need to convert the 
recorded bias voltage to bias current flowing through the bolometer element From Ohm's Law we find the 
current flowing through the element as given in Equation (5.10). We can also calculate the bolometer 
resistance from Equation (5.11) where Vaoi is the bolometer voltage, and RL is the load resistance. Since the 
bolometers are actually configured in a differential circuit as shown in Figure 3.8, the total bipolar bias 
voltage, Vflias. across the load resistor network is twice the measured unipolar bias voltage, V c . 
[ _ ^BLAI 
R VBCRL (5.11) 
V —V r
 Bias 'Bol 
The measured detector output voltage, V , is related to the actual bolometer voltage, VROI, by 
Equation (5.12), where the gain of the JFETs and amplifiers is taken into account The amplifiers introduce a 
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slight DC offset which must also be removed. This offset is measured when VBUJ is zero. 
V 
Using the Equations (5.11) and (5.12), Equation (5.10) becomes: 
, M c S - H (S..3) 
The bolometer voltage can now be plotted as a function of bias current flowing through the element. 
Figure 5.10 shows the measured V-I curves for detector I and all filters. In each plot, the uppermost curve 
represents the detector viewing the blanked off filter position, which is the curve with the lowest possible 
loading. The second curve from the top is for the liquid nitrogen source, the next is for the ambient source, and 
the bottom curve is for the hot black body. There are no blanked off or hot black body curves for the 1400 and 
open bands since these filters were measured in May of 1997 and V-I curves were only measured for LN2 and 
ambient sources that year. Figure 5.11 shows the corresponding plots for detector 2. Later in this chapter, the 
unipolar bias voltage, V c , is used for abscissae in the plots instead of the bias current (which is the more 
fundamental quantity), since V c is the quantity that is directly adjusted when selecting the operating bias 
current. 
There is no way to directly measure the thermal conductance of the bolometers. Also, wiring 
limitations prevent us from mounting temperature sensors on the bolometer housings, so there is no way to 
measure precisely the heat sink temperature, To, of the bolometer housings when the detector is in operation. 
There are, however, two methods of determining these parameters by analysing the V-I curves. The first 
method is to assume the functional form of the thermal conductance, and fit the resulting V-I equations given 
by Equations (2.21) to the experimental data by varying Go, To, and the thermal power loading. The second 
method is to determine the actual temperature dependence of Gd, and the zero-load temperature of the 
bolometers, and use these quantities in the theoretical equations to determine the difference in power loading 
between the various V-I curves. 
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Figure 5.10 : V-I curves for detector 1 and ail filters. In each plot, the curves in order from top to bottom 
are for the blanked off, liquid nitrogen, ambient, and hot black body sources. The 1400 and open bands 
only have curves for liquid nitrogen and ambient sources. 
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Figure 5.11 : V-I curves for detector 2 and all filters. In each plot, the curves in order from top to bottom 
are for the blanked off, liquid nitrogen, ambient, and hot black body sources. The 1400 and open bands 
only have curves for liquid nitrogen and ambient sources. 
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The nearest to ideal (zero radiant loading) behaviour is achieved by blocking off all radiation as close 
as possible to the bolometer feed horns. Since all six filters were required for astronomical observations 
during the observing runs in 1997 and 1998, and since replacing a filter involves warming up and 
disassembling the dewar (a process that takes at least 24 hours), the detector field of view was blocked by 
carefully positioning the filter assembly between the detents that define the 350s and 3501 filter positions. In 
this way, the bolometer loading was limited to the background radiation in the bolometer cavity and radiation 
from the ~ 4 K copper filter wheel. The position between the 350s and 3501 filters was chosen since these 
filters have low transmission, minimizing the amount of any leaked radiation. Least squares fitting of the data 
to the theoretical V-I equations given in Section 2.3 was performed using IDL code (Appendix 6.5.5). The 
bath temperature To, thermal conductance Go, and background radiant power loading Q, were free parameters, 
and the software generated theoretical curves at intervals spanning the three-dimensional variable space for 
both detectors. After the best fit was found, the radiant loading was determined for the liquid nitrogen and 
ambient sources by least squares fitting holding the other parameters fixed. 
5.4.2 Results 
Figures 5.12 and 5.13 show the theoretical V-I curves for detectors I and 2, respectively. It can be 
seen that the theory provides a better fit to the data for detector 1 than for detector 2. This is possibly due to the 
excess power loading experienced by detector 2, or to a deviation from the theoretical thermal coefficient of 
resistance for that detector. A summary of the parameters whose values were determined by the fitting 
procedure is given below in Table 5.4. The uncertainties are defined as the step size in the array of parameter 
values used in the fitting routine, and indicate the relative sensitivity of the theoretical fit to variation in the 
corresponding parameters. 
Table 5.4 : Parameters Determined by Theoretical V-I Fits 
Parameter 
Detector 1 Detector 2 
Value Uncertainty (+/-) Value Uncertainty (+/-) 
G 0 (n W7K) 24.55 0.1 20.43 0.04 
To(K) 0.3000 0.0003 0.2991 0.0001 
Loading 0 (pW) 89.2 1.5 157.1 0.5 
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Figure 5.12: Theoretical V-I curve (lines) fitted to raw data (symbols) for detector I and the blanked off 
position. 
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Figure 5.13: Theoretical V-I curve (lines) fitted to raw data (symbols) for detector 2 and the blanked off 
position. 
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Theoretical values for the radiant power falling on the bolometers for the various filters are given in 
Table 5.5. It can be seen that, in general, detector 2 is more loaded than detector 1. The loading for the 1400 
and Open bands was obtained by fitting to the 1997 V-I data, as is therefore less reliable since there were no 
blanked off measurements in that year. The values in this table will be used in Section 5.5 for calculation of 
the optical responsivity. It should be noted that comparing the power loading calculated using the Planck 
function with the data in the table is not a reliable way of obtaining the filter efficiencies since it is difficult to 
calculate the theoretical background loading on the bolometers. An alternative method of determining the 
filter efficiencies is presented in Section 5.5. 
Table 5.5 : Radiant Power Loading Determined by V-I Fits 
Filter Band 
Power from 73 K Source (pW) Power from 290 K Source (pW) 
Detector 1 Detector 2 Detector 1 Detector 2 
350s 152 225 225 284 
3501 256 337 438 495 
450 253 331 405 490 
750 212 282 283 378 
850 212 278 273 341 
1100 230 295 319 376 
1400 272 389 341 458 
Open 655 849 963 1170 
Even though the theoretical modelling of the V-I curve for detector I is particularly good (see [4] for 
comparison), the fit is still less than perfect; the theoretical curve for detector 1 has the same curvature 
problem as the curve for detector 2 (it crosses the experimental curve three times), although to a much lesser 
extent. There are two principal reasons why the theoretical model differs from the experimental data: either 
the sink temperature changes as a function of bias current, or the functional form of Ga is not adequate (we 
assume that the resistivity of the bolometer elements is known exactly, and there is no electric field effect in 
the bolometer crystal, which was considered by Holland [4]). It is further assumed that since the thermal 
conductance of the stage and heat capacity of the 3 He bath are both large relative to the thermal power loading 
from the bolometers, the temperatures of the bolometer housings do not change significantly. In any case, 
modelling the thermal fluctuations in the stage would be extremely difficult. 
88 
The bolometer resistance as a function of temperature was determined in Chapter 2, so we can use 
Equation (2.9) with the measured V-I data to produce a plot of the bolometer temperature as a function of bias 
current Figure 5.14 shows me corresponding plot for detector 1 viewing the blanked off filter position. When 
the bias current is zero, the bolometer experiences the minimum possible power loading, and the temperature 
of the bolometer at this point sets an upper limit on the bath temperature. By calculating the temperature axis 
intercept for Figure S.14 and the similar plot for detector 2, we find minimum temperatures of 0.293 K. and 
0.290 K for detectors 1 and 2 respectively. We assume that the sink temperature. To, does not differ 
significantly from these values, which are consistent with the temperature of -0.3 K measured by the GR100 
Ge stage temperature sensor. 
By using Equation (2.5), and the interpolation routines given in Appendix 6.5, we can calculate Gd as 
the derivative of the P=I*R vs. T curve. Plots of this derivative for both detectors viewing the blanked off filter 
position are shown in Figure 5.15. The solid lines represent the best fits of the thermal conductance, calculated 
in Equation (5.14) by taking the derivative of Equation (2.3) with respect to T using the assumed form of G in 
Equation (2.6). It can be seen that the resulting form of G<j fits the experimental derivative curve well except at 
low temperatures (ie: at low bias currents), where the actual thermal conductance drops off more rapidly. 
Although the experimental curve is noisy, the general shape of the curve is the same for all filters, indicating 
that the change in slope at low bias current is not due to mathematical propagation of the random jitter inherent 
in the V-I data. Since a thermal conductivity of zero at T=To is clearly nonphysical, we assume that the drop in 
thermal conductance is due to some increase in resistance to phonon flow for small thermal gradients, AT. 
There is, however, no compiled data for the thermal conductance of our link components with such small 
thermal gradients (AT < 40 mK). Without a true functional form for the thermal conductance of our links, we 
can not go any further to improve the theoretical fit; we can only point out the deficiencies of the current 
model. We can, however, fit Equation (5.14) to the experimental Gd data to obtain values for Go more directly. 
Using this method, we obtain values of 23.5 and 19.4 nW/K for detector 1 and 2 respectively. 
using p = I for a metal link. (5.14) 
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We are now able to verify the bolometer heat capacities as given in Table 2.1. Since we now know 
the thermal conductances of the two detectors, we can solve Equation (5.7) for the heat capacity, C, using the 
time constants from the previous section. We must first convert the measured effective time constant to the 
physical time constant, T . The frequency response tests were performed with the detector bias voltage set at 
0.75 V. Using Equation (5.13), this bias voltage corresponds to bias currents of 35.5 and 35.7 nA for detectors 
1 and 2, respectively. The ratio of the measured time constant to the physical time constant is given by 
Equation (2.16), and at the given bias currents, the ratios are 0.501 and 0.503, respectively. This leads to 
physical time constants of 6.08 and 2.92 ms. Finally, the thermal conductance at T=To for each bolometer is 
simply Go, so the heat capacities at T=To are calculated from Equation (5.7) as 143 and 56.9 pJ/K for detectors 
1 and 2, respectively. Although 143 pJ/K for detector 1 is significantly larger than the estimated value of 35 
pJ/K, the range set by manufacturing tolerances, particularly of the epoxy droplets, is large enough to account 
for the discrepancy. 
5.5 Responsivity 
The responsivity of the detector, defined as the detector output voltage produced by a given radiant 
power input, is useful for determining the optimum operating bias current, NEP, optical efficiency, and 
thermal conductance of the system. It also provides a method to verify some of the parameter values obtained 
from the V-I analysis in the previous section. In this section, the responsivity will be determined as a function 
of bias current using purely electrical measurements from the V-I curves, as well as from electrical/optical 
measurements. A comparison of the two methods will then be used to determine the optical efficiency of the 
detector. 
5.5.1 Analysis 
The responsivity of a detector is defined as 5 = ^ where V is the bolometer voltage and Q is the 
radiant power loading on the element. This derivative can be evaluated directly using the Equations (2.21) to 
give the zero frequency electrical responsivity in Equation (5.15), assuming the parameter p is unity. 
(5.15) 
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For a detector with a single time constant, the zero frequency responsivity, So, is attenuated with 
increasing frequency [6] according to Equation (S.16). 
S M =S0(i+CO2TIY,A —ij , T * * \ Z Z . e ^ . ( 1 + c o 2 T c 2 ) - ^ . (5.16) (<a)
 ° ^ '* 2\G0T(T-T0)-QT0 \ *J 
Alternatively, Jones [7] gives the following equation for the frequency dependent electrical 
responsivity: 
Sim) . J S f c . . 2 * ^ ) - * " . (5.17) 
^
R B a l Z B o l ^ ) + R L 
If we take into account the shunting effect of the bias network [6], Equation (5.17) can be rewritten as 
Equation (5.18), where Rxmp is the amplifier input impedance and the other terms have the usual meaning. 
R L R A M P ^ f a / ( o i ) RBol 
S ( a ) ) = — — — . (5.18) 
12 
For our JFET input amplifiers (IFNI46, see Chapter 3), with input impedances of ~I0 Q, Equation 
(5.18) reduces to Equation (5.17) in the limit of high R«nip- If the bolometer parameters used in Equation 
(5.16) are correct, then these two methods should give the same responsivity as a function of bias. 
The optical responsivity, S = can be determined directly from the voltage difference between 
two V-I curves if the difference in radiant power loading on the bolometer, AQ, is known (implying that the 
filter efficiencies are also known). Since the measured optical and electrical responsivities should be equal, 
we can compare the electrical responsivity with the optical responsivity, calculated using the theoretical AQ 
from the Planck function, to determine the optical efficiencies for the various filters. 
5.5.2 Results 
Figure 5.16 shows the electrical responsivity for detector I using the 350s band, calculated using 
Equations (5.15) and (5.17). The fact that the theoretical curve (represented by the solid line in the figure) 
deviates from the experimental curve (represented by symbols) emphasises that the theoretical model used to 
determine the bolometer parameters in the V-I fitting routines is inadequate. However, above 20 nA, the 
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Figure 5.16: Electrical responsivity as a function of bias current for detector 1. The symbols represent the 
experimental responsivity calculated from Equation (5.17), the line represents Equation (5.15). 
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theoretical model is reasonably close to the theoretical curve. Although the responsivity is better (ie. more 
negative for a negative bolometer) at lower bias currents, the optimum operating bias point is determined from 
the noise analysis in the following section. 
Table 5.6 gives the optical efficiencies, of the various filters obtained by fitting S = ^ to 
Equation (5.15). AQ was calculated using the Planck function for a blackbody that fills the field of view (see 
Table 5.3), and integrating over the filter passbands (determined by the spectral analysis carried out in Section 
5.7). The quality of the fits obtained is excellent; a typical example is given in Figure 5.17. In addition, the 
fitted efficiencies agree with the values obtained by analysis of the filter spectral profiles, which is discussed 
later in Section 5.7. 
Table 5.6 : Fit Optical Efficiencies 
Filter Band Designation Efficiency ( T j o p t ) 
350s 0.108 
3501 0.101 
450 0.122 
750 0.134 
850 0.160 
1100 0.130 
5.6 Noise Performance 
In this section, the noise performance of the detector is compared to the theoretical noise levels. 
Noise in the detector signal is the result of several phenomena which can be grouped in the following 
categories: optical, electrical, and environmental. Since the noise contributions from each source are not 
correlated, they can be added in quadrature to determine the total detector noise, which is done at the end of 
this section. 
Optical or photon noise is the direct result of the random nature of the arrival rate of photons on a 
detector. From statistical mechanics, the probability P of n photons being emitted in a time T for time 
independent coherent light is described by the Poisson probability density function in Equation (5.19). The 
variance of the probability is denoted by a2. 
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Figure 5.17 : Typical fit of the optical responsivity (symbols) to the electrical responsivity (solid line) 
calculated from the V-I data. 
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For blackbody radiation, the probability distribution for particles of energy u is given by the 
Bose-Einstein expression, where k is Boltzmann's constant: 
P ( y ) =
 rE-U/TR " ( 5 - 2 ° ) 
Jo 
The most probable value for u is the mean, which for photons can be expressed in terms of v: 
" " i v ^ " . - A ' ( 5 2 I ) 
Jo 
By dividing by the energy per photon, we obtain the mean and mean square number of photons 
emitted. 
- u e
 / a
 ( 5 . 22 ) 
n — 
—r _*v/ _2*v/ 
— u
2
 e
 / a
 +e / k T 
n -
Finally, the variance can be calculated in Equation (5.23) which can be interpreted as the standard 
Poisson variance multiplied by the Boson factor. 
a
2
=n
2
-n
2 
( ,_ e -*v /*r } 2 
_
 e-*v/*r 
= n 
= n(n + \). (5.23) 
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To get the photon noise, the mean, n, in Equation (5.23) is replaced by the Planck function: 
n 
BV{T) 
Av 
where Bv (T) 
V 
BV{T)(BV(T) } t 
Av ^ Av 
(5.24) 
where 
X
 kT ' 
Equation (5.24) gives the variance in the photon arrival rate from a blackbody source given the 
following efficiency terms: a is the absorptivity of the detector, e is the emissivity of the background, and / i s 
the transmissivity of the optics. Multiplying by the photon energy hv=xkT, and accounting for the system 
throughput, AO, gives the photon NEP in Equation (5.25). 
Electrical noise represents the largest category of noise sources. The noise contributions from the 
various noise generators in the bolometer, bias network, and preamp circuitry were presented in Chapter 3. 
Using the notation from that Chapter, the Johnson NEP from the bolometer is labelled NEPjoknsom die 
Johnson NEP from the load resistors is labelled NEPLO^J, the NEP from thermal fluctuations in the bolometer 
thermal links is labelled NEPpfom„, the NEP from the preamp is labelled NEPpnanp. 
When using the detector for astronomical observations, environmental factors provide another 
source of excess noise. Electrical pickup, while virtually eliminated by the differential design, still must be 
taken into account and noise from surrounding equipment must be minimized. Atmospheric conditions have 
a much greater effect on the detector NEP. Turbulence and water vapour levels affect the atmosphere 
transmission, increasing photon noise and producing modulations in the interferogram. Cosmic ray collisions 
produce sporadic spikes in the detector signal. All of these noise sources must be compensated for during the 
analysis of the interferograms as they cannot be completely removed from the signal. Extreme humidity can 
(5.25) 
X 
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even cause frosting of the dewar window which reduces the window efficiency and acts as a blackbody source, 
preventing serious observing. 
The total detector NEP is modelled by adding the contributions from the various noise sources in 
quadrature, as shown in Equation (5.26). Figures 5.18 and 5.19 show plots of the total NEP for detectors I and 
2 respectively. Both plots are for the 350s band and a signal frequency of 50 Hz. Excess system and 
environmental noise is not included in the model. 
NEP^-mP^+NEPl^+NEP^+NEPl^+NEPl^ + NEPl^ (V/V7FE) 2 . (5.26) 
5.6.1 Analysis 
A commonly used method of determining the experimental NEP is dividing the incident power by 
the signal to noise ratio (S/N). For this test the detector alternately viewed liquid nitrogen and ambient sources 
at a chopping frequency of ~ 40 Hz. An oscilloscope was used to measure the chopped signal amplitude. The 
noise was measured with a spectrum analyser [8] as the detector viewed each source individually. The power 
incident on the bolometers was calculated from theory for a blackbody source filling the field of view. The 
spectrum analyser was configured to compute the noise power spectrum in rms nV/VHz using a FFT with a 
Hanning filter [9]. Since the spectrum analyser could not produce a hard copy of the results, noise values were 
determined by averaging the noise spectrum over a range of 70 to 110 Hz. This range was chosen to provide a 
reasonable estimate of the detector noise voltage at the signal frequencies of the FTS, while avoiding 
including the low frequency 1/f and 60 Hz noise in the average. Measurements were taken for a range of bias 
currents for both detectors and all filters. 
5.6.2 Results 
Since the detector signal and noise data sets are sparse, exponentials were fitted to both data sets in 
order to allow interpolation for the S/N calculation (and not to imply any physical meaning). The noise as a 
function of bias for both detectors is shown in Figures 5.20 and 5.21. In these figures, the symbols represent 
the bolometer noise voltage averaged over the 6 filter bands, the curves show the best exponential fits, and the 
vertical lines represent 1 o error bars for each bias point. It can be seen that the noise does not differ 
significantly when the detector is viewing ambient or LN2 sources, however, detector I is approximately twice 
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Figure 5.20 : Noise as a function of unipolar bias voltage averaged over the filter bands for detector 1 
viewing ambient and LN 2 sources. Symbols represent the mean values, vertical lines represent l-o error 
bars, and curves represent the best fits. 
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Figure 5.21 : Noise as a function of unipolar bias voltage averaged over the filter bands for detector 2 
viewing ambient and LN2 sources. Symbols represent the mean values, vertical lines represent 1 -o error 
bars, and curves represent the best fits. 
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as noisy as detector 2. The calculated power difference incident on the bolometer element was given 
previously in Table 5.4. 
The chopped detector signal as a function of bias voltage for both detectors, and the fitted 
exponentials, are shown in Figure 5.22. This figure is for the 350s band, but the quality of the fit is typical for 
all bands. By dividing the fitted signal by the fitted noise, the S/N as a function of bias voltage is determined. 
Typical curves for both detectors are shown in Figure 5.23. The detector NEP is then calculated by dividing 
the calculated rms power difference incident on the bolometer by the S/N. Table 5.7 gives the maximum s/n 
(when viewing a 73 K source), minimum NEP , and optimum operating bias voltage (corresponding to 
maximum S/N) for both detectors and all filters except the 750 and 1100 filters which were not tested. 
Table 5.7 : Optimum S/N. NEP. and Operating Bias Voltage 
Filter Band 
Maximum S/N Min. N E P ( W ^ / V H Z ) Optimum Bias Voltage 
Detector I Detector 2 Detector 1 Detector 2 Detector 1 Detector 2 
350s 1.6-104 3.0-104 13.2-I0 - 1 6 7.0-10~1 6 1.031 0.856 
3501 4.1-10 4 7.5-104 14.2-10"'6 7.7-10" 1 6 1.055 0.874 
450 3.7-104 6.7-104 15.110" 1 6 8.3-10" 1 6 1.037 0.862 
850 1.8-I04 3.6-104 10.810"' 6 5.4-10"' 6 1.049 0.874 
1400 2.7-104 5.2-104 I4.3-10" 1 6 7.4-10 - 1 6 1.049 0.880 
An alternate method of determining the NEP is to divide the detector noise voltage by the 
responsivity of the detector. If we use the noise voltages given in Figures 5.20 and 5.21 with the responsivity 
given by Equation (5.17), we obtain Figure 5.24, which is typical for all the filters. This method produces 
NEPs in the same range as the other methods (see below), but produces optimum operating bias currents that 
are slightly smaller than those in Table 5.7. 
5.6.3 Noise Summary 
The theoretical minimum NEP for a bolometer is given by Equation (5.27) [ 10]. 
NEP^ =aT0JkG^ + bQjkfGl (w/Jfk) . ( 5 2 7 ) 
104 

f Bias Current (nA) 
* , , - - 4 ° '0 20 30 40 50 60 70 80 90 100 
k) 3.5' 10 I 1 | i • i i i i i i i | i I i i | i i i i i i n i | i i i i i i i i - i i i i I I I I I i i i i i i i [ ) i I i i i i i i i i i ii 

In this equation, a and b are dependant on the bolometer material and temperature. For our detector, 
a = 2.52 and b = 3.31 [10]. Using the values for Go, To, and Q determined by the V-I fitting procedure (Section 
5.4), the theoretical minimum NEP is consistent with the other NEP values we have calculated. Table 5.8 lists 
the NEPs determined by the four methods described in this chapter. From the table it can be seen that there is 
good agreement in the results, despite the dissimilarity of the methods used to derive them. The typical 
minimum NEP is - 5-10"16 W/VSz, although the Power/Signal-to-Noise calculation provides a higher NEP 
(this discrepancy is likely due to the uncertainty in the incident power calculation). For every test, detector 2 is 
shown to have a lower NEP than detector 1, due in part to the lower temperature of the bolometer element. For 
comparison, the predecessor of this detector, UKTI4, and SCUBA, a bolometric array operating at 100 mK, 
have theoretical minimum NEPs at the bolometer element of 5-10"16 and 6-10"17 w/VSz, respectively. A 
more significant comparison of these detectors is presented in the next section, where the spectroscopic 
performance is discussed. 
Table 5.8 : Minimum Detector NEP 
Calculation Method 
Minimum NEP (W/VHZ) 
Detector I 
-16 
V-I Analysis (Equation (5.26)) j 6.510 
Noise/Responsivity (Figure 5.24) I 5.610 
Power/Signal-to-Noise (Table 5.7) j 10.8-10"1 6 
Theoretical Minimum (Equation (5.27)) j 4.510 
-16 
-16 
5.7 Spectral Analysis 
The detector described in this thesis was designed specifically for use with a dual input port, 
polarizing FTS. In previous sections we have quantified the performance of the detector when used in 
photometric applications. However, it is more important to know what noise performance can be achieved 
when the detector is used spectroscopically. In this section, spectra obtained with the detector in conjunction 
with a polarizing FTS are analysed to determine the bandwidths and efficiencies of the various filters. The 
spectral noise is also analysed to provide a measure of the full system NEP. A detailed analysis of the 
astronomical spectra obtained with this system, however, is beyond the scope of this thesis. 
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5.7.1 Filter Characteristics 
Spectra obtained when viewing a blackbody source provide the only means of determining the actual 
filter passbands of the detector system. In addition, they provide a method of verifying the detector 
efficiencies calculated by the V-I fitting procedures, since the optical throughput of the spectrometer is 
known. 
The filter passbands used for all the incident power calculations in the previous sections were defined 
by the following process: Spectra for the various filters were obtained using the FTS, with one input port 
viewing an ambient (280 K) source, and the other viewing a LN2 bath (73 K). The spectra for each of the 
filters were averaged, and each average spectrum was integrated as a function of wavenumber. The point at 
which the integral reached half the maximum value was used as the band centre. The width of the filter band 
was defined as the spectral area divided by the maximum spectral value, so that for a Gaussian filter profile the 
band edges coincide with the half-maximum points of the profile (a condition that is not necessarily met for 
the distinctly non-Gaussian long wavelength filters). All filter efficiencies used in this thesis are relative to 
these filter passbands. Table 5.9 gives the filter band parameters. 
Table 5.9 : Filter Band Parameters 
Filter Band 
Band Centre 
(cm"1) 
Band Width 
(cm"1) 
Low Edge 
(cm ) 
High Edge 
(cm"1) 
350s 29.36 1.07 28.82 29.89 
3501 27.72 2.84 26.30 29.14 
450 22.31 2.30 21.16 23.46 
750 13.40 0.92 12.94 13.86 
850 11.63 0.88 11.19 12.07 
1100 9.45 1.57 8.66 10.23 
1400 8.04 1.86 7.11 8.97 
Profiles for the various filters were measured by QMW before they were installed in the detector, and 
were shown previously in Figures 3.5 and 3.6. These profiles are only an estimate of the detector system 
spectral performance; the filter characteristics can change as the filters are cooled to 4 K, and channel fringes 
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[11] produced by resonant optical cavities within the dewar cannot be modelled accurately. For example, 
comparison of the 350s profile with the measured spectra reveals that the passband for this filter shifted down 
by one wavcnumber when cooled. 
Since there was no opportunity to measure the detector signal with the filters removed, and the power 
incident on the dewar window is not known precisely, the absolute amplitudes of the spectra measured by our 
tests are not calibrated (the relative amplitudes of the filter profiles, however, are calibrated). Consequently, 
we assume that the filter transmission obtained by multiplying the profiles of the 3501 filter, associated edge 
filters, and window given in Figures 3.5 and 3.6, is reasonable. The measured spectra are then normalized so 
that the amplitude of the measured 3501 filter profile matches that calculated from the QMW data, and all the 
profiles retain their relative amplitudes. 
In order to use the measured bandwidths for radiant power calculations, the efficiencies relative to 
these bandwidths must be calculated. First, the total power from a blackbody filling the field of view is 
calculated by integrating the Planck function over the filter bandwidth. Next, the power transmitted by a filter 
is calculated by integrating the filter profile, multiplied by the Planck function, overall available wavelengths. 
The filter efficiency is then simply the ratio of the transmitted power to the total power. The total system 
efficiency is calculated by multiplying the theoretical values tabulated in Table 5.10 by the filter efficiency. 
Thus, the power incident on a bolometer element from a blackbody source is calculated by integrating the 
Planck function over the given filter band, and multiplying by the total system efficiency. 
Table 5.10: Component Efficiencies 
Component Efficiency 
Bolometer Quantum Efficiency 0.9 
Winston Horn 0.9 
Polarizer 0.5 
Field Lens 0.92 
Rooftop Mirror 0.94 
Total 0.35 
no 
A list of filter efficiencies is given in Table 5.11. The values calculated by this method agree well 
with the efficiencies obtained using the detector responsivity (see Table 5.6). 
Table 5.11: Filter and System Efficiencies 
Filter Band Filter Efficiency Total System Efficiency 
350s 0.297 0.104 
3501 0.354 0.124 
450 0.389 0.136 
750 0.429 0.150 
850 0.437 0.153 
1100 0.389 0.136 
5.7.2 Spectral Noise Analysis 
The ultimate measure of the detector system performance is the quality of the spectra obtained when 
it is used in conjunction with the FTS. SCUBA [12], the bolometric detector array recently commissioned at 
the JCMT, uses bolometer units similar to those used in this detector, but cooled to 100 mK. SCUBA also uses 
a 850 um filter identical to the one in this detector. Although the SCUBA bolometers have a higher intrinsic 
sensitivity due to their lower operating temperature, they use single-ended electronics. As a result, the 
SCUBA detectors are highly sensitive to electrical noise from the telescope environment. Figure 5.25 shows a 
comparison between a single spectrum obtained with the detector system described in this thesis (lower plot), 
and the average of 20 spectra obtained with one of the pixels of the SCUBA system (upper plot). In this 
comparison, the operating environment, 850 um filter, FTS, and source used were identical. The advantage of 
the fully differential electronics system is clearly seen as the significant electrical noise evident in the SCUBA 
spectra is virtually nonexistent in the differential system spectrum. The noise for the differential system is 
white (spectrally flat), with only a small noise feature at 60 Hz (30 cm" 1). 
The main design goal in the construction of this detector system was to improve on the spectroscopic 
capabilities of its predecessor, UKT14 [13]. UKT14 is a JCMT facility bolometric detector (recently retired), 
originally designed for photometric measurements. While UKTl 4 has an intrinsic NEP of ~ 5-10"1 6 W/VHz, 
this ideal NEP limit was never achieved when the detector was used for spectroscopic measurements with a 
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FTS . Figure 5.26a shows spectra obtained with the UKTI4 FTS system [14], using the 450 um filter. In the 
figure, the top line represents the synthetic atmospheric transmission spectrum (modelled for Mauna Kea with 
1 mm precipitable water vapour), the middle line represents the average of four solar spectra (total integration 
time of 3 minutes), and the bottom line represents the calibration blackbody spectrum. For comparison. 
Figure 5.26b shows the corresponding single spectrum recorded with the current detector and the same FTS 
(total integration time of 1 minute), where the top line is the synthetic atmospheric spectrum, and the lower 
line is a single solar spectrum. Atmospheric conditions were similar for both sets of observations. While the 
UKT14 spectra and synthesis are of lower resolution (0.0125 cm"1) than the spectrum from the new system 
(0.004 cm" 1), the S/N in the latter spectrum is clearly better. The factors that most adversely affect the quality 
of the UKT14 spectra are electrical noise inherent to the single-ended electronics design, microphonic pickup, 
and fringes caused by resonant cavities within the detector optics [11]. 
The blackbody calibration spectra described in the previous section were analysed to determine the 
NEP of the detector-FTS system. For a FTS, the S/N in a spectral element is related to the detector NEP by 
Equation (5.28) [15], where P is the power in a spectral element, and T is the integration time of the 
interferogram. 
Since the power from a blackbody source is related to the temperature through the Planck function, 
this equation can rewritten in terms of the NEP at the bolometer [15] as Equation (5.29), where N is the 
number of averaged interferograms, AT is the 1 a rms temperature error in a 150 MHz bandwidth, and E is the 
total detector system efficiency (see Table 5.11). This equation assumes a FTS efficiency of 100 %. 
Figure 5.27a shows the average of 6 blackbody calibration spectra for detector 1 with the 850 um 
band (thick line), and the standard deviation in each resolution element (thin line). Figure 5.27b shows the 
corresponding average for detector 2. These graphs are typical of all the filter bands, and indicate that the 
noise is white in the entire spectral region of each filter. Using the S/N calculated from the maximum spectral 
(5.28) 
NEP = 5.6710 rL 4VAT-Ar-e . (5.29) 
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Figure 5.26: a.) UKT14 850 um spectra, from top to bottom: Synthetic atmospheric transmission, average 
of 4 solar spectra, blackbody calibration, b.) Spectra for the current system. Top: Synthetic atmospheric 
transmission spectrum. Bottom: Single solar spectrum. 
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Figure 5.27: Average blackbody calibration spectra obtained with the current system. In each figure, the 
thick line represents the average of 6 spectra, and the thin line represents the standard deviation error per 
resolution element a.) Detector 1, 850 um. b.) Detector 2 , 850 um. 
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intensity and the average noise in the band, we tabulate the NEPs calculated from Equation (5.29) in Table 
5.12. 
Table 5.12: FTS System NEP 
Filter Band 
Detector 1 NEP 
(W/VSz) 
Detector 2 NEP 
(W/Vrfe) 
350s 1.02-10"15 0.72-10' 1 5 
3501 1.38-10"15 I.02-10"15 
750 I.25-10"1 5 1.01-10"15 
850 1.3910" 1 5 1.1010"15 
1100 2.00-10"1 5 1.38-10"15 
While these values are larger than those predicted in the detector noise analysis section, they 
represent the total FTS system noise when in operation on the noisy telescope Nasmyth platform. In addition, 
these values are upper limits since the actual FTS efficiency is less than 100 %. 
5.8 Conclusion and Summary of Detector Operating Parameters 
The test results described in this chapter have shown that the detector system achieves the design 
goals of low noise, high sensitivity, and fast frequency response. The advantages of the differential 
electronics system have been made clear by the low detector noise levels, and elimination of electrical 
interference features in the measured spectra. The combination of these results indicate that this detector 
system is currently the most sensitive 3He bolometric detector designed for submillimetre astronomical 
Fourier Transform Spectroscopy at a ground-based telescope. In addition to the performance features of the 
detector, the cryogenic system has been proven to be reliable, and has been optimized for cycling efficiency 
and made easy to operate with the software described in Chapter 4. A list of the detector performance 
parameters and ideal operating points determined in this chapter are given in Table 5.13. 
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Table S. 13 : Summary of Detector Parameters 
Detector 1 Detector 2 
Minimum Electrical NEP (V-I analysis) 
Minimum Optical NEP (^g^j) 
Minimum NEP (Noise/Responsivity) 
Minimum NEP (Spectral Analysis) 
Theoretical Minimum NEP 
6.5-10"1 6 W/VSz 
10.8-10"16 w/VSz 
5.6 1 0 1 6 W/VSi 
10.210" 1 6 W /VHz 
4 . 5 1 0 " 1 6 W / V H Z 
6.2-I0" 1 6 W/VSz 
5.410" 1 6 W/VSz 
3.510' l6W/VHz" 
7.2-10" 1 6 W/VSz 
4 . M O ' 1 6 W/VSz" 
Typical Optimum Bias Point 
Electrical Noise Density at Optimum Bias 
Electrical Responsivity at Optimum Bias 
1.04 V unipolar, -50 nA 
8nV n B , /VHi@70Hz 
-11 MV/W 
— 
0.86 V unipolar, -41 nA 
4.5 nV m , /VHi@70 Hz 
-13 MV/W 
Measured Cutoff Frequency (FJOB) 
Thermal Conductivity (Go) 
Zero Loading Bolometer Temperature (To) 
Bolometer Heat Capacity (C) 
52.2 Hz 
23.5 nW/K 
0.294 K 
143 pJ/K 
108.6 Hz 
19.4 nW/K 
0.290 K 
56.9 pJ/K 
Cryogenic System Recycling Time 
3 He Hold Time 
LN2 Consumption per Cycle 
4 
L He Consumption per Cycle 
< 2 Hours 
> 39 Hours 
< 0.5 Litre 
< 1 Litre 
Another significant result of this project, in addition to the quantification of the detector system 
performance, has been the development of software tools for the analysis and visualization of bolometer V-I 
curves. While no new theory in bolometer operation has been presented here, to my knowledge no other 
groups to date have modelled experimental bolometer V-I curves with such high precision. The theoretical 
V-I analysis performed in this chapter was greatly simplified by the use of a high-level graphical programming 
language such as IDL. 
5.9 Future Considerations 
The relatively small amount of data collected for this thesis was the consequence of the extremely 
limited access to the detector system. An emphasis was therefore placed on making the most use of the limited 
data set, since it was not feasible to spend more time performing tests on the detector. There are naturally 
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several areas in which the results of this thesis could be improved, given more detailed experimental data. 
These areas are discussed in turn below. 
The elliptical nature of the detector beam could have consequences when calculating the coupling 
efficiency between the telescope and detector system. While photometric calculations performed with 
planetary sources have indicated that the coupling to the telescope is very good, detailed mapping of the beam 
using astronomical sources is warranted for future observing runs. In addition, more detailed beam mapping 
in the far-field could help determine the source of the vignetting effects described in Section 5.2. 
A significantly better measure of the filter efficiencies could be obtained by measuring the detector 
signal with and without filters. This procedure would involve a significant amount of time, and it would 
certainly not be feasible to perform this kind of test during a normal observing run. Alternatively, by using a 
calibrated blackbody source, more accurate estimates of the power falling on the detector could be made, 
which would improve the uncertainty in the efficiency values calculated in Section 5.5 by fitting the optical 
and electrical responsivities. 
A calibrated blackbody source would also be useful for determining the power loading during the V-I 
measurements. This would remove any uncertainty in the loading difference between the V-I curves, and 
would therefore allow more accurate theoretical fits. Blocking the apertures of the filter horns would also 
allow the background power in the bolometer housing to be calculated much more accurately, which would in 
turn improve the theoretical fit for the minimum loading condition, since the power loading would be known. 
Likewise, fixing any of the parameters in the V-I fitting process would improve the accuracy of the remaining 
fitted values. Two important values that could not be measured during this project were the bolometer housing 
temperatures, and the DC gain of the JFT£Ts while the system was at operating temperature. While the fine 
sampling of the V-I data was necessary for accurate theoretical modelling, as well as for plotting the various 
bolometer equations as smooth functions of bias current, the jitter in the data proved to be a computational 
nuisance. For example, the data had to be smoothed (at the cost of precision) before any derivatives could be 
performed. As a result, complex functions such as those for thermal conductance or bolometer NEP produced 
jagged graphs when plotted as functions of bias current. This problem could be remedied during data 
collection by either setting each bias point manually and waiting for the bolometer voltage to settle (at the cost 
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of an enormous increase in the time required to test all detector, filter and source combinations), or by using a 
signal generator to ramp the bias voltage smoothly while recording the bolometer voltage (at the cost of 
modifying the bias voltage generator circuitry). 
Despite the jitter in the V-I data, two interesting features remain unexplained from a theoretical point 
of view: The poor quality of the theoretical fits to the detector 2 V-I curves, relative to those for detector 1, and 
the behaviour of the thermal conductance curve at low temperature gradients. Since neither of these 
phenomena adversely affect the performance of the system, the extensive testing of the bolometer components 
that would be required to elucidate their physical significance is not likely to occur. 
In terms of improving the system performance, there are few changes to the system that could be 
made. In practice, atmospheric conditions have been found to be the greatest limiting factor in astronomical 
spectroscopic measurements. Nonetheless, for atmospheric conditions that are particularly dry and stable, 
there are still gains to be made in detector sensitivity before the photon noise limit is reached for this system. 
The noise analysis of Section 5.6 has shown that the dominant noise sources are the Johnson and phonon noise 
intrinsic to the bolometer elements (see Figures 5.18 and 5.19). The most practical way to lower these noise 
contributions is to lower the bolometer operating temperature. This, however, would require a complete 
redesign of the system to incorporate a 3 He dilution refrigerator. A more likely scenario for the advancement 
of far-infrared Fourier transform spectroscopy would be the retrofitting of 100 mK systems such as SCUBA, 
with fully differential electronics so that their higher sensitivity could be realized spectroscopically. 
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CHANTER 6 
Software Code Appendix 
6.1 Introduction 
The majority of the work done in this project involved writing software for controlling the detector 
cryogenic system, controlling the data acquisition system for collecting the V-I data, and for analysing the 
spectroscopic, noise, and V-I data that was collected. All the control software was written in C++ using 
Borland C++ 4.5 [I ], and the analysis routines were written using IDL 5.0 [2]. Since over 250 individual IDL 
routines were written for the various data extraction, manipulation, and plotting tasks required for this thesis, 
only a small set of critical routines are included in this appendix. 
6.2 Automatic Crvocen Recycling Software 
The C++ code given in this section was written to automate the recycling of the detector cryogens. A 
detailed description of the program sequence was presented in Chapter 4. The recycling program code (given 
below) uses standard C routines, as well as some custom-written C++ object oriented code (plots.h) to provide 
a convenient Graphical User Interface (GUT), and some useful array handling routines. The code to control the 
AD612 ADC module [3] was modified to allow the use of 8 digital I/O lines. The program uses a text 
configuration file (given immediately after the program code) to determine the temperature and time setpoints 
in the recycling process. This configuration file also contains the calibration data for the thermometers. 
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/ / * 
/ / * 
/ / * 
/ / * 
/ / * 
AUTOMATIC CRYOGENIC DETECTOR CYCLING PROGRAM 
WRITTEN BY BRAD COM 1 9 9 7 
TO CHANGE ANY POSITIONS ETC, CHANGE THE {DEFINES BELOW AND IN PLOTS.H 
AUTOCYCL.CFG CONTAINS ALL THE USER ADJUSTABLE PARAMETERS 
/ / * » MODIFIED MAY 1 9 , 9 7 TO REVERSE COMMAND P O L A R I T Y FOR STAGE DIODE [ 0 - O N ) 
/ / * » REMOVED HEAT SWITCH ACTIVATION 
/ / * * REMOVED g e _ d i o d e c u r r e n t CHANGE, CURRENT NOW LOONA 
/ / * * ADDED DIODE VOLTAGE OFFSET FOR S T A G E , 4 P , 3 P D I O D E S . 
/ / " HEAT TIMER START AT BEGINNING OF HEAT CYCLE 
/ / » » FINAL PUSHOVER OF 3HE AFTER 3P CYCLE 
A D 6 1 2 CONFIGURATION. 
//'• TAKES ADVANTAGE OF POWER UP STATE OF PORT 
/ / * * B I T FUNCTION PORT ON POWER UP STATUS 
//" 0 HEAT SW P O L . 0 LOW VOLTAGE THROUGH HEATERS 
/ / » » 1 POWER KILL 0 OFF (POWER ON) 
//" 2 4 PUMP 1 OFF 
/ / * * 3 STAGE DIODE 0 ON 
/ / * * 4 3 PUMP 1 OFF 
//" MODIFIED MAY 1 9 , 9 8 TO KILL POWER WHEN S T G GE FALLS BELOW SETPOINT. MAXIMUM 
TIME CATCH ADDED. DATA LOG STOP ADDED. DELAYED CYCLE START ADDED. 
TINCLUDE " C : \ B R A D \ S O U R C E \ I N C L U D E S \ P L O T S . H " 
TINCLUDE " c ; \ B R A D \ S O U R C E \ I N C L U D E S \ A D 6 1 2 . H " 
/ / CONTAINS GUI ROUTINES FOR PLOTTING DATA 
/ / CONTAINS ROUTINES TO READ ANALOG AND 
/ / R/W DIGITAL PINS OF THE ACQUDAT 
TDEFINE MAINPLOTX 2 
(DEFINE MAINPLOTY 2 0 
TDEFINE MAINPLOTW 6 3 6 
TDEFINE MAINPLOTH 3 5 0 
/ / COORDINATES OF THE MAIN DATA PLOT BOX 
TDEFINE VALUEBOXX 2 
TDEFINE VALUEBOXY 3 8 0 
TDEFINE VALUEBOXW 1 7 0 
TDEFINE VALUEBOXH 9 0 
/ / COORDINATES OF THE MAIN DATA PLOT BOX 
TDEFINE OPTIONBOXX 6 4 
TDEFINE OPTIONBOXY I S O 
TDEFINE OPTIONBOXV 5 1 0 
TDEFINE OPTIONBOXH 1 2 0 
TDEFINE DELIMITER / / DELIMITER TO SEPERATE THE COLUMNS IN THE SAVED FILES 
, F -i. 1_ -J U -J E- U 
TDEFINE HEAT_SW_POLARITY 0 
TDEFINE POWER_KILL 1 
/ / B I T S USED TO CONTROL THE ELECTRONICS 
- ' - - - " * - • • " / / USED TO SET THE VOLTAGE THROUGH THE HEATERS 
/ / FINAL POWER OFF 
TDEFINE _4P_HEATER 2 
TDEFINE STG_DIODE 3 
TDEFINE _3P_HEATER 4 
TDEFINE CPEN 1 
TDEFINE CLOSED 2 
TDEFINE DONE 3 
FUNCTION PROTOTYPES 
v o i d d r a w m e n u b a r ( ) ; 
v o i d o p t i o n i n p u t ( ) ; 
v o i d g e t _ m e n u _ c h o i c e ( ) ; 
i n t S a v e ( i n t ) ; 
i n t d o _ s c a n ( ) ; 
i n t w a i t _ t o _ s c a n ( ) ; 
v o i d l o a d _ c o n f i g ( ) ; 
v o i d s a v e _ c o n f i g ( ) ; 
v o i d c o n t r o l _ l o o p ( ) ; 
f l o a t v o l t _ t o _ t e m p ( i n t , 
v o i d d i s p l a y _ s t a t u s ( ) ; 
/ / SAVES ONE SET OF DATA P O I N T S , RETURNS 0 ON FILE FAILURE 
/ / PERFORMS ONE SINGLE SCAN, RETURNS 1 ON ABORT OR STOP 
/ / DELAYS AND CHECKS THE ABORT BUTTON BETWEEN READINGS 
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// 
GLOBAL OBJECTS 
S c r e e n s c r e e n ; 
A D 6 1 2 A D C ; / / THE ACQUDATA MODULE 
P l o t w i n d o w m a i n p l o t ; / / s e t u p A 'PLOT WINDOW' USING GUI ROUTINES FOR EASY DATA PLOTS 
m e n u b a r m a i n m e n u ; / / SET UP A GUI MENUBAR 
o f s t r e a m d a t a f i l e ( " T E M P . D A T " ) ; / / THIS I S THE TEMPORARY NAME FOR THE DATA F I L E , I T I S 
RENAMED WHEN THE PROGRAM ENDS 
m a t r i x s c a n _ d a t a ( 2 4 0 3 , 5 ) ; 
/ / 1 2 0 MINUTES OF 3 SECOND SAMPLES, THE POINTS MEMBER HOLDS THE TOTAL NUMBER OF POINTS 
/ / THE DATA STARTS AT ROW 0 , [ J [ X ] I S CHANNEL X ( 0 TO 3 ) 1 1 1 4 } I S THE TIME INDEX 
m a t r i x d t 5 0 0 ( 9 6 , 2 ) ; 
GLOBAL VARIABLES » » » » » » » » » » • • » » » » » » » » » » » » » » # » 
c h a r c h ; / / GENERIC CHAR FOR KEYBOARD INPUT 
i n t c h o i c e ; / / BUFFER FOR MENU CHOICE 
i n t q u i t ; / / CAUSES MAIN LOOP TO STOP 
c h a r f a r * t e m p s t r ; / / g e n e r i c s t r i n g f o r OUTPUT TEXT 
• t r a c t t e x t s e t t i n g s t y p e p r e v _ s e t t i n g s ; / / s t o r e s PREVIOUS TEXT SETTINGS 
c h a r c o m m e n t [ 5 0 ] ; / / COMMENT IN FILE HEADER 
c h a r f i l e p r e f i x [ 8 ] ; / / FILENAME PREFIX .DAT 
c h a r f i l e n a m e [ 1 2 ] ; / / f u l l f i l e n a m e 
i n t c h e c k _ a b o r t ; / / HOLDS VALUE RETURNED FROM DO_SCAN() TO CHECK FOR ABORT 
i n t s c a n _ i n _ p r o g r e s s = 0 ; / / 1 WHEN A SCAN LOOP I S IN PROGRESS 
i n t c y c l e _ s t a r t e d - 0 ; 
/ / USED TO DETERMINE I F A CYCLE CAN BE RESUMED OR I F A NEW SCAN MUST BE PERFORMED 
d o u b l e s t e p d e l a y » 2 ; / / 0 OF SECONDS TO WAIT BETWEEN READINGS 
f l o a t c y c l e _ d e l a y = 0 ; 
c h a r * x u n i t s = ~ m i n ; / / t e x t f o r THE CURSOR POSITION DISPLAY 
c h a r * y u n i t s - " K . " ; 
i n t c u r r e n t _ w i n d o w ~ l ; 
i n t h i g h _ t i m e - 2 0 ; / / THE T OF MINUTES PER WINDOW 
f l o a t l o w _ t e m p - 0 ; / / s e t s LOW END OF TEMPERATURE RANGE 
f l o a t h i g h _ t e m p = 3 0 0 ; / / s e t s HIGH END OF TEMPERATURE RANGE 
i n t c h a n c o l [ 7 ] = { 1 3 , G R E E N , Y E L L O W , W H I T E , 0 , 0 , 0 ) ; //HOLDS COLORS f o r t n e DIFFERENT CHANNELS 
i n t c o m m e n t _ w r i t t e n = 0 ; 
t i r a e _ t f i l e t i m e ; / / HOLDS THE START AND FINISH TIMES FOR THE DATA FILE 
c h a r * c h a n n e l _ l a b e l s [ ] ~ f " 4 H e p u m p " , " 3 H e p u m p " , " S T G D i o d e " , " S 7 G G e " ) ; 
f l o a t s e t _ t e m p [ 1 3 ] ; / / t n e TEMPERATURE SETPOINTS 
f l o a t d e l a y _ 4 p , d e l a y _ 3 p , d e l a y _ p u s h , t o t a l _ t i m e ; / / MINUTES THAT THE HEATERS TO STAY ON 
u n s i g n e d i n t h e a t _ s w _ s t a t u s ; / / t n e POSITION OF THE HEAT SWITCH 
t i m e _ t h e a t e r _ o n _ t i m e , b e g i n _ t i m e ; / / TIME THE HEATERS WERE TURNED ON 
u n s i g n e d i n t e n a b l e 4 p = l ; / / ENABLES THE EXECUTION OF THE 4P CYCLE PROCEDURE 
u n s i g n e d i n t e n a b l e 3 p - 0 ; / / ENABLES THE EXECUTION OF THE 3P CYCLE PROCEDURE 
u n s i g n e d i n t f i n a l _ p u s h = 0 ; / / ENABLES FINAL PUSHOVER 
u n s i g n e d i n t h e a t _ c y c l e = 0 ; / / 1 ENABLES THE TIMED HEATING OF THE 4P AND 3 P 
u n s i g n e d i n t e n a b l e _ k i l l = 0 ; / / ENABLES POWER KILL AFTER FINAL COOLDAOWN 
u n s i g n e d i n t t i m e _ s e t = 0 ; 
u n s i g n e d i n t s t o p _ l o g = 0 ; / / STOPS THE PROGRAM WHEN POWER I S KILLED 
f l o a t c u r r e n t - 0 . 1 ; / / GE CURRENT DEFAULT TO 1 0 0 NA 
f l o a t d i o d e _ o f f s e t = 2 0 ; 
f l o a t I _ 3 p , I _ 4 p , I _ s t g , I _ G e _ l o w , I _ G e _ h i g h , R _ G e ; / / CURRENT CORRECTIONS 
c h a r * c o n t r o l _ s t a t u s = " P r e - C o o i i n g " ; / / TEXT FOR THE STATUS OF THE CONTROL LOOP 
u n s i g n e d i n t m a n u a l _ c y c l e - 0 ; / / SETS AUTOMATED OR MANUAL CYCLING 
u n s i g n e d i n t s t a t u s _ 4 p , s t a t u s _ 3 p , s t g _ d i o d e _ 3 t a t u s ; / / f o r THE STATUS DISPLAY 
f l o a t s t g = 0 ; / / I N I T I T A L READINGS OF THE STAGE DIODE AND STAGE GE 
f l o a t G e = 0 ; 
ttnaignad i n t _ 4 p _ c h a n = 0 ; / / ANALOG INPUT CHANNELS 
u n s i g n e d i n t _ 3 p _ c h a n - l ; 
u n s i g n e d i n t s t g _ d i o d e _ c h a n = 2 ; 
u n s i g n e d i n t s t g _ G e _ c h a n - 3 ; 
/ / " * " * " • • • " » " • 
/ / MAIN 
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void main() 
{ 
sprintf (fileprefix,"TEMPDATA") ; / / DEFAULT FILE PREFIX / / « . . - » • • • 
/ / I N I T I A L I Z E GRAPHICS DRIVER 
//" 
clrscr () ; 
in t graphdrv « VGA; / / VGA DRIVER 
in t graphmode - VGAHI; / / 6 4 0 X 4 8 0 MODE 1 6 COLOR 
in t ErrorCode = grOk; 
i f (registerbgidriver (EGAVGA_driver) < 0) ex i t ( l ) ; 
initgraph(tgraphdrv, Sgraphmode, "") ; 
ErrorCode - graphresult(); / / READ RESULT OF INITIALIZATION 
i f ( ErrorCode ! - grOk ) { / / ERROR OCCURED DURING INI T 
printf(" Graphics System Error: %s\n", grapherrormsg( ErrorCode ) ) ; 
delay(lOOO); 
exit( 1 ) ; 
( 
setbkcolor(BKG); / / s e t s BACKGROUND 
cleardevice(); / / F I L L S SCREEN BACKGROUND 
load_config(); / / CALL LOAD CONFIG BEFORE MAINPLOT.INIT AND MAINPLOT.GET_OPTIONS 
i f (! the_mouse.init () ) { 
puts("Unable to detect mouse driver. Program requires mouse."); 
closegraph () ; 
e x i t ( l ) ; 
) 
the_mouse.arm(); / / ENABLE THE MOUSE 
Gtext finding; / / FIND ACQUDAT 
finding.init(200,200,"Finding AD612 Device...",WHITE,BLACK,0); 
finding.outline(WHITE,5) ; 
finding.show() ; 
current-0.1; / / GE CURRENT I S 1 0 UA 
in t status=ADC.find(245);// FIND THE A D 6 1 2 AND INITIALIZE ALL THE DIO PINS NEUTRAL. 
/ / STAGE ON, 3 P OFF, 4P OFF, P O L A R I T Y FULL VOLTAGE 
i f (status){ 
Gtext found; 
sprintf(tempstr,"AD612 FOUND AT %x",status); 
found.init(220,230,tempstr,RED,BLACK,0,1); 
found.show(); 
delay(1000); 
found.hide(); 
) 
• la* ( 
messagebox notfound; 
if(notfound.show("AD612 NOT FOUND! Continue?",MB_YESNO)»=ID_NO) e x i t ( 0 ) ; 
) 
finding.hide () ; 
ADC.SetRange(4.096); / / MAKE THE RETURN VALUE RANGE FROM 0 - 4 . 0 9 6 
/ / " * * * * » » » » » I N I T I A L I Z E THE ELECTRONICS TO DEFAULT STATE 
ADC.setDIO(9,245); 
/ / set ALL PINS - > STAGE ON, 3 P OFF, 4P OFF, POLARITY=FULL VOLTAGE, POWER ON 
delay(lOO); / / DELAY TO AVOID RELAY NOISE 
current-0.1; 
heat_sw_status=OPEN; 
status_4p=0; / / 4 PUMP OFF 
status_3p=0; / / 3 PUMP OFF 
stg_diode_status-l; / / stage DIODE ON 
//**"*****» get I N I T I A L TEMPERATURE TO DECIDE STATUS OF HEAT SWITCH 
for(int x-0;x<100;x++) { / / AVERAGE 1 0 0 SAMPLES 
stg+=volt_to_temp(stg_diode_chan, ADC.ReadChan(stg_diode_chan) ) ; 
/ / READ IN STG_DIODE TEMPERATURE 
Ge+-volt_to_temp(stg_Ge_chan, ADC.ReadChan(stg_Ge_chan) ) ; 
/ / read IN GE DIODE TEMPERATURE 
) 
stg/-100; 
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GE/-100; 
IF(STG < 0.36) { 
MESSAGEBOX COLD; 
IF(COLD.SHOW("STAGE COLD! O.K. TO RE-CYCLE?",MB YESNO)—ID_N0) EXIT(0); 
) 
MAINPLOT-INIT(MAINPLOTX,MAINPLOTY,MAINPLOTW,MAINPLOTH,OUT,THICK,0,HIGH_TIME, 
LOW_TEMP,HIGH_TEMP,CHANCOL,"MINUTES","KELVIN",BKG,0); 
MAINPLOT.INIT_VB(VALUEBOXX,VALUEBOXY,4,CHANNEL_LABELS,0,BLACK); 
MAINPLOT.SHOW_VB(); 
DRAWMENUBAR () ; / / DRAW INTERFACE FOR MAIN PROG 
OPTIONINPUT (); / / GET SCAN OPTIONS 
MAINPLOT.SHOW(); / / DRAW PLOT WINDOW 
MAINPLOT.DRAWAXIS (); 
FOR(INT CHAN=0; CHAN<4; CHAN++){ / / SHOW STARTING TEMPERATURES 
SCAN_DATA.ELEM(0,CHAN)=VOLT_TO_TEMP(CHAN, ADC.READCHAN(CHAN)); 
MAINPLOT.SHOW_VALUE (CHAN,SCAN_DATA.ELEM(0, CHAN)); 
1 
THE_MOUSE.HIDE(); 
MAINPLOT.CLEAR (); / / REDRAW PLOT WINDOW 
THE_MOUSE.SHOW(); 
DISPLAY_STATUS(); 
LAST_POINT=0; 
SCAN_IN_PROGRESS-0; 
/ / ' * • " * * * * * * " » * 
/ / MAIN LOOP 
// * * * 
WHILE(!QUIT){ 
IF(KBHITO) { 
I£((CH-GETCH() )— 27) { QUIT"»2; 
BRACK; / / THIS LOOP DETERMINES WHAT HAPPENS WHILE NO SCAN IN PROGRESS 
I 
FLUSHKEYS (); 
CONTINUE; 
1 
IF (MAINPLOT.HIT()) ( 
THE_MOUSE.CHANGETO(CROSSHAIR); 
IF (THE_MOUSE.RBP()){ 
IF (MAINPLOT.HIT()) MAINPLOT.SHOW_CURSORJPOS(XUNITS,YUNITS); 
1 
) 
•LAE < 
THE_MOUSE.CHANGETO(ARROW) ; 
) 
IF(MAINMENU.TRIGGERED()) ( 
GET_MENU_CHOICE(); ) 
) / / END MAIN LOOP 
SAVE_CONFIG(); / / SAVE THE CURRENT CONFIGURATION 
TIME(6FILETIME); / / WRITE THE END TIME ON THE F I L E . 
DATAFILE«" PROGRAM FINISHED ON "«CTIME (SF ILETIME) «ENDL; 
SPRINTF(FILENAME, ~%S.DAT",FILEPREFIX) ; 
CLOSEGRAPH () ; 
/* RENAME THE FILE */ 
DATAFILE.CLOSE(); 
IF (RENAME("TEMP.DAT",FILENAME) !- 0) ( 
PERROR("ERROR RENAMING DATA FILE " ) ; 
DELAY(2000); ) 
IF(QUIT--L) PRINTF("\N\N\NDETECTOR CONTROLLER SHUT DOWN SUCCESSFULLY\N"); 
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IF (QUIT—2) ( 
PRINTF("\N\N\NUNEXPECTED EXIT-\N"); 
PRINTF("CONTROLLER MAY NOT HAVE SHUT DOWN PROOERLY.NN"); ) 
IF(QUIT~=3) PRINTF ("\N\N\NCYCLE ENDED NORMALLY.\N"); 
EXIT (0) ; 
) 
/ /"'••'" . . . . . . . . . . . . . 
VOID GE T_MENU_CHO I CE() 
< 
CHAR C; 
TIME_T DELAY_STARTED; 
SWITCH(MAINMENU.TRACKBAR()) ( 
CASE 1: 
IF(!SCAN_IN_PROGRESS) ( / / GET NEW OPTIONS 
OPTIONINPUT(); 
THE_MOUSE-HIDE(); 
MAINPLOT. RESET_AXIS (0,HIGH_TIME, LOW_TEMP,HIGH_TEMP) ; 
MAINPLOT.CLEAR(); / / REDRAW PLOT WINDOWS 
THE_MOUSE.SHOW(); 
1 
BRAAK; 
CAA* 2: 
IF(!SCAN_IN_PROGRESS) ( / / RESET OPTIONS 
SPRINTF(FILEPREFIX,"TEMPDATA" ) ; 
STEPDELAY=L; 
SPRINTF(COMMENT,""); 
OPTIONINPUT(); 
THE_MOUSE.HIDE(); 
MAINPLOT.RESET_AXIS(0,HIGH_TIME,LOW_TEMP,HIGH_TEMP); 
MAINPLOT.CLEAR(); / / REDRAW PLOT WINDOWS 
THE_MOUSE.SHOW(); ) 
BREAK; 
CAS« 3: 
IF(!SCAN_IN_PROGRESS) ( / / STARTS AUTOMATIC SEQUENCE 
MANUAL_CYCLE=0; 
( 
MESSAGEBOX POWERKILL; 
POWERKILL.SHOW("AUTO POWER-OFF ENABLED. TURN OFF MAIN NOWER.",MB_OK); 
1 
DO_SCAN(); ) 
BREAK; 
CASE 4: 
IF(!SCAN_IN_PROGRESS) ( / / STARTS MANUAL SEQUENCE 
MANUAL_CYCLE=L; 
DO_SCAN(); ) 
BREAK; 
CASE 4 5: 
IF(!SCAN_IN_PROGRESS) ( / / STARTS DELAYED AUTOMATIC SEQUENCE 
CYCLE_STARTED=0; //MAKES SURE THE CYCLE STARTS NO MATTER WHAT AFTER THE DELAY 
MANUAL_CYCLE=0 ; 
( 
MESSAGEBOX POWERKILL; 
POWERKILL.SHOW("AUTO POWER-OFF ENABLED. TURN OFF MAIN POWER.",MB OK); ) 
ADC.SETDIO(STG_DIODE, 1); / / TURN OFF STAGE DIODE TILL CYCLE STARTS 
STG_DIODE_STATUS-0; 
DISPLAY_STATUS(); 
DELAY_STARTED-TIME(NOLL); 
DO( / / WAIT TO START DELAYED CYCLE 
IF(KBHITO) ( 
WHILE(KBHIT()) C-GETCH(); 
I*(C--27) ( / / QUIT WHEN E S C HIT 
MESSAGEBOX CONFIRM; 
IF(CONFIRM.SHOW("ABORT DELAY AND EXIT?",MB_YESNO)—ID YES) QUIT-1; ) 
) 
MAINPLOT.STATUS_LINE ("DELAYING CYCLE START..."); 
DELAY(1000); 
MAINPLOT.STATUS_LINE ("HIT ESC TO ABORT..."); 
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DELAY(1000); 
} 
w h i l a ( DIFFTIME(TIME(NULL),DELAY_STARTED) < CYCLE_DELAY-doubla(3600) I I QUIT* 
ADC.SETDIO(STG_DIODE,0); / / TURN ON STAGE DIODE 
STG_DIODE_STATUS=L; 
DISPLAY_STATUS(); 
DO_SCAN(); 
) 
b r a a k ; 
c m s * 5: 
THE_MOUSE.HIDE(); 
MAINPLOT.GET_OPTIONS0; / / GET AXIS SCALING OPTIONS 
MAINPLOT.DRAWAXIS(); 
THE_MOUSE.SHOW (); 
BIUK; 
C M * 6: 
MAINPLOT.CLEAR (); 
b r a a k ; 
c a a a 7: / / SET MAX Y TO 3 0 0 K 
HIGH_TEMP-300; 
MAINPLOT.RESET_AXIS((CURRENT_WINDOW-L)*HIGH_TIME, CURRENT_WINDOW»HIGH_TIME, 
LOW_TEMP,HIGH_TEMP); 
MAINPLOT.SET_OPTIONS(MAINPLOT.TICKS[0].SPACING, MAINPLOT.TICKS[1].SPACING,100, 
3,1,0,1,0); 
MAINPLOT.CLEAR(); 
MAINPLOT.LOAD_DATA(SCAN_DATA,0,LAST_POINT) ; 
MAINPLOT.DRAWPLOT(CHANCOL); 
b r a a k ; 
c a a a 8: / / SET MAX Y TO 1 0 0 K 
HIGH_TEMP-100; 
MAINPLOT.RESET_AXIS((CURRENT_WINDOW-L)*HIGH_TIME,CURRENT_WINDOW*HIGH_TIME, 
LOW_TEMP,HIGH_TEMP); 
MAINPLOT.SET_OPTIONS(MAINPLOT.TICKS[0].SPACING, MAINPLOT.TICKS[1J.SPACING, 
25,4,1,0,1,0); 
MAINPLOT.CLEAR(); 
MAINPLOT.LOAD_DATA(SCAN_DATA,0,LAST_POINT); 
MAINDLOT-DRAWOLOT(CHANCOL); 
b r a a k ; 
c a a a 9: / / SET MAX Y TO 6 0 K 
HIGH_TEMP-60; 
MAINPLOT.RESET_AXIS((CURRENT_WINDOW-L)*HIGH_TIME, CURRENT_WINDOW*HIGH_TIME, 
LOW_TEMP,HIGH_TEMP); 
MAINPLOT.SET_OPTIONS(MAINPLOT.TICKS[0].SPACING, MAINPLOT.TICKS[1].SPACING,10, 
4,1,0,1,0); 
MAINPLOT.CLEAR(); 
MAINPLOT.LOAD_DATA(SCAN_DATA,0,LAST_POINT); 
MAINPLOT.DRAWOLOT(CHANCOL); 
b r a a k ; 
c a a a 10: / / SET MAX Y TO 1 0 K 
HIGH_TEMP-10; 
MAINPLOT.RESET_AXIS((CURRENT_WINDOW-L)*HIGH_TIME, CURRENT_WINDOW*HIGH_TIME, 
LOW_TEMP,HIGH_TEMP); 
MAINPLOT.SET_OPTIONS(MAINPLOT.TICKS{0].SPACING,MAINPLOT-TICKS[1].SPACING,5, 
4,1,0,1,0); 
MAINPLOT.CLEAR(); 
MAINPLOT.LOAD_DATA(SCAN_DATA,0,LAST_POINT); 
MAINPLOT.DRAWPLOT(CHANCOL); 
b r a a k ; 
c a a a 11: / / SET MAX Y TO 5 K 
HIGH_TEMP=5; 
MAINPLOT.RESET_AXIS((CURRENT_WINDOW-L)*HIGH_TIME, CURRENT_WINDOW*HIGH_TIME, 
LOW_TEMP,HIGH_TEMP); 
MAINPLOT.SET_OPTIONS(MAINPLOT.TICKS[0].SPACING, MAINPLOT.TICKS[1].SPACING, 
1,0,1,0,1,0); 
MAINPLOT.CLEAR(); 
MAINPLOT.LOAD_DATA(SCAN_DATA,0,LAST_POINT); 
MAINPLOT.DRAWPLOT(CHANCOL); 
b r a a k ; 
c a a a 12: / / TURN 4 P ON 
ADC.SETDIO(_4P_HEATER,0); 
STATUS_4P-L; / / 4 PUMP ON 
DISPLAY_STATUS () ; 
b r a a k ; 
c a a a 13: / / TURN 4 P OFF 
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ADC.SETDIO(_4P_HEATER,1); 
STATUS_4P=0; / / 4 PUMP OFF 
DISPLAY_STATUS(); 
b r a a k ; 
c a a e 14: / / TURN 3 P ON 
ADC.SETDIO(_3P_HEATER,0); 
STATUS_3P-L; / / 3 PUMP ON 
DISPLAY_STATUS(); 
b r e a k ; 
c a a a 15: / / TURN 3 P OFF 
ADC.SETDIO(_3P_HEATER,1); 
STATUS_3P=0; / / 3 PUMP OFF 
DISPLAY_STATUS(); 
b r a a k ; 
c a a a 16: / / TURN STAGE ON 
ADC.SETDIO(STG_DIODE,0); 
STG_DIODE_3TATUS-L; / / STAGE ON 
DISPLAY_STATUS(); 
b r e a k ; 
c a a a 17: / / TURN STAGE OFF 
ADC.SETDIO(STG_DIODE,1); 
STG_DIODE_STATUS=0; / / STAGE OFF 
DISPLAY_STATUS(); 
b r a a k ; 
c a a a 18: / / TURN MAIN POWER OFF 
ADC.SETDIO(POWER_KILL, 1); 
CONTROL_STATUS»"DONE. POWER KILLED."; 
DISPLAY_STATUS () ; 
b r a a k ; 
c a a a 99: / / GUIT 
if(SCAN_IN_PROGRESS) ( 
MESSAGEBOX CONFIRM; 
if(CONFIRM.SHOW("SAVE DATA AND EXIT?",MB_YESNO)—ID_YES) QUIT-1; 
a l a a QUIT=0; 
J 
a l a a QUIT=L; 
b r a a k ; 
d e f a u l t : OUTTEXTXY(100,100,"MENU BUG"); DELAY(2000); 
) 
) / / END MENU CHOICE 
//*'" " » » » , , , , , 
v o i d DRAWMENUBAR () 
( 
THE_MOUSE.HIDE(); 
PULLDOWN FILE,OPTIONS,START,PLOT,CONTROL; / / DON'T CONFUSE THE OPTIONS PULLDOWN CLASS 
/ / WITH THE OPTIONS MEMBER. 
FILE.INIT(BLACK,WHITE,YELLOW,BLUE,0, 0) ; 
FILE.SET_OPTION(0,~ SQUIT",99); 
FILE.OPTIONS[0] .SELF_COLOR(BLACK,WHITE, YELLOW,RED); 
OPTIONS.INIT(BLACK, WHITE,YELLOW,BLUE, 0,0); 
OPTIONS.SET_OPTION(0,"SNEW SETUP",1); 
OPTIONS.SET_OPTION(1,"SDEFAULT SETUP",2); 
START.INIT(BLACK,WHITE,YELLOW,BLUE,0,0); 
START.SET_OPTION(0,"SSTART AUTO CYCLE",3); 
START.SET_OPTION(1,™START SMANUAL CYCLE",4); 
START.SET_OPTION(2,"START SDELAY CYCLE",45); 
PLOT.INIT(BLACK,WHITE,YELLOW,BLUE,0,0) ; 
PLOT.SET_OPTION(0,"&AXIS OPTIONS",5); 
PLOT.SET_OPTION(L,"SCLEAR WINDOW",6); 
PLOT.SET_OPTION(2,"-",0); 
PLOT.SET_OPTION(3,"MAX TEMP~ S300 K",7); 
PLOT.SET_OPTION(4,"MAX TEMP= S100 K",8); 
PLOT.SET_OPTION(5,"MAX TEMP= S60 K",9); 
PLOT.SET_OPTION(6,"MAX TEMP= ISO K",10); 
PLOT.SET_OPTION(7,"MAX TEMP- «5 K",LL); 
CONTROL.INIT(BLACK,WHITE,YELLOW,BLUE, 0,0); 
CONTROL.SET_OPTION(0,"S4P ON",12); 
CONTROL.SET_OPTION(1,"S4P OFF",13); 
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c o n t r o l . s e t _ o p t i o n < 2 , " S 3 P o n " , 1 4 ) ; 
c o n t r o l . s e t _ o p t i o n ( 3 , " S 3 P o f f " , 1 5 ) ; 
c o n t r o l . s e t _ o p t i o n ( 4 , " s s t a g e o n " , 1 6 ) ; 
c o n t r o l . s e t _ o p t i o n ( 5 , " S s t a g e o f f " , 1 7 ) ; 
c o n t r o l . s e t _ o p t i o n ( 6 , " S K i l l P o w e r " , 1 8 ) ; 
m a i n m e n u . i n i t (BLACK, WHITE, YELLOW, BLUE) ; 
m a i n m e n u . s e t _ t i t i e ( 0 , * S F i l e " , fifile) ; 
m a i n m e n u . s e t _ t i t l e ( 1 , " S O p t i o n s " , S o p t i o n s ) ; 
m a i n m e n u . s e t _ t i t l e ( 2 , " S P l o t " , i p l o t ) ; 
mainmenu . s e t _ t i t l e ( 3 , " s s t a r t " , S s t a r t ) ; 
m a i n m e n u . s e t _ t i t l e ( 4 , " fiControl", s c o n t r o l ) ; 
m a i n m e n u . d i s p l a y ( ) ; 
t h e _ m o u s e . s h o w ( ) ; 
) 
//............................... ..................... ........ 
v o i d o D t i o n i n p u t ( ) / / INPUT BOX FOR SCAN OPTIONS 
{ 
B e v e l o p t i o n b o x ; / / THE OPTIONBOX FRAME 
/ / TEXT INPUTS 
G s t r i n g g s _ c o m m e n t , g s _ f i l e n a m e ; 
/ / TEXT PROMPTS 
o p t i o n b o x . i n i t ( o p t i o n b o x x , o p t i o n b o x y , o p t i o n b o x w , o p t i o n b o x h , T H I C K , 1) ; 
o p t i o n b o x . s h o w ( ) ; 
s e t c o l o r ( B L A C K ) ; 
s e t t e x t s t y l e ( S M A L L _ F O N T , HORIZ_DIR, 4 ) ; 
s e t t e x t j u s t i f y (LEFT_TEXT, BOTT0M_TEXT) ; 
g s _ c o m m e n t . i n i t ( o p t i o n b o x x + 9 2 , o p t i o n b o x y + 6 0 , 5 0 , 0 , 0 ) ; 
g s _ c o m m e n t . p r e s e t ( c o m m e n t ) ; 
g s _ f i l e n a m e . i n i t ( o p t i c n b o x x + 9 2 , o p t i o n b o x y + 3 0 , 8 , 1 , 0 ) ; 
g s _ c o m m e n t . s h o w ( ) ; 
g s _ f i l e n a m e . s h o w ( ) ; 
o u t t e x t x y ( o p t i o n b o x x + 1 0 , o p t i o n b o x y + 6 0 , "Comments : " ) ; 
o u t t e x t x y ( o p t i o n b o x x + 1 0 , o p t i o n b o x y + 3 0 , " F i l e n a m e : " ) ; 
o u t t e x t x y ( o p t i o n b o x x + 1 6 5 , o p t i o n b o x y + 3 0 , " . DAT" ) ; 
OK. i n i t ( o p t i o n b o x x + o p t i o n b o x w - 4 0 , o p t i o n b o x y + o p t i o n b o x h - 4 0 , " O K " , TEXT, 0) ; 
/ / OK TO EXIT BUTTON 
O K . s h o w ( ) ; 
INT. g o o d n a m e - 0 ; 
i n t o k h i t » 0 ; 
g s _ f i l e n a m e . r e s e t ( ) ; 
g s _ f i l e n a m e . g e t _ i n p u t ( ) ; 
s p r i n t f ( f i l e p r e f i x , " % s " , g s _ f i l e n a m e . g e t s t r i n g ( ) ) ; 
s p r i n t f ( f i l e n a m e , " % s . D A T " , f i l e p r e f i x ) ; 
i f ( a c c e s s ( f i l e n a m e , 0 ) » = 0 ) { 
m e s s a g e b o x c o n f i r m ; 
i f ( c o n f i r m , show ("FILE ALREADY EXISTS! REPLACE?" , MB_YESN0) =-ID_YES) ( 
r e m o v e ( f i l e n a m e ) ; 
g o o d n a r a e = l ; 
) 
• l a a g o o d n a m e - O ; 
} 
a l a a g o o d n a m e - 1 ; 
f l u s h k e y s ( ) ; 
w h i l a ( ! g o o d n a m e II i o k h i t ) { 
i f ( t h e _ m o u s e . L B P ( ) ) ( 
i f ( g s _ c o m m e n t . c l i c k e d ( ) ) { 
g s _ c o m m e n t . g e t _ i n p u t ( ) ; 
s p r i n t f ( c o m m e n t , " % s " , g s _ c o m m e n t . g e t s t r i n g ( ) ) ; 
) 
i f ( g s _ f i l e n a m e . c l i c k e d ( ) ) { 
g s _ f i l e n a m e . r e s e t ( ) ; 
g s _ f i l e n a m e . g e t _ i n p u t ( ) ; 
t h e _ m o u s e . h i d e ( ) ; 
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SPRINTF(FILEPREFIX,"%S",GS_FILENAME.GETSTRING()); 
SPRINTF(FILENAME,"%S.DAT",FILEPREFIX); 
THE_MOUSE.SHOW(); 
i f (ACCESS (FILENAME, 0) —0) { 
MESSAGEBOX CONFIRM; 
i f (CONFIRM. SHOW ("FILE ALREADY EXISTS! REPLACE?" ,MB_YESNO) —ID_YES) { 
REMOVE(FILENAME); 
GOODNAME-1; ) 
TIN GOODNAME-0; 
) 
•LA* GOODNAROE-1; 
) 
i f (OK.HITO) ( / / GUIT I F OK I S PRESSED 
OK.PRESS (); 
•hil*(THE_MOUSE.LBP() II OK.HITO); 
OK.SHOW(); 
if(OK.HITO) { 
SPRINTF(FILENAME,~%S.DAT",FILEPREFIX); 
i f (ACCESS (FILENAME, 0) =0) { 
MESSAGEBOX CONFIRM; 
i f (CONFIRM.SHOW (" FILE ALREADY EXISTS! REPLACE?" ,MB_YESNO)-=ID_YES) { 
REMOVE(FILENAME); 
GOODNAME=L; ) 
• l a * ( 
GOODNAME=0; 
OKHIT»0; 
) 
} 
• l a * GOODNAME=L; 
OKHIT=L; 
) 
) 
) / / END I F THE_MOUSE.LBP 
IF()CBHIT()) { 
if((CH=GETCH{))==27) 
b r a a k ; 
) 
) 
CHOICE=0; / / RESET THE MENU CHOICE BUFFER 
OPTIONBOX.HIDE {); 
/ / FREE UP MEMORY USED BY BUFFER CONTAINING 
/ / UNDERLYING GRAPHICS 
OPTIONBOX.ELIM(); 
) //»» » ......... ........................................ 
f l o a t VOLT_TO_TEMP(int CHAN, d o u b l a VOLT) 
I 
• w i t c h ( CHAN ) / / PERFORMS A BINARY SEARCH ON THE APPROPRIATE VOLTAGE-TEMP DATA TABLE 
{ 
c a a a 0: / / I F N L 4 6 TABLE FOR 4P 
r a t u r n IFNL<J6.BINARY_SEARCH(1,0, (VOLT-DIODE_OFFSET*0 .001)* (10/I_4P)); 
c a a a 1: / / I F N L 4 6 TABLE FOR 3P 
r a t u r n IFNL46.BINARY_SEARCH(1,0, (VOLT-DIODE_OFFSET*0.001)* (10/I_3P)); 
c a a a 2: / / D T 5 0 0 TABLE FOR STG DIODE 
r a t u r n DTSOO.BINARY_SEARCH(1,0,(VOLT-DIODE_OFFSET*0.001)*(10/I_STG)); 
c a a a 3: / / GRLOO TABLE GE DIODE 
r a t u r n GRLOO.BINARY_SEARCH(1,0, (VOLT/(204.8E-6))-R_GE ); 
) 
r a t u r n 0; 
) // .........................- ....................... 
i n t DO_SCAN() / / SAMPLE UNTIL 4 . 5 SECONDS, THEN AVERAGE AND SAVE DATA. 
{ 
i n t COUNTER, LAST_SAVED,AVG_COUNT,SELECTED,CHANNEL,TIMEBASE; 
i n t ABORT_HIT; / / HOLDS THE RETURN VALUE FOR ABORT OR STOP ETC 
i n t RETURN_VALUE=0; 
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f l o a t a v g _ d a t a [ 5 ] = ( 0 , 0 , 0 , 0 , 0 ) ; / / TEMPORARY BUFFER TO BOLD UN AVERAGED DATA. 
s t r u c t d o s t i m e _ t s , f ; 
u n s i g n e d l o n g h _ r e s _ t i m e ; / / CURRENT TIME IN HUNDREDTHS OF SECONDS 
I n t c ; 
t i m e _ t t i m e _ s t a r t e d ; 
G t e x t g t _ t i m e , g t _ s t a r t e d ; 
s c a n _ i n _ p r o g r e s s - l ; 
t i m e b a s e - O ; 
s e l e c t e d - 0 ; 
c o u n t e r - 0 ; / / c o u n t s f rom 0 TO THE NUMBER OF SAMPLES IN A WINDOW 
l a s t _ s a v e d = 0 ; 
c u r r e n t _ w i n d o w = l ; 
a v g _ c o u n t - 0 ; 
s e t c o l o r ( L I G H T B L U E ) ; 
s e t t e x t j u s t i f y ( L E F T J T E X T , T O P _ T E X T ) ; 
o u t t e x t x y ( m a i n p l o t x , m a i n p l o t y + m a i n p l o t h + B , , , S t a r t e d : " ) ; 
t i m e ( & t i m e _ s t a r t e d ) ; 
g t _ s t a r t e d . i n i t ( m a i n p l o t x + 7 0 , m a i n p l o t y + m a i n p l o t h + 8 , c t i m e ( S t i m e _ s t a r t e d ) , 9 , 0 , 0 ) ; 
g t _ s t a r t e d . s h o w ( ) ; 
i f ( c y c l e _ s t a r t e d ) { 
m e s s a g e b o x r e s u m e ; 
i f ( r e s u m e . s h o w ( " R e s u m e l a s t c y c l e whe re i t l e f t off?",MB_YESN0)==ID_NO) ( 
f o r ( i n t t - 0 ; t < 1 0 0 ; t + + ) ( / / AVERAGE 1 0 0 SAMPLES 
s t g + « v o l t _ t o _ t e m p ( s t g _ d i o d e _ c h a n , A D C . R e a d C h a n ( s t g _ d i o d e _ c h a n ) ) ; 
/ / READ IN STG_DIODE TEMPERATURE 
G e + = v o l t _ t o _ t e m p ( s t g _ G e _ c h a n , A D C . R e a d C h a n ( s t g _ G e _ c h a n ) ) ; 
/ / READ IN GE DIODE TEMPERATURE 
} 
s t g / « 1 0 0 ; 
G e / - 1 0 0 ; 
i f ( G e < 0 . 3 6 ) { 
m e s s a g e b o x c o l d ; 
i f ( c o l d . s h o w ( " S t a g e C o l d ! O.K. t o R e - C y c l e ? " ,MB_YESNO)==ID_N0) s e l e c t e d 
) 
i f ( ! m a n u a l _ c y c l e ) ( 
e n a b l e 4 p « = l ; 
/ / ENABLES THE EXECUTION OF THE 4P CYCLE PROCEDURE ( I N I T I A L L Y ENABLED) 
e n a b l e 3 p = 0 ; 
/ / ENABLES THE EXECUTION OF THE 3 P CYCLE PROCEDURE ( I N I T I A L L Y DISABLED) 
h e a t _ c y c l e - 0 ; / / 1 ENABLES THE TIMED HEATING OF THE 4P AND 3P 
t i m e _ s e t » 0 ; 
c o n t r o l _ s t a t u s - " P r e - C o o l i n g " ; / / t e x t FOR THE STATUS OF THE CONTROL 
A D C . s e t D I O ( _ 4 p _ h e a t e r , 1 ) ; / / t u r n OFF HEATER 
s t a t u s _ 4 p = 0 ; / / 4 PUMP OFF 
A D C . s e t D I O ( _ 3 p _ h e a t e r , 1 ) ; / / t u r n OFF HEATER 
s t a t u s _ 3 p - 0 ; / / 3 PUMP OFF 
I 
MXMM c o n t r o l _ s t a t u s = " M a n u a l C y c l e " ; 
) 
c y c l e _ s t a r t e d = l ; 
f o r ( i n t x = 0 ; x < 5 ; x + + ) s c a n _ d a t a . e l e m ( 0 , x ) = 0 ; 
f l u s h k e y s ( ) ; 
w h i l e ( { s e l e c t e d S4 ! q u i t && ! s t o p _ l o g ) ( 
m a i n p l o t . r e s e t _ a x i s ( ( c u r r e n t _ w i n d o w - l ) * h i g h _ t i m e , c u r r e n t _ w i n d o w * h i g h _ t i m e , 
l o w _ t e m p , h i g h _ t e m p ) ; 
m a i n p l o t . c l e a r ( ) ; 
m a i n p l o t . s t a t u s _ l i n e ( " S c a n n i n g . . . " ) ; 
i f ( k b h i t O ) { 
w h i l * ( k b h i t < ) ) c - g e t c h ( ) ; 
i f ( c — 2 7 ) { / / QUIT WHEN ESC HIT 
m e s s a g e b o x c o n f i r m ; 
i f ( c o n f i r m . s h o w ( " S T 0 P AND SAVE DATA?",MB_YESN0)~ID_YES) s e l e c t e d - 1 ; 
) 
) 
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if(MAINMENU.TRIGGERED()} { 
GET_MENU_CHOICE(); 
) 
»hilo(COUNTER<-HIGH_TIME*60/STEPDELAY II !SELECTED IT !QUIT ST !STOP_LOG)( 
/ / COLLECT DATA UNTIL WINDOW I S FULL 
if(ICBHIT()) ( 
whil«(LCBHIT()) C-GETCH(); 
if(C»=27) { / / QUIT WHEN E S C HIT 
MESSAGEBOX CONFIRM; 
if(CONFIRM.SHOW("STOP AND SAVE DATA?",MB_YESNO)«=ID_YES) SELECTED=L; ) 
) 
if(MAINMENU.TRIGGERED()) { 
GET_MENU_CHOICE(); ) 
for(CHANNEL-0; CHANNEL<4; CHANNEL++)( / / RESET AVERAGE BUFFER 
AVG_DATA[CHANNEL]=0; ) 
AVG_COUNT-0; 
_DOS_GETTIME(SS); / / HIGH RES TIMER 
H_RES_TIME-(S.HOUR*360000) + (S.MINUTE*6000) + (S.SECOND*100) + (S.HSECOND); 
MAINPLOT.STATUS_LINE("AVERAGING SAMPLES..."); 
do{ / / SAMPLE UNTIL OUT OF TIME 
/ / CHECK FOR ABORT 
if(KBHITO) ( 
w h i l « ( K b h i t ( ) ) C=GETCH(); 
i f (C=27) ( / / Q U I T WHEN ESC HIT 
MESSAGEBOX CONFIRM; 
if(CONFIRM.SHOW("STOP AND SAVE DATA?",MB_YESNO)—ID_YES) SELECTED=L; 
1 
) 
i f (MAINMENU.TRIGGERED()) { 
GET_MENU_CHOICE(); ) 
for(CHANNEL-0; CHANNEL<4; CHANNEL++){ / / GET DATA POINTS FOR AVERAGE 
/ / UNTIL TIME EXPIRES 
AVG_DATA[CHANNEL]+=VOLT_to_TEMP(CHANNEL, ADC.READCHAN(CHANNEL)); ) 
AVG_COUNT++; 
_DOS_GETTIME(SF); ) 
wfaila(((F.HOUR*360000) + (F.MINUTE*6000) + (F-SECOND*100) + F.HSECOND) -
H_RES_TIME < (STEPDELAY-.5)*100 && !SELECTED && !QUIT SS !STOP_LOG); 
MAINPLOT.STATUS_LINE("DONE SAMPLING, WAITING f o r INTERVAL..."); 
SCAN_DATA .ELEM (COUNTER, 4 ) = ( f l o a t ) TIMEBASE/60; / / STORE TIME INDEX IN MINUTES 
TIMEBASE+=STEPDELAY; 
for(CHANNEL-0; CHANNEL<4; CHANNEL++)( 
/ / STORE AVERAGED POINTS TO ARRAY AND DRAW LINES 
SCAN_DATA.ELEM(COUNTER,CHANNEL)=AVG_DATA[CHANNEL]/AVG_COUNT; 
if(COUNTER>0) ~ 
MAINPLOT-PLOTLINE(SCAN_DATA.ELEM(COUNTER-1,4),SCAN_DATA.ELEM(COUNTER-1,CHANNEL), 
SCAN_DATA.ELEM(COUNTER, 4) , SCAN_DATA.ELEM(COUNTER,CHANNEL), 
CHANCOL[CHANNEL]); 
MAINPLOT.SHOW_VALUE(CHANNEL,SCAN_DATA.ELEM(COUNTER,CHANNEL)); ) 
if(SCAN_DATA.ELEM(COUNTER,STG_GE_CHAN) >- GRLOO.ELEM(0,0) II 
SCAN_DATA.ELEM (COUNTER, STG_GE_CHAN) <- GRLOO .ELEMDO, 0) ) ( 
MAINPLOT.SHOW_VALUE (STG_GE_CHAN,SCAN_DATA.ELEM(COUNTER,STG_GE_CHAN),~K",1); ) 
if(SCAN_DATA.ELEM(COUNTER,STG_DIODE_CHAN) >= DT500.ELEM(0,0) II 
SCAN_DATA.ELEM(COUNTER,STG_DIODE_CHAN) <- DT500.ELEM(113,0)) ( 
MAINPLOT.SHOW_VALUE (STG_DIODE_CHAN,SCAN_DATA.ELEM(COUNTER,STG_DIODE CHAN), 
"K",L) ; 
) 
LAST_POINT=COUNTER; 
i f (!MANUAL_CYCLE) CONTROL_LOOP0; / / DO MAIN CONTROL SEQUENCE FOR AUTOCYCLE 
i f (COUNTER~0) SAVE (COUNTER) ; 
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i£(COUNTER>0) 1 
for(CHANNEL-O; CHANNEL<4; CHANNEL++){ / / SAVE i f CHANGED BY MORE THAN 1% 
i f (FAB S ( ( d o u b l e ) (SCAN_DATA.ELEIN (COUNTER, CHANNEL) -
SCAN_DATA.ELEM(LAST_SAVED,CHANNEL) ) /SCAN_DATA.ELEM(LAST_SAVED, 
CHANNEL)) > 0.01) ( 
LAST_SAVED-COUNTER; 
MAINPLOT.STATUS_LINE(">1% CHANGE, SAVING DATA..."); 
SAVE(COUNTER); 
BREAK ,-
) 
) 
) 
d o ( / / WAIT TILL NEXT POINT 
_DOS_GETTIME(SF) ; 
) 
while(((F.HOUR*360000) + (F.MINUTE*6000) + (F.SECOND*100) + F.HSECOND) -
H_RES_TIME < STEPDELAY*100 SS !SELECTED SS !QUIT SS !STOP_LOG) ; 
COUNTER++; 
1 
/ / AFTER THE 1ST WINDOW, USE THE LAST POINT IN THE WINDOW AS THE FIRST POINT 
/ / IN THE NEXT WINDOW 
for(CHANNEL-0; CHANNEL<4; CHANNEL++)( 
SCAN_DATA.ELEM(0,CHANNEL)-SCAN_DATA.ELEM(COUNTER-1,CHANNEL); 
) 
IFF!SELECTED SI ! q u i t ) ( 
COUNTER=L; 
CURRENT_WINDOW++; 
) 
) 
MAINPLOT.STATUS_LINE("DONE."); 
TIME(SFILETIME); / / WRITE THE END TIME ON THE F I L E . 
DATAF ILE«"CYCLE FINISHED ON "«CTIME (SF ILETIME) «ENDL; 
SCAN_IN_PROGRESS=0; 
return(RETURN_VALUE); / / RETURN 0 I F NO ABORT OR ERROR 
) 
/ / * » ..........................................- ' 
i n t WAIT_TO_SCAN() / / RETURNS 1 ON ABORT, 2 ON S T O P , 0 I F OK 
( 
s t r u c t DOSTIME_T S,F; 
u n s i g n e d l o n g H_RES_TIME; / / CURRENT TIME IN HUNDREDTHS OF SECONDS 
i n t RETURN_VALUE«=0; 
_DOS_GETTIME(SS); 
h_RES_TIME=(S.hour*360000)+(S.MINUTE*6000)+(S.SECOND*100)+(S-HSECOND); 
do{ / / 0 . 1 SECOND RESOLUTION DELAYS I F UNITS ARE 1 / 1 0 SECONDS 
if(THE_MOUSE.LBP()){ / / CHECJFC FOR ABORT 
) 
/ / CHECK FOR ZOOM ETC HERE 
_DOS_GETTIME(SF); ) 
w h i l e ( ( ( F . h o u r * 3 6 0 0 0 0 ) + (F.MINUTE*6000) + (F.SECOND*100) + F.HSECOND) -
H_RES_TIME < STEPDELAY*100); 
return(RETURN_VALUE); 
) 
/ / * ' 8 
VOID LOAD_CONFIG() 
F 
IFSTREAM INFILE("AUTOCYCLE.CFG"); 
c h a r *TEMPSTRING; 
c h a r C; 
f l o a t X_MAJ_TIC)CS«MAINPLOT.TICKS[0].SPACING; 
f l o a t Y_MAJ_TICKS»MAINPLOT.TICKS[2].SPACING; 
i n t X_MIN_TICKS=TNAINPLOT.TICKS[1].SPACING,-
i n t Y_MIN_TICKS=Tnainplot.TICKS[3].SPACING,-
i n t MAJXGRID,MINXGRID,MAj YGRID,MINYGRID; 
i n t COUNT; 
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i f ( i n f i l e ) ( 
i n f i l e . i g n o r e ( 1 0 0 0 , 42) ; 
/ / IGNORE UP TO 1 0 0 0 CHARACTERS UNTIL ASTERIX ( 4 2 ) I S PRESENT 
i n f i l e » c y c l e _ d e l a y ; 
i n f i l e . i g n o r e ( 1 0 0 0 , 42) ; 
i n f i l e » s t e p d e l a y ; 
i n f i l e . i g n o r e ( 1 0 0 0 , 42) ; 
i n f i l e » h i g h _ t i m e ; 
i n f i l e . i g n o r e d O O O , 4 2 ) ; 
i n f i l e » h i g h _ t e m p ; 
i n f i l e . i g n o r e d O O O , 4 2 ) ; 
i n f i l e » x _ m a j _ t i c k s » x _ m i n _ t i c k s » y _ m a j _ t i c k s » y _ m i n _ t i c k s ; 
i n f i l e . i g n o r e (1000 , 42) ,-
i n f i l e » m a j x g r i d » m i n x g r i d » m a j y g r i d » m i n y g r i d ; 
m a i n p l o t . s e t _ o p t i o n s ( x _ m a j _ t i c k s , x _ m i n _ t i c k s , y _ m a j _ t i c f c s , y _ m i n _ t i c k s , 
m a j x g r i d , m i n x g r i d , m a j y g r i d , m i n y g r i d ) ; 
i n f i l e . i g n o r e ( 1 0 0 0 , 4 2 ) ; 
i n f i l e » c h a n c o l [ 0 ] » c h a n c o l [ l ] » c h a n c o l [ 2 ] » c h a n c o l [ 3 ] ; 
i n f i l e . i g n o r e d O O O , 4 2 ) ; 
i n f i l e » s e t _ t e m p [ l ] » s e t _ t e m p [ 2 } » s e t _ t e m p [ 3 ] » s e t _ t e m p [ 4 ] » 
s e t _ t e m p [ 5 ] » s e t _ t e m p t 6 ] » s e t _ t e m p [ 7 J » s e t _ t e m p [ 8 1 » 
s e t _ t e m p [ 9 ] » s e t _ t e m p [ 1 0 J ; 
i n f i l e . i g n o r e d O O O , 4 2 ) ; 
i n f i l e » d e l a y _ 4 p » d e l a y _ 3 p » d e l a y _ p u s h » t o t a l _ t i m e ; 
i n f i l e . i g n o r e d O O O , 4 2 ) ; 
i n f i l e » I _ 3 p » I_4p » I _ s t g » I_Ge_ low » I_Ge_h igh » R _ G e » d i o d e _ o f f s e t ; 
i n f i l e . i g n o r e ( 1 0 0 0 , 42) ; 
f o r ( c o u n t » 0 ; c o u n t < 7 ; c o u n t + + ) ( 
i n f i l e » g r l O O . e l e m ( c o u n t , 0 ) » g r l O O . e l e m ( c o u n t , 1 ) ; 
) 
i n f i l e . i g n o r e ( 1 0 0 0 , 42) ; 
f o r ( c o u n t = 0 ; c o u n t < 7 4 ; c o u n t + + ) { 
i n f i l e » i f n l 4 6 . e l e m ( c o u n t , 0 ) » i f n l 4 6 . e l e m ( c o u n t , 1) ; 
) 
i n f i l e . i g n o r e d O O O , 4 2 ) ; 
f o r ( c o u n t = 0 ; c o u n t < 9 6 ; c o u n t + + ) ( 
i n f i l e » d t 5 0 0 . e l e m ( c o u n t , 0 ) » d t S O O . e l e m ( c o u n t , 1 ) ; 
) 
s c a n _ d a t a . r e s i z e ( h i g h _ t i m e * 7 0 / s t e p d e l a y , 5 ) ; 
/ / MAKE SURE THERE I S ENOUGH ROOM IN THE ARRAY 
) 
• l a * ( 
o u t t e x t x y ( 1 0 0 , 1 0 0 , " A O T O C r C L E . C F G n o t f o u n d ! ! " ) ; 
d e l a y ( 2 0 0 0 ) ; 
) 
// 
v o i d s a v e _ c o n f i g ( ) 
( 
i f s t r e a m infi le("AUTOCYCLE.CFG" ) ; 
o f s t r e a m o u t f i l e ( " T E M P . C F G " ) ; 
c h a r * t e m p s t r i n g ; 
c h a r c ; 
f l o a t x _ m a j _ t i c k s = m a i n p l o t . t i c k s [ 0 1 . s p a c i n g ; 
f l o a t y _ m a j _ t i c k s = m a i n p l o t . t i c k s [ 2 1 . s p a c i n g ; 
i n t x _ m i n _ t i c k s = m a i n p l o t . t i c k s [ 1 ] . s p a c i n g ; 
i n t y _ m i n _ t i c k s = m a i n p l o t . t i c k s [ 3 ] . s p a c i n g ; 
i n t c o u n t ; 
i f ( o u t f i l e ) { 
i n f i l e . s e e k g ( 0 ) ; 
do< 
i n f i l e . g e t ( c ) ; 
o u t f i l e « c ; 
) 
w h i l e ( c ! - 4 2 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
i n f i l e - g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
o u t f i l e « e n d l ; 
o u t f i l e « c y c l e _ d e l a y « e n d l ; 
d o { 
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i n f i l e . g e t (c) ; 
o u t f i l e « c ; 
1 
• b i l « ( c ! - 4 2 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
o u t f i l e « e n d l ; 
o u t f i l e « s t e p d e l a y « e n d l ; 
d o t 
i n f i l e . g e t ( c ) ; 
o u t f i l e « c ; 
) 
w h i l e ( c ! « 4 2 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
o u t f i l e « e n d l ; 
o u t f i l e « h i g h _ t i m e « e n d l ; 
d o t 
i n f i l e . g e t ( c ) ; 
o u t f i l e « c ; 
1 
w h i l e ( c ! - 4 2 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
o u t f i l e « e n d l ; 
o u t f i l e « h i g h _ t e m p « e n d l ; 
d o t 
i n f i l e . g e t ( c ) ; 
o u t f i l e « c ; 
) 
w h i l e ( c ! - 4 2 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
o u t f i l e « e n d l ; 
o u t f i 1 e « x _ m a j _ t i c k s « " \ t " « x _ m i n _ t i c ks « " \ t " « y_ma j _ t i c ks « " \ t " « 
y _ m i n _ t i c k s « e n d l ; 
d o ( 
i n f i l e . g e t ( c ) ,-
o u t f i l e « c ; 
) 
» h i l « ( c ! = 4 2 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
o u t f i l e « e n d l ; 
o u t f i l e « m a i n p l o t . t i c k s [0 J . g r i d _ e n a b l e d « * , \ t " « m a i n p l o t . t i c k s [1] . g r i d _ e n a b l e d « 
" \ t " « m a i n p l o t . t i c k s [2] . g r i d _ e n a b l e d « ~ \ t " « 
m a i n p l o t . t i c k s [3] . g r i d _ e n a b l e d « e n d l ; 
d o t 
i n f i l e . g e t (c) ; 
o u t f i l e « c ; 
( 
« h i l o ( c ! - 4 2 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 100) ,-
o u t f i l e « e n d l ; 
o u t f i l e « c h a n c o l [0] « ~ \ t " « c h a n c o l [1J « " \ t " « c h a n c o l (2J « " \ t " « 
c h a n c o l [ 3 ] « e n d l ; 
d o t 
i n f i l e . g e t (c) ,-
o u t f i l e « c ; 
) 
whi .1* (c!=42) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
o u t f i l e « e n d l ; 
o u t f i l e « s e t _ t e m p [ l ] « " \ t " « s e t _ t e m p [ 2 ] « ~ \ t " « s e t _ t e m p [ 3 ] « 
~ \ t " « s e t _ t e m p [ 4 ] « " \ t " « s e t _ t e m p ( 5 ] « ~ \ t " « s e t _ t e m p [ 6 J « 
" \ t " « s e t _ t e m p [ 7 ] « " % \ t " « s e t _ t e m p [ 8 J « " \ t " « s e t _ t e m p [ 9 J « 
" \ t " « s e t _ t e m p [ 1 0 ] « e n d l ; 
do{ 
i n f i l e . g e t ( c ) ; 
o u t f i l e « c ; 
) 
a n i l * ( c ! - 4 2 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
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i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
o u t f i l e « e n d l ; 
o u t f i l e « d e l a y _ 4 p « " \ t " « d e l a y _ 3 p « ~ \ t " « d e l a y _ p u s h « " \ t " « 
t o t a l _ t i m e « e n d l ; 
d o t 
i n f i l e . g e t ( c ) ; 
o u t f i l e « c ; 
1 
w h i l e ( c ! - 4 2 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
i n f i l e - g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
o u t f i l e « e n d l ; 
o u t f i l e « I _ 3 p « " \ t " « I _ 4 p « " \ t " « I _ s t g « " \ t " « I_Ge_low « " \ t " 
« I _ G e _ h i g h « ~ \ t " « R_Ge « " \ t " « d i o d e _ o f f s e t « e n d l ; 
do( 
i n f i l e . g e t ( c ) ; 
o u t f i l e « c ; 
) 
w h i l e ( c ! - 4 2 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
o u t f i l e « e n d l ; 
f o r ( c o u n t = 0 ; c o u n t < 7 ; c o u n t + + ) { 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 , ' \ n ' ) ; 
o u t f i l e « g r lOO . e l e m ( c o u n t , 0) « - \ t " « g r lOO . e l e m ( c o u n t , 1) « e n d l ; 
1 
do t 
i n f i l e . g e t ( c ) ; 
o u t f i l e « c ; 
) 
w h i l e ( c ! = 4 2 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
o u t f i l e « e n d l ; 
f o r ( c o u n t = 0 ; c o u n t < 7 4 ; c o u n t + + ) { 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 , ' \ n ' ) ; 
o u t f i l e « i f n l 4 6 . e l e m ( c o u n t , 0) « " \ t " « i f n l 4 6 . e l e m ( c o u n t , 1) « e n d l ; 
) 
do( 
i n f i l e . g e t ( c ) ; 
o u t f i l e « c ; 
1 
w h i l e ( c ! - 4 2 ) ; 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 1 0 0 ) ; 
o u t f i l e « e n d l ; 
f o r ( c o u n t - 0 ; c o u n t < 9 6 ; c o u n t + + ) t 
i n f i l e . g e t l i n e ( t e m p s t r i n g , 100) ; 
o u t f i l e « d t 5 0 0 . e l e m ( c o u n t , 0) « " \ t " « d t 5 0 0 . e l e m ( c o u n t , 1) « e n d l ; 
) 
1 
i n f i l e . c l o s e ( ) ; 
o u t f i l e . c l o s e { ) ; 
remove("AUTOCYCLE.CFG"); 
rename PTEMP.CFG","AUTOCYCLE.CFG"); 
/ / r e m o v e ( " T E M P . C F G " ) ; 
) 
/ / " * » » * .............' * " " 
i n t S a v e ( i n t r o w i n d e x ) 
/ / RETURNS 0 ON FILE ERROR - > ALTHOUGH NO ERROR CHECKING I S IMPLEMENTED 
{ 
i f ( d a t a f i l e ) ( 
i f ( ! c o m m e n t _ w r i t t e n ) ( / / w r i t e THE HEADER ON THE FIRST CALL TO S A V E D 
d a t a f i l e « c o m m e n t « e n d l ; 
t i m e ( S f i l e t i m e ) ; 
d a t a f i l e « " S t a r t e d on " « c t i m e ( s f i l e t i m e ) « e n d l ; 
d a t a f i l e « " s e c o n d s " « d e l i m i t e r « c h a n n e l _ l a b e l s [0 ] « d e l i m i t e r « 
c h a n n e l _ l a b e l s [1] « d e l i m i t e r « c h a n n e l _ l a b e l s [2] « d e l i m i t e r « 
c h a n n e l _ l a b e l s [ 3] « e n d l ; 
c o m m e n t _ w r i t t e n = l ; 
) 
/ / s t o r e THE TIME INDEX IN SECONDS, THEN THE CHANNEL READINGS. 
d a t a f i l e « s c a n _ d a t a . e l e m ( r o w i n d e x , s c a n _ d a t a . x _ c o l ) * 6 0 « d e l i m i t e r « 
s c a n _ d a t a . e l e m ( r o w i n d e x , 0) « d e l i m i t e r « s c a n _ d a t a . e l e m ( r o w i n d e x , 1) « 
d e l i m i t e r « s c a n _ d a t a . e l e m ( r o w i n d e x , 2) « d e l i m i t e r « 
s c a n _ d a t a . e l e m ( r o w i n d e x , 3 ) « e n d l ; 
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) 
• I s * r a t u r n (0) ,-
r a t u r n ( 1 ) ; 
/ / »»* "' - * » * * " • • ' 
v o i d CONTROL_LOOP{) 
( 
/ / . . . . . . .
 4 P CYCLE 
if(!HEAT_CYCLE SS ENABLE4P) { 
HEAT_CYCLE=L; / / ENABLE TNE HEATING ROUTINE 
ADC.SETDIO (_4P_HEATER, 0) ; / / TURN ON 4 P NEATER - THIS HAPPENS ONLY ONCE 
STATUS_4P=L; 
HEATER_ON_TIME«TIME(NOLL); / / RECORD 4P START TIME - THIS HAPPENS ONLY ONCE 
BEGIN_TIME-TIME(NULL); / / RECORD TIME CYCLE STARTED 
TIME_SET=L; 
CONTROL_STATUS=~4 PUMP CYCLING"; 
1 
if(HEAT_CYCLE SS ENABLE4P) { / / 4P I S CYCLING 
i f (TIME_SET) ( / / I E . HEATED TO LOWER BOUNDARY 
if(SCAN_DATA.ELEM (LAST_POINT,_4P_CHAN) < SET_TEMP[L]) { 
ADC.SETDIO(_4P_HEATER, 0) ; / / TURN ON HEATER BELOW HYSTERISIS 
STATUS_4P=L; 
) 
a l a a if(SCAN_DATA.ELEM(LAST_POINT,_4P_CHAN) > SET_TEMP[2]) I 
ADC.SETDIO(_4P_HEATER,1); / / TURN OFF HEATER ABOVE HYSTERISIS 
STATUS_4P-0; 
) 
i f (DIFFTIME (TIME (NULL) ,HEATER_ON_TIME) > DELAY_4P*60 ) ( 
ADC.SETDIO(_4P_HEATER, 1) ; / / TURN OFF HEATER 
STATUS_4P=0; 
ENABLE4P=0; / / 4 P CYCLE I S DONE. 
ENABLE3P=L; 
HEAT_CYCLE=0; 
TIME_SET=0; 
CONTROL_STATUS="4 P DONE, WAITING..."; 
} 
) 
) 
/ / " " " " * • " " 3 P CYCLE 
if(SCAN_DATA.ELEM (LAST_POINT,STG_DIODE_CHAN) < SET_TEMP[3] SS ! HEAT_CYCLE SS 
!ENABLE4P SS ENABLE3P) ( / / CNECJC STG DIODE HEAT WHEN 4P CYCLE I S DONE 
HEAT_CYCLE-L; / / ENABLE THE HEATING ROUTINE 
ADC. SETDIO (_3P_HEATER, 0) ; / / TURN ON 3 P HEATER - THIS HAPPENS ONLY ONCE 
STATUS_3P-L; 
HEATER_ON_TIME=TIME(NULL); / / RECORD 3 P START TIME - THIS HAPPENS ONLY ONCE 
TIME_SET=L; 
CONTROL_STATUS="3 PUMP CYCLING"; 
) 
i f (HEAT_CYCLE SS ENABLE3P) ( / / 3 P HEATER I S ON 4P CYCLE I S DONE 
i f (TIME_SET) { / / IE. HEATED TO LOWER BOUNDARY 
i f (SCAN_DATA.ELEM(LAST_POINT,_3P_CHAN) < SET_TEMP[4J) ( 
ADC.SETDIO(_3P_HEATER,0); / / TURN ON HEATER BELOW HYSTERISIS 
STATUS_3P=L; 
) 
a l a a if(SCAN_DATA.ELEM(LAST_POINT,_3P_CHAN) > SET_TEMP[5J) { 
ADC.SETDIO(_3P_HEATER, 1) ; / / TURN OFF HEATER ABOVE HYSTERISIS 
STATUS_3P»0; 
) 
i f (DIFF TIME (TIME (NULL) ,HEATER_ON_TIME) > DELAY_3P*60 I! 
SCAN_DATA.ELEM(LAST_POINT,_4P_CHAN) < SET_TEMP[9J) ( 
ADC.SETDIO (_3P_HEATER, 1) ; / / TURN OFF HEATER 
STATUS_3P-0; 
ENABLE3P=0; 
HEAT_CYCLE-0 ; 
HEATER_ON_TIME-TIME (NULL) ; 
/ / RECORD FINAL PUSH START TIME - THIS HAPPENS ONLY ONCE 
TIME_SET-L; 
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FINAL_PUSH=L; / / START FINAL PUSHOVER 
CONTROL_STATUS="FINAL PUSHOVER"; 
} 
) 
> 
if(FINAL_PUSH-=L ss TIME_SET)( 
i£(3can_DATA.ELEM(LAST_POINT,_3P_CHAN) < SET_TEMP[7J) { 
ADC.SETDIO(_3P_HEATER, 0) ; / / TURN ON HEATER BELOW H Y S T E R I S I S 
STATUS_3D-L; 
} 
• l a * if(SCAN_DATA.ELEM(LAST_POINT,_3P_CHAN) > SET_TEMP[8]) { 
ADC.SETDIO(_3P_HEATER, 1) ; / / TURN OFF HEATER ABOVE H Y S T E R I S I S 
STATUS_3P-0; 
) 
if((DIFFTIME(TIME (NULL),HEATER_ON_TIME) > DELAY_PUSH*60 I I 
SCAN_DATA.ELEM(LAST_POINT,_4P_CHAN) < SET_TEMP[9]) ss 
STG_DIODE_STATUS=«0) 1 
ADC.SETDIO (_3P_HEATER, 1) ,- / / TURN OFF HEATER 
STATUS_3P"0; 
ENABLE3P=0; 
HEAT_CYCLE=0 ; 
TIME_SET»0; 
FINAL_PUSH»0; / / DISABLE FINAL PUSHOVER 
CONTROL_STATUS«"FINAL COOLDOWN"; 
ENABLE_JCILL«L; 
1 
J 
/ / * • " " " " * " » * * CHECK FINAL COOLING 
if(SCAN_DATA.ELEM(LAST_POINT,STG_DIODE_CHAN) < SET_TEMP[6J ss (ENABLE3P I I FINAL_PUSH) ss STG_DIODE_STATUS»=L) ( 
ADC.SETDIO(STG_DIODE,1) ; 
/ / TURN OFF STG DIODE I F IN 3 P CYCLE OR FINAL PUSH, AND STG < SET TEMP 
STG_DIODE_STATUS-0; 
1 
if(ENABLE_JCILL ss STG_DIODE_STATUS-=0 SS SCAN_DATA.ELEM(LAST_POINT,STG_GE_CHAN) < 
SET_TEMP[10]) ( ~* 
ADC. SETDIO (POWER_HLL, 1) ; 
/ / TURN OFF MAIN POWER AFTER 3P CYCLE, FINAL PUSH, GE < . 3 4 AND KILL ENABLED 
CONTROL_STATUS="DONE. POWER KILLED."; 
STOP_LOG=L; / / STOP CYCLE 
I 
if(DIFFTIME(TIME(NULL),BEGIN_TIME) > TOTAL_TIME*60 ) ( 
ADC.SETDIO(_4P_HEATER,1) ; 
STATUS_4P«=0; 
ADC.SETDIO(_3P_HEATER, 1) ; 
STATUS_3P«0; 
ADC.SETDIO(STG_DIODE,1) ; 
STG_DIODE_STATUS=0; 
ADC.SETDIO(POWER_KILL, 1) ; 
/ / TURN OFF MAIN POWER I F MAX TIME EXCEEDED, NO MATTER WHAT. 
CONTROL_STATUS"="TIME EXCEEDED."; 
STOP_LOG=L; ) 
DISPLAY_STATUS() ; 
) 
v o i d DISPLAY_STATUS() ( 
/ / * * * * * * * * * * * * * • DISPLAY STATUS OF PUMPS AND TEMPERATURES 
•fcrucfc VIEWPORTTYPE VIEWINFO; 
GETVIEWSETTINGS(SVIEWINFO); / / STORE PREVIOUS VIEWPORT SETTINGS 
SETVIEWPORT(300,372,638,475,1); 
SETFILLSTYLE(SOLID_FILL,BLACK) ; 
BAR(0,0,335,105); 
SETTEXTSTYLE (SMALL_FONT, HORIZ_DIR, 4); 
SETTEXTjUSTIFY(LEFT_TEXT,BOTTOM TEXT); 
if(CYCLE_STARTED) 1 
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se t co lo r (YELLOW); 
i f ( m a n u a l _ c y c l e ) c o n t r o l _ s t a t u s - " M a n u a l C y c l e " ; 
s p r i n t f ( t e m p s t r » " S T A T O S : % s " , c o n t r o l _ s t a t u s ) ; 
o u t t e x t x y ( 1 0 , 1 5 , t e m p s t r ) ; 
) 
s e t c o l o r ( 1 1 ) ; 
o u t t e x t x y ( 1 0 , 3 0 , " H e a t S w i t c h " ) ; 
o u t t e x t x y ( 1 0 , 4 5 , " 4 Pump h e a t e r " ) ; 
o u t t e x t x y ( 1 0 , 6 0 , " 3 Pump h e a t e r " ) ; 
o u t t e x t x y ( 1 0 , 7 5 , " S t a g e D i o d e " ) ; 
i f ( h e a t _ s w _ s t a t u s " C L O S E D ) ( 
s e t c o l o r ( R E D ) ; 
o u t t e x t x y ( 1 4 0 , 3 0 , "CLOSED"); 
} 
• I s * i f ( h e a t _ s w _ s t a t u s = - O P E N ) ( 
s e t co lo r (LIGHTGREEN) ; 
o u t t e x t x y ( 1 4 0 , 3 0 , " O P E N " ) ; 
} 
i f ( s t a t u s _ 4 p = = l ) ( 
s e t c o l o r ( R E D ) ; 
o u t t e x t x y ( 1 4 0 , 4 5 , "ON"),-
) 
• I s * ( 
s e t co lo r (LIGHTGREEN) ; 
o u t t e x t x y ( 1 4 0 , 4 5 , " O F F " ) ; 
) 
i f ( s t a t u s _ 3 p - - l ) ( 
s e t c o l o r ( R E D ) ; 
o u t t e x t x y ( 1 4 0 , 60 , " O N " ) ; 
) 
• l s a ( 
s e t co lo r (LIGHTGREEN) ; 
o u t t e x t x y ( 1 4 0 , 60 , " O F F " ) ; 
} 
i f ( s t g _ d i o d e _ s t a t u s — l ) ( 
s e t c o l o r ( R E D ) ; 
o u t t e x t x y ( 1 4 0 , 7 5 , " O N " ) ; 
) 
• l s a ( 
s e t co lo r (LIGHTGREEN) ; 
o u t t e x t x y ( 1 4 0 , 7 5 , " O F F " ) ; 
) 
s e t v i e w p o r t ( v i e w i n f o . l e f t , v i e w i n f o . t o p , v i e w i n f o . r i g h t , v i e w i n f o . b o t t o m , v i e w i n f o . c l i p ) ; 
/ / RESTORE PREVIOUS VIEWPORT 
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The following text is the configuration file used to modify the of the automatic cycling program. 
CONFIGURATION FILE FOR THE AUTOCXCLER PROGRAM, 
-END EACH COMMENT BLOCK WITH AN ASTERIX 
-DON'T LEAVE BLANK LINES UNLESS INSIDE A COMMENT 
-SEPERATE NUMBERS WITH A TAB 
/ / CYCLE START DELAY (HOURS)* 
11 
/ / SAMPLE DELAY (SECONDS TYPICAL MINIMUM IS 3)* 
3 
/ / MINUTES PER WINDOW (MAX IS 120)* 
120 
/ / MAXIMUM TEMPERATURE* 
60 
/ / MAJOR SPACE(FLOAT), FMINOR XTICKS(INT), MAJOR YTICK SPACE(FLOAT), F MINOR 
YTICKS(INT)* 
30 5 20 3 
/ / MAJOR X GRID, MINOR X GRID, MAJOR Y GRID, MINOR Y GRID 0-DISABLED * 
1 0 1 0 
/ / CHANNEL COLORS (0,1,2,3)* 
12 10 14 15 
/ / TEMPERATURE : 1) 4P CHAMBER LOWER TEMP, 2) 4P CHAMBER UPPER TEMP, 
3) 3P CYCLE START TEMP, 4) 3P CHAMBER LOWER TEMP, 5) 3P CHAMBER UPPER TEMP, 
6) TEMP TO TURN OF STG DIODE, 7) FINAL PUSH LOWER TEMP, 
8) FINAL PUSH TEMP, 9) FINAL PUSH KILL 4P-TEMP, 10) POWER KILL GE TEMP. 
NOTE: 3P AND 4P NEVER GET BELOW 4 K * 
50 50.1 2.1 52 52.1 1.5 40 40.1 6 0.35 
/ / 4P HEATER ON-TIME, 3P HEATER ON-TIME. FINAL PUSHOVER TIME. MAX. TOTAL TIME 
IN MINUTES * 
16 35 25 120 
/ / CURRENT CORRECTIONS: 
3P DIODE CURRENT(LOUA), 4P DIODE CURRENT(LOUA), STAGE DIODE CURRENT(LOUA), 
GE DIODE CURRENT(LUA), GE DIODE CURRENT(LOUA) , GE DIODE RESISTANCE OFFSET, 
DIODE VOLTAGE OFFSET (MV) * 
10 10 10 1 10 255 0 
/ / GRL00.DAT (7 ENTRIES) FOR GE DIODE 
TEMP VOLT* 
2 372 
1.4 693 
1 1444 
0.8 2228 
0.5 5863 
0.410000 
0.3 18850 
/ / IFNL46.DAT (74 ENTRIES) FOR 4P AND 3P 
TEMP VOLT* 
300 0.573 
290 0.597 
190 0.808667 
180 0.828667 
170 0.849667 
160 0.869 
150 0.889 
140 0.906 
130 0.927 
120 0.944 
110 0.962667 
100 0.978667 
95 0.990333 
90 0.998667 
85 1.007 
80 1.01567 
75 1.02433 
70 1.03233 
65 1.041 
60 1.05 
55 1.05833 
50 1.067 
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48 1 .07 
46 1 .074 
44 1 .077 
42 1 . 0 8 1 
40 1 . 0 8 3 3 3 
38 1 .087 
36 1 . 0 9 0 3 3 
34 1 . 0 9 5 
32 1 . 1 0 1 
30 1 . 1 1 0 3 3 
29 1 . 1 1 4 6 7 
28 1 . 1 2 1 6 7 
27 1 . 1 3 5 3 3 
26 1 . 1 5 7 3 3 
25 1 . 1 9 1 6 7 
24 1 . 2 4 1 6 7 
23 1 . 2 9 6 3 3 
22 1 . 3 3 4 6 7 
21 1 . 3 6 4 3 3 
20 1 . 3 9 3 
1 9 . 5 1 . 4 1 
19 1 . 4 2 9 3 3 
1 8 . 5 1 .44867 
18 1 . 4 6 6 6 7 
1 7 . 5 1 . 4 8 1 6 7 
17 1 . 4 9 5 6 7 
1 6 . 5 1 . 5 0 7 6 7 
16 1 . 5 1 9 
1 5 . 5 1 .52867 
15 1 . 5 3 8 6 7 
1 4 . 5 1 .54767 
14 1 . 5 5 6 3 3 
1 3 . 5 1 . 5 6 4 3 3 
13 1 . 5 7 2 6 7 
1 2 . 5 1 . 5 8 1 
12 1 . 5 8 9 6 7 
1 1 . 5 1 . 5 9 8 6 7 
11 1 . 6 0 9 
1 0 . 5 1 .62 
10 1 . 6 3 2 3 3 
9 . 5 1 . 6 4 5 6 7 
9 1 . 6 6 0 6 7 
8 . 5 1 . 6 7 6 3 3 
8 1 . 6 9 4 6 7 
7 . 5 1 . 7 1 8 
7 1 . 7 4 8 6 7 
6 . 5 1 . 7 8 5 3 3 
6 1 . 8 2 3 
5 . 5 1 . 8 5 9 6 7 
5 1 . 8 9 5 3 3 
4 . 5 1 . 9 2 8 3 3 
4 1 .957 
/ / d t 5 0 0 . d a t (96 e n t r i e s ) 
temp v o l t * 
300 0 . 5 1 8 9 2 
290 0 . 5 4 2 9 4 
280 0 . 5 6 6 9 
270 0 . 5 9 0 8 
260 0 . 6 1 4 6 5 
250 0 . 6 3 8 4 1 
240 0 . 6 6 2 0 8 
230 0 . 6 8 5 6 4 
220 0 . 7 0 9 0 8 
210 0 . 7 3 2 3 8 
200 0 . 7 5 5 5 4 
190 0 . 7 7 8 5 5 
180 0 . 8 0 1 3 8 
170 0 . 8 2 4 0 4 
160 0 . 8 4 6 5 
150 0 . 8 6 8 7 3 
140 0 . 8 9 0 7 2 
130 0 . 9 1 2 4 3 
120 0 . 9 3 3 8 3 
110 0 . 9 5 4 8 7 
100 0 . 9 7 5 5 
f o r s t a g e d i o d e 
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95 0.98564 
90 0.99565 
85 1.00552 
80 1.01525 
75 1.02482 
70 1.03425 
65 1.04353 
60 1.05267 
55 1.0617 
50 1.07053 
48 1.07402 
46 1.07748 
44 1.08093 
42 1.08436 
40 1.08781 
38 1.09131 
36 1.0949 
34 1.09864 
32 1.10263 
30 1.10702 
29 1.10945 
28 1.11212 
27 1.11517 
26 1.11896 
25 1.12463 
24 1.13598 
23 1.15558 
22 1.17705 
21 1.19645 
20 1.2144 
19.5 1.22314 
19 1.23184 
18.5 1.24053 
18 1.24928 
17.5 1.2581 
17 1.26702 
16.5 1.27607 
16 1.28527 
15.5 1.29464 
15 1.30422 
14.5 1.31403 
14 1.32412 
13.5 1.33453 
13 1.3453 
12.5 1.35647 
12 1.36809 
11.5 1.38021 
11 1.39287 
10.5 1.40615 
10 1.42013 
9.5 1.43488 
9 1.45048 
8.5 1.467 
8 1.48443 
7.5 1.50272 
7 1.52166 
6.5 1.54097 
6 1.56027 
5.5 1.57928 
5 1.59782 
4.5 1.6157 
4 1.63263 
3.8 1.63905 
3.6 1.64529 
3.4 1.65134 
3.2 1.65721 
3 1.66292 
2.8 1.66845 
2.6 1.67376 
2.4 1.6788 
2.2 1.68352 
2 1.68786 
1.8 1.69177 
1.61.69521 
1.4 1.69812 
63 Cosmic Rav Frequency Response 
Analysis of the time decay of an interferogram spike caused by a cosmic ray event provides 
information about the frequency response of the bolometers. Results of this analysis were presented in 
Chapter 5. The IDL 5.0 code given below was written to perform a Fourier Transform on a group of recorded 
cosmic ray spikes, and plot the average frequency response for each detector. Figure 5.8 was produced by this 
program. 
P R C C O S M I C T I M E C O N S T A N T 
P U R P O S E : P . e a d s i n c o s m i c r a y s p i k e s f r o m a s e t o f i n t e r f e r o c r a m s , a p p l i e s 
a F o u r i e r T r a n s f o r m , a n d p l o t s t h e f r e q u e n c y r e s p o n s e . C v e r p l o t s 
t h e m e a s u r e d c h o p p e d f r e q u e n c y r e s p o n s e 
R E Q U I R E D P A R A M E T E R S n o n e 
V E R S I O N 1 . 0 1 . 8 . 9 8 ( E G G ) 
! p . m u l t i = 0 
S E T _ F I G 
, - i n d i c e s f o r t h e v a r i o u s i n t e r f e r o g r a m s 
; d e t l i n d e x - [ 1 . 2 , 3 , 4 , 6 , 7 , 8 , 9 , 1 1 , 1 5 , 1 6 , 1 8 , 1 9 , 2 1 j 
; d e t 2 i n d e x - ( 0 , 5 , 1 0 , 1 2 , 1 3 . 1 4 , 1 7 , 2 0 , 2 2 j 
d e t l i n d e x - [ l , 2 , 3 , 4 , 6 , 7 , 8 , 9 , l l , 2 1 ] 
d e t 2 i n d e x - [ 5 , 1 0 , 1 3 , 1 4 , 2 0 , 2 2 1 
c h e c k - 0 
C D , ' c : \ i d l \ b r a d \ c o s m i c r a y s ' 
R E S T O R E , F I L E N A M E = ' h i t s . v a r ' 
R E S T O R E , ' l e n g t h s . v a r ' 
h i t i n d e x - d e t l i n d e x 
L S S t a r t : 
n u m h i t s = N _ E L E M E N T S ( h i t i n d e x ) 
h i t l e n g t h s - I N T A R R ( n u m h i t s ) 
h i t l e n g t h s [ * ] - l e n g t h s [ h i t i n d e x ] 
x c o o r d s - F L T A R R ( n u m h i t s , M A X ( h i t l e n g t h s ) ) 
. - g e t c o o r d i n a t e s o f s p i k e s 
F O R i = 0 , n u m h i t s - l D O B E G I N 
x c o o r d s [ i , 0 : ( h i t l e n g t h s [ i ] ) - 1 ] — F I N D G E N ( h i t l e n g t h s [ i ] 1 * 5 0 0 / ( h i t l e n g t h s [ i ] ) 
x c o o r d s [ i , 0 J 1 
E N D 
, - m a k e a s y m m e t r i c a r r a y f o r t h e F F T 
s y m d a t a - F L T A R R ( n u m h i t s , 2 * M A X ( h i t l e n g t h s ) ) 
W I N D O W , 0 
F O R r - 0 , n u m h i t s - l D O B E G I N 
i - h i t i n d e x [ r ] 
t e m p - F L T A R R ( l e n g t h s [ i ] - 1 ) 
s y m d a t a [ r , 0 : l e n g t h s [ i ] - 1 ] - h i t s [ i , 0 : l e n g t h s [ i ] - 1 ] 
s y m d a t a [ r , l e n g t h s [ i ] ] - h i t s [ i , l e n g t h s [ i ] - 1 ] 
t e m p [ * ] - h i t s [ i , 1 : l e n g t h s [ i ] - 1 ] 
s y m d a t a [ r , l e n g t h s [ i ] + l : ( 2 * l e n g t h s [ i ] ) - 1 ] - R E V E R S E ( t e m p ) 
I F r E Q 0 T H E N P L O T , s y m d a t a [ r , 0 : ( 2 * l e n g t h s [ i ] ) - 1 J / $ 
M A X ( s y m d a t a [ r , 0 : ( 2 * l e n g t h s ( i ] ) - 1 ] ) , / n o d a t a , x r a n g e = [ 0 , 2 * M A X ( h i t l e n g t h s ) ] 
O P L O T , s y m d a t a [ r , 0 : ( 2 * l e n g t h s [ i ] ) - 1 ] / M A X ( s y m d a t a [ r , 0 : ( 2 * l e n g t h s [ i ] ) - 1 ] ) , S 
c o l o r - ( i M O D 9 ) + l 
E N D F O R 
S A V E , , f i l e n a m e - ' t e m p . v a r ' 
. • a p p l y t o s p i k e s 
f f t d a t a - s y m d a t a 
f f t d a t a [ 0 , 0 : ( 2 * h i t l e n g t h s [ 0 ] ) - 1 ] « A B S ( F L O A T ( F F T ( s y m d a t a [ 0 , 0 : ( 2 * h i t l e n g t h s [ 0 ] ) - 1 ] ) ) ) 
f f t d a t a [ 0 , 0 : ( 2 * h i t l e n g t h s [ 0 ] ) - 1 ] - f f t d a t a [ 0 , 0 : ( 2 * h i t l e n g t h s [ 0 ] ) - 1 ] I t f t d a t a [ 0 , 1 ] 
i n t e r p f f t - F L T A R R ( n u m h i t s , M A X ( h i t l e n g t h s ) ) 
x i n t e r p - F I N D G E N ( M A X ( h i t l e n g t h s ) ) * 5 0 0 / ( M A X ( h i t l e n g t h s ) ) 
x i n t e r p [ 0 ] - 0 . 1 
, - a l l h i t s 
. - g o o d h i t s 
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. - p l o t t h e f r e q u e n c y r e s p o n s e f o r a l l t h e s p i k e s 
WINDOW,1 
PLOT, x c o o r d s [ 0 : h i t l e n g t h s [ O J - 1 ] , f f t d a t a [ 0 , 0 : ( 2 * h i t l e n g t h s [ 0 ] ) - 1 ] , / n o d a t a , / x l o g , S 
x r a n g e - [ 0 . 1 , 1 0 0 0 ] , x s t y l e = l , / y l o g , y r a n g e - [ . 0 1 , 1 . 5 ] , y s t y l e - 1 
FOR r - 0 , n u m h i t s - l DO BEGIN 
i - h i t i n d e x [ r j 
f f t d a t a [ r , 0 : ( 2 * l e n g t h s [ i ] ) - 1 ] -ABS (FLOAT (FFT ( s y m d a t a [ r , 0 : ( 2 « l e n g t h s [ i ] ) - 1 ] ) ) ) 
i n t e r p f f t [ r , * ] - I N T E R P O L ( f f t d a t a [ r , 0 : l e n g t h s [ i ] - 1 ] , x c o o r d s [ r , 0 : l e n g t h s [ i ] - 1 ] , 5 
x i n t e r p ) 
i n t e r p f f t [ r , * J - i n t e r p f f t [ r , * ] / i n t e r p f f t [ r , 1 ] 
O P L O T , x i n t e r p , i n t e r p f f t [ r , *] , c o l o r - i MOD 9 +1 
END 
OPLOT, ( 0 . 1 , 1 0 0 0 ] , 1 -707 , . 7 0 7 ) , c o l o r - 9 
. • ave rage t h e 
a v e f f t - F L T A R R ( M A X ( h i t l e n g t h s ) ) 
FOR i = 0 , M A X ( h i t l e n g t h s ) - 1 DO BEGIN 
av—MOMENT(ROTATE ( i n t e r p f f t [ * , i ] , 1) ) 
a v e f f t [ i ] = a v [ 0 ] 
END 
a v e f f t [ 0 ] - a v e f f t [ l ] 
a v e f f t - a v e f f t / a v e f f t [ 0 ] 
- a v e f f t / ( ( 1 / ( 1 + ( x i n t e r p / 1 2 8 0 ) " 2 ) * . 5 ) * ( 1 / ( 1 + ( x i n t e r p / 2 3 4 0 ) " 2 ) * . 5 ) * $ 
( l / ( H - ( x i n t e r p / 3 0 0 0 ) ~ 2 ) * . 5 ) ) 
a v e f f t - a v e f f t / a v e f f t [ 0 ] 
, - f i t a 2 - p o l e f i l t e r t o t h e a v e r a g e f r e q . r e s p o n s e 
w e i g h t s = REPLICATE ( 1 . O.MAX ( h i t l e n g t h s ) - 1 ) , - D e f i n e a v e c t o r of w e i g h t s . 
A — [ 1 , 3 0 . 0 ] . - P r o v i d e an i n i t i a l g u e s s of t h e f u n c t i o n ' s p a r a m e t e r s . 
i t s = l 
f i t - CURVEFIT ( x i n t e r p [ 1 : * ] , d e t e c t o r c u r v e [ 1 : *] . w e i g h t s , A , ITMAX-30, I T E R - I t s , t o l - l e - 9 , S 
c h i s q - c h i , SIGMA, FONCTION_NAME»'f i l te r2 ' ) 
PRINT 
P R I N T , ' 2 p a r a m e t e r F i t ' 
P R I N T , ' i t e r a t i o n s ' , i t s 
P R I N T , ' a m p l i t u d e ' , a [ 0 J 
P R I N T , ' f 3 d B " , a [ l ] 
P R I N T , ' C h i S q u a r e d ' , c h i 
P R I N T , ' s i g m a s i g m a 
FCR = 0 , M A X ( h i t l e n g t h s ) - 1 DO BEGIN 
av=MOMENT(ROTATE(in terpf f t [* , i ] , 1) ) 
a v e f f t [ i ] = a v [ 0 ] 
END 
a v e f f t [ 0 ] = A [ 0 ] 
a v e f f t - a v e f f t / a v e f f t [ 0 ] 
d e t e c t o r c u r v e - a v e f f t / ( ( 1 / ( 1 + ( x i n t e r p / 1 2 8 0 ) ' 2 ) ~ . 5 ) * ( 1 / ( 1 + ( x i n t e r p / 2 3 4 0 ) ~ 2 ) " . 5 ) * S 
( 1 / ( 1 + ( x i n t e r p / 3 0 0 0 ) ~ 2 ) * . 5 ) ) 
, - f i t a s i n g l e p o l e f i l t e r t o t h e a v e r a g e f r e q . r e s p o n s e 
w e i g h t s = REPLICATE ( 1 . O.MAX ( h i t l e n g t h s ) ) . - D e f i n e a v e c t o r of w e i g h t s . 
B = [ A [ l ] ] . - P r o v i d e an i n i t i a l g u e s s o f t h e f u n c t i o n ' s p a r a m e t e r s . 
i t s = l 
f i t = CURVEFIT ( x i n t e r p , d e t e c t o r c u r v e . w e i g h t s , B, ITMAX-30, I T E R - I t s , t o l = l e - 9 , $ 
c h i s q - c h i l , SIGMA1, FUNCTION_NAME- ' f i l t e r l ' ) 
PRINT 
P R I N T , ' 1 p a r a m e t e r F i t ' 
P R I N T , ' i t e r a t i o n s ' , i t s 
P R I N T , ' f 3 d B ' , B 
P R I N T , ' C h i S q u a r e d ' , c h i l 
P R I N T , ' s i g m a ' . s i g m a l 
f i t p l o t = F L T A R R ( 1 0 0 0 ) 
x i n t h r - F I N D G E N ( 1 0 0 0 ) * 5 0 0 / ( 1 0 0 0 ) 
x i n t h r [ 0 ] - 0 . 1 
f i l t e r l , , B , f i t p l o t l ; 1 p o l e f i t 
IF c h e c k EQ 0 THEN BEGIN . " t r ap d e t e c t o r 1 
WINDOW,3, x s i z e - 5 0 0 , y s i z e - 5 0 0 
PLOT, x i n t e r p , d e t e c t o r c u r v e , / x l o g , / y l o g , x r a n g e - [0 . 0 8 , 1 0 0 0 ] , x s t y l e - 1 , $ 
y r a n g e - [ . 0 1 , 1 . 5 ] , y s t y l e - 1 , c o l o r - 9 , p s y m - 6 , s y m s i z e - . 5 
O P L O T , x i n t h r , f i t p l o t l , c o l o r = 2 
x i n t e r p _ l - x i n t e r p 
d a t a _ l = d e t e c t o r c u r v e 
f i t c u r v e _ l - f i t p l o t l 
ENDIF ELSE BEGIN ; t r a p d e t e c t o r 2 
WSET,3 
PLOT,, d e t e c t o r c u r v e , / n o d a t a , / n o e r a s e , / x l o g , / y l o g , x r a n g e - [ 0 . 0 8 , 1 0 0 0 ] , S 
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XSTYLE-1,YRANGE-[.01,1.5],YSTYLE-1,COLOR-9 
OPLOT, XINTERP, DETECTORCURVE, COLOR-2,PSYM-4,SYMSIZE-. 5 
OPLOT, XINTHR, FITPLOTL, COLOR-3 
XINTERP_2-XINTERP 
DATA_2=DETECTORCURVE 
FITCURVE_2-FITPLOTL 
ENDELSE 
, - D l o t -3DB LINE 
OPLOT, [0.1,1000], [.707, .707],COLOR-9 
IF CHECK EQ 0 THEN BEGIN ;SET TRAP FOR DETTCTOR 2 AND GO BACK TO START 
CHECK-1 
HITINDEX-DET2INDEX 
GOTO, LSSTART 
ENDIF 
;PLOT THE FIT FREQUENCY RESPONSE WITH 
XWINDOW, ' FINALPLOT',/OUTPUT,WXSIZE-600, WYSIZE-500,XINTERPL=XINTERP_L,S 
XINTERP2-XINTERP_2, DATAL-DATA_L,DATA2-DATA_2, F ITCURVEL-FITCURVE_L, $ 
FITCURVE2=FITCURVE_2,FILENAME-'C:\IDL\BRAD\COSMIC RAYS\FREQ_RESPONSE.EPS' 
LSEND: 
END 
PLOTTING ROUTINE 
PRC ,_EXTRA-EX 
-FINDGEN(1000)*500/(1000) 
XINTHR[0]=0.1 
SET_Fig 
PLOT, EX.XINTERPL,EX.DATAL,/XLOG,/YLOG,YRANGE-[-01,1.5], YSTYLE-1,COLOR=9,PSYM=6,S 
SYMSIZE-.5,XRANGE-[0.08,1000] , XSTYLE=L,XTITLE-'FREQUENCY (HZ)',S 
YTITLE-'NORMALIZED AMPLITUDE'TITLE-'FREQUENCY RESPONSE FRCM COSMIC RAY HITS' 
OPLOT, XINTHR,EX.FITCURVEL,COLOR-9 
OPLOT, EX.XINTERP2, EX .DATA2, COLOR—2, PSYM—5, SYMSIZE-. 5 
OPLOT, XINTHR, EX. F ITCURVE2, COLOR-2 
OPLOT, [0.08,1000], [.707,.707],COLOR-9 
; d r a w LEGEND 
LEG,PSYM-[-6,-5,-4,-2],LINESTYLE-[0,0,0,0],SCOLOR-[9,2,4,5] , COLOR-[9,2,4,5],$ 
LABEL- ['DETECTOR 1!CF!I3DB!N-23.1 HZ' ,'DETECTOR 2!CF!I3DB!N=-40.9 HZ',$ 
'DET 1 CHOPPED!CF!I2DB!N=52.2 HZ'.'DET 2 CHOPPED!CF!I3DE!N-LC8.6 HZ'],$ 
POSITION-[0.376929,0.247395,0.456392,0.561844];,OOX-[0, 9,2, . 0 2 , . 0 6 , 1 J 
X 1 - . 4 3 
XH-.693 
YL=.27 
YH=.616 
PLOTS, [XL, XL,XH,XH,XL], LYL,YH,YH,YL, YL] , COLOR-9,THICK-1.5, /NORMAL 
;98 c h O D p e d DATA 
F= [2, 4, 7~. 5,11, 14,18, 21, 25, 31, 35, 42, 52, 58, 62, 68, 75, 81, 86. 90,103, 109] 
DL=NORMALIZE{(110,110,110,108,104,102, 99, 96,89,88,85,77, 74, 72, 68, 64, 62,57,56, 51,50]) 
D2=NORMALIZE([110,110,110,110,110,110,110,110,108,107,106,102,99,97,91,90,8 9,85,3 
83,78,77]) 
WEIGHTS = REPLICATE (1.0, N_ELEMENTS (F) ) ,-DEFINE A VECTOR OF WEIGHTS. 
A — [50.0] ;PROVIDE AN INITIAL GUESS OF THE FUNCTION'S PARAMETERS. 
ITS-1 
,-FIT THE DETECTOR 1 DATA 
FIT = CURVEFIT(F.DL, WEIGHTS. A, ITMAX-500,ITER-ITS,TOL-LE-5, S 
SIGMA. FUNCTION_NAME—'fILTERL' ) 
PRINT,'DET 1 CHOPPED 3DB FREQ: *,A[0] 
PRINT,'SIGMA SIGMA 
PRINT,'ITERATIONS ' ,ITS 
FREQ—FINDGEN(50)*10+1 
OPLOT, FREQ, 1/ ( (1+(F REQ/A [ 0 ]) *2) - .5) ,COLOR-4 
CPLOT, F, DL, PSYM-4, COLOR-4, SYMSIZE-. 5 
, - f i t t h e DETECTOR 2 d a t a 
FIT2 = CURVEFIT (F,D2, WEIGHTS. A, ITMAX-500, ITER-ITS, TOL-LE-5, SIGMA, $ 
FUNCTION_NAME—' F ILTERL' ) 
PRINT,'DET 2 CHOPPED 3DB FREQ: ',A[0] 
PRINT,'SIGMA *,SIGMA 
PRINT,'ITERATIONS ',ITS 
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OPLOT, FREQ, 1/((1+(FREQ/A[0])*2)* .5),COLOR-5;,LINESTYLE=3 
OPLOT,F,D2,PSYM-2,COLOR-5,SYMSIZE-.5 
END 
SINGLE POLE FILTER 
PRO FILTERL, F. A, G, PDER ; RETURNS G(F) , USES ONLY THE F3DB PARAMETER 
G-L/((L+(F/A[0])"2)*.5) 
IF N_PARAMS() GE 4 THEN BEGIN ;IF THE PROCEDURE IS CALLED WITH FOUR PARAMETERS, 
; CALCULATE THE PARTIAL DERIVATIVES, 
PDER- [ F"2/{(F~2+A[0J~2)*1.5)] 
ENDIF 
END 
DOUCLE POLE FILTER 
PRO FILTER2, F. A, G, PDER ; RETURNS 
G=A[0]/((L+(F/A[L])-2)".5) 
IF N_PARAMS() GE 4 THEN BEGIN ;IF THE 
; CALCULATE THE 
PDER- [ [1/(D+(F/A[L])"2>*.5)],[ A[ 
ENDIF 
END 
G(F) 
PROCEDURE IS CALLED WITH FOUR PARAMETERS, 
PARTIAL DERIVATIVES. 
0]'F"2/((F*2+A[L]*2)'1.5)L ] 
6.4 V-I Data Acquisition Software 
Due to the time constraints during the observing runs, a quick method was needed for collecting the 
V-I data for the two detectors, six filters, and various loading conditions. C++ code was written to control the 
simple data acquisition module referenced in Chapter 5, and rapidly sample the detector voltage as a function 
of the applied bias voltage. During a reading, the bias voltage is varied by manually turning an adjustment 
potentiometer on the pre-amp/bias-supply unit. As the bias voltage increases, the program samples the 
detector voltage at a set frequency. In this way, the finely sampled V-I data is collected in 'real time', and the 
operator does not have to stop at each desired bias value to measure the corresponding detector voltage. 
(INCLUDE " C : \ B R A D \ S O U R C E \ I N C L U D E S \ A D 6 1 2 . H " 
/ / CONTAINS ROUTINES TO READ ANALOG AND R / U DIGITAL PINS OF THE ACQUDAT 
(INCLUDE <CONIO.H> 
(INCLUDE < S T D I O . H > 
(INCLUDE < S T D L I B . H > 
(INCLUDE <TIME.H> 
(INCLUDE <TSTREAM.H> 
(INCLUDE < D O S . H > 
(INCLUDE <MATH.H> 
(INCLUDE <EXCEPT.H> 
TIR.CLUDE <MEM.H> 
(INCLUDE < S T D I O . H > 
(INCLUDE <EXCEPT.H> 
(INCLUDE < S T R I N G . H > 
(INCLUDE < D I R E C T . H > 
(INCLUDE <FCNTL.H> 
(INCLUDE < I O . H > 
(INCLUDE < S Y S \ S T A T . H > 
f l o a t STEPDELAY-30; / / SECONDS BETWEEN READINGS 
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AD612 ADC; / / t h e ACQUDATA MODULE OBJECT ROUTINES 
d o u b l e c u r r e n t , v o l t a g e ; 
c h a r * f i l e n a m e , f i l e n m ; 
una l igned l o n g h _ r e s _ t i m e ; / / CURRENT TIME IN HUNDREDTHS OF SECONDS 
• t r a c t d o s t i m e _ t s , f ; 
i n t a d d r e s s ; 
v o i d ma in () 
I 
( f i l e n a m e , " V - I _ c u r v e . d a t " ) ; / / DEFAULT FILE PREFIX 
c l r s c r () ; 
a d d r e s s - A D C . f i n d ( ) ; 
i Z ( a d d r e s s ) { 
c o u t « ~ A D 6 1 2 f o u n d a t : 
p r i n t f ( " % x \ n " , a d d r e s s ) ; 
) 
a l a a { 
c o u t « " A D 6 1 2 NOT FOUND!"; 
e x i t ( 0 ) ; 
) 
A D C . S e t R a n g e ( 4 . 0 9 6 ) ; / / s e t t h e RETURNED VALUE RANGE TO 0 - 4 . 0 9 6 / TRUE VOLTAGE 
i n t s t o p = 0 ; 
c o u t « " P u t b i a s CURRENT i n t o c h a n n e l 0 , p u t b i a s VOLTAGE i n t o c h a n n e l l \ n \ n " ; 
c o u t « " * F i l e n a m e = " « f i l e n a m e ; 
c o u t « " E n t e r s a m p l e d e l a y i n s e c o n d s : " ; 
c i n » s t e p d e l a y ; 
_ s e t c u r s o r t y p e ( _ N O C U R S O R ) ; 
o f s t r e a m o u t f i l e ( f i l e n a m e ) ; 
o u t f i l e « ~ V - I d a t a " « e n d l ; 
t i m e _ t f i l e t i m e ; 
t i m e ( S f i l e t i m e ) ; 
o u t f i l e « ~ S t a r t e d on " « c t i m e ( s f i l e t i m e ) « e n d l ; 
o u t f i l e « s t e p d e l a y « v ' s e c o n d s b e t w e e n s a m p l e s \ n " « e n d l ; 
o u t f i l e « " c u r r e n t \ t v o l t a g e " « e n d l ; 
l o n g num=0; 
w h i l a ( i s t o p ) { 
_ d o s _ g e t t i m e ( S s ) ; / / HIGH RES TIMER HUNDREDTHS OF SECONDS 
h _ r e s _ t i m e = ( s . h o u r * 3 6 0 0 0 0 1 ) + ( s . m i n u t e * 6 0 0 0 ) + ( s . s e c o n d * 1 0 0 ) + ( s . h s e c o n d ) ; 
c u r r e n t - A D C . R e a d C h a n ( 0 ) ; 
v o l t a g e - A D C . R e a d C h a n ( 1 ) ; 
c o u t « " Sample # " « n u m ; 
o u t f i l e « c u r r e n t « " \ t " « v o l t a g e « e n d l ; 
g o t o x y ( 1 0 , 1 0 ) ; 
c o u t « " l a s t I v a l u e : " « c u r r e n t « " \ t l a s t V v a l u e : " « v o l t a g e « 
H i t CTRL-C t o end " « e n d l ; 
_ d o s _ g e t t i m e ( S f ) ; 
w h i l e ( l o n g ( ( f . h o u r * 3 6 0 0 0 0 1 ) + ( f . m i n u t e * 6 0 0 0 ) + ( f . s e c o n d * 1 0 0 ) + f . h s e c o n d ) -
l o n g ( h _ r e s _ t i m e ) < l o n g ( s t e p d e l a y * 1 0 0 ) ) { 
d e l a y ( 1 0 0 ) ; 
g o t o x y ( 1 , 1 5 ) ; 
c o u t « " p o r t 0 : " « A D C . ReadChan (0) « ~ p o r t 0 : " « A D C . ReadChan (1) « 
p o r t 2 : " « A D C . R e a d C h a n (2) « " p o r t 3 : " « A D C . R e a d C h a n (3) « 
" " < < e n d l ; 
_ d o s _ g e t t i m e ( S f ) ; 
I 
n u m + = l ; 
) 
e x i t ( 0 ) ; 
) 
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6.5 Theoretical V-I Fitting Routines 
The IDL code given below was written to perform the theoretical modelling of the V-I curves as 
described in Section 5.4. In order to compute the least squares deviation of the theoretical fit, the raw data 
must be interpolated onto the same bias current grid as the theoretical curve. This detail proved to be a 
significant challenge due to the nature of the sampling performed by the software presented in the previous 
section. Since the bias supply circuit was not designed to provide a finely adjustable bias voltage, low quality 
potentiometers were used in its construction. As a result, when the pots are turned slowly, there is a certain 
amount of jitter produced in the bias voltage. This jitter in the bias voltage produces an irregularly sampled 
data set when sampled at a high frequency. In addition, the slight time delays involved in the sampling 
software, and the rise time of the bolometers, produce a jitter in the recorded detector voltage. These two 
factors produce an effective noise in the V-I data (although there is negligible noise in the steady state bias 
current or detector voltage). The interpolation routines included with the IDL 5.0 package cannot be used with 
this type of data set, so new routines were written to smooth the jitter in the data (without destroying any 
structure of the underlying V-I curve) and return a data set interpolated onto a given grid. 
6.5.1 Bolometer Voltage Interpolation 
The following routine returns the bolometer voltage interpolated onto an arbitrary bias current grid, 
allowing the bolometer voltages calculated from the theoretical equations to be compared directly with the 
corresponding measured values. 
FUNCTION v _ b o l , d e t , f i l t e r , t e m p , i _ b i a s , g a i n - g n , y e a r - y r , e r r o r - e r r , s m o o t h - s m 
/ I n t e r p o l a t e s t h e b o l o m e t e r v o l t a g e from t h e V - I c u r v e 
; f o r t h e s p e c i f i e d f i l t e r , d e t e c t o r , t e m p e r a t u r e , a n d b i a s c u r r e n t s 
; d e t - C o r 1 
. - f i l t e r — G t o 5 
.-temp - 0(amb) o r 1 U N 2 ) 
; i _ b i a s i n nA 
, - g a i n - b i a s v g a i n , d e f a u l t s . 9 
,-NCTE: d o n ' t u s e h i g h r e s o l u t i o n i f o r v a l u e s n e a r z e r o , 
. - p o s s i b l e i n t e r p o l a t i o n p r o b l e m s u n d e r 2 nA 
I F (MOT KElWORD_SET(gn) ) THEN BEGIN 
l o a d _ v i _ p a r m s , d e t , y r , g _ o - g _ o , t g - t g , r — r , n - n , t _ o » t _ o , g a i n - g a i n , l o a d i n g - l o a d i n g 
P R I N T , ' n o g a i n i n v _ b o I , u s i n g s a v e d p a r a m e t e r s : ' . g a i n 
ENDIF ELSE g a i n - g n 
I F (NOT KEYWORD_SET(yr) ) THEN BEGIN 
P R I N T , ' 3 e t y e a r keyword i n » b o l ' 
y r - 9 7 
ENDIF 
r _ l o a d - 4 0 e 6 
v i _ p o i n t e r s , v i p o i n t e r s , y e a r - y r 
v i _ o f f s e t s , o f f s e t s , y e a r - y r 
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I F y r EQ 98 THEN l i n e a r i t y - ( [ 1 . 0 0 2 7 6 6 , 1 . 0 0 2 1 5 5 J ) [ d e t ] ELSE l i n e a r i t y - 1 . 
I F KEYWORD_SET(err) THEN e r - e r r ELSE e r - 0 
v d e t - ( ' v i p o i n t e r s ( f i l t e r , d e t , t e m p i ) [ * , l ] * e r 
v b i - ( « v i p o i n t e r s [ f i l t e r , d e t , t e m p ] ) [ • , 0 ] + e r 
v _ b o l o m - ( v d e t - o f f s e t a [ f i l t e r , d e t , t e m p ] ) / g a i n ,- v o l t s 
v _ b i a s - v b i * 2 * l i n e a r i t y 
i = ( 2 * l i n e a r i t y * g a i n * v b i + o f f s e t s [ f i l t e r , d e t , t e m p ] - v d e t ) / ( g a i n * r _ l o a d ) * l e 9 
P T R _ F R E E , v i p o i n t e r s 
/ s m o o t h d a t a 
; f i t s m o o t h s p l i n e t o d a t a 
i s - i ( U N I Q ( i , S O R T ( i ) ) ) 
v s = v _ b o l o m ( U N I Q ( i , S O R T ( i ) ) ) 
I F NOT (KEiWORD_SET(sm)) THEN s m - 2 0 
I F sm LT 3 THEN BEGIN 
PRINT, 'No S m o o t h i n g i n v _ b o l ' 
i s m - i s 
v s m - v s 
ENDIF ELSE BEGIN 
ism-SMOOTH(is , sm) 
vsm-SMOOTH(vs,sm) 
ENDELSE 
v s p l i n e - S P L _ I N I T ( i s m , v s m ) 
v _ i n t e r p - S P L _ I N T E R P ( i s m , v s m , v s p l i n e , i _ b i a s ) 
R E T U R N , v _ i n t e r p 
END 
6.5.2 Bolometer Resistance Interpolation 
The actual bolometer resistance is calculated by the following routine as a function of bias current. 
FUNCTION r _ b o l , d e t , f i l t e r , t e m p , i _ b i a s , g a i n - g n , y e a r - y r , e r r o r - e r r , s m o o t h - s m 
. - c a l c u l a t e s t h e b o l o m e t e r r e s i s t a n c e ( i n Ohms) from t h e V - I c u r v e 
; f o r t h e s p e c i f i e d f i l t e r , d e t e c t o r , t e m p e r a t u r e , and b i a s c u r r e n t s 
; d e t - 0 o r 1 
. - f i l t e r - 0 t o 5 
; t e m p - 0(amb) o r 1(1N2) 
; i _ b i a s i n nA 
; g a i n i s t h e b i a s v o l t a g e g a i n , d e f a u l t - 8 . 9 
I F (NOT KEYWORD_SET(gn) ) THEN BEGIN 
l o a d _ v i _ p a r m s , d e t , y r , g _ o - g _ o , t g - t g , r - r , n - n , t _ o - t _ o , g a i n - g a i n , l o a d i n g - l o a d i n g 
P R I N T , ' n o g a i n i n r _ b o l , u s i n g s a v e d p a r a m e t e r s : ' . g a i n 
ENDIF ELSE g a i n - g n 
I F (NOT KEYWORDSET ( y r ) ) THEN BEGIN 
P R I N T , ' s e t y e a r k e y w o r d ' 
y r - 9 7 
ENDIF 
r _ l o a d - 4 0 e 6 
v i _ p o i n t e r s , v i p o i n t e r s , y e a r - y r 
v i _ o f f s e t s , o f f s e t s , y e a r - y r 
I F y r EQ 98 THEN l i n e a r i t y - ( [ 1 . 0 0 2 7 6 6 , 1 . 0 0 2 1 5 5 ] ) [ d e t ] ELSE l i n e a r i t y - 1 . 
I F KEYWORD_SET(err) THEN e r - e r r ELSE e r - 0 ; 
v d e t - ( * v i p o i n t e r s [ f i l t e r , d e t , t e m p ] ) [ * , 1 ] + e r 
v b i - ( * v i p o i n t e r s [ f i l t e r , d e t , t e m p ] ) [ * , 0 J + e r 
o f f s e t - o f f s e t s [ f i l t e r , d e t , t e m p ] 
v _ b o l o m - ( v d e t - o f f s e t ) / g a i n ; v o l t s 
v _ b i a s - v b i * 2 * l i n e a r i t y 
i = ( 2 * l i n e a r i t y * g a i n * v b i * o f f s e t - v d e t ) / ( g a i n * r _ l o a d ) * l e 9 
P T R _ F R E E , v i p o i n t e r s 
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;SMOOTH DATA 
,-FIT SMOOTH SPLINE TO DATA 
IS-I (UNIQU, SORT(I)J) 
VS-V_BOLOM(UNIQ(I, SORT(I))) 
IF NOT (KEYWORD_SET (SM)) THEN SM-20 
IF SM LT 3 THEN BEGIN 
PRINT,'NO SMOOTHING IN V_BOL' 
ISM—IS 
VSM—VS 
ENDIF ELSE BEGIN 
ISM-SMOOTH(IS, SM) 
VSM-SMOOTH(VS, SM) 
ENDELSE 
VSPLINE-SPL_INIT (ISM, VSM) 
V_INTERP—SPL_INTERP (ISM, VSM, VSPLINE, I_BIAS) 
R_BOL_INT-V_INTERP/(I_BIAS*LE-9) ,-SMOOTHED INTERPOLATED BOLOMETER RESISTANCE AT I 
RETURN,R_BOL_INT 
END 
6.53 Bolometer Impedance Interpolation 
In order to calculate the responsivity, thermal conductivity, and noise equivalent power of the 
bolometers using the analysis presented in Chapter 5, the bolometer impedance must be calculated as a 
function of bias current. 
FUNCTION Z_BOL,DET,FILTER,TEMP, I_BIAS, FINAL_SMOOTH-ZSM,GAIN-GN,YEAR-YR,ERROR-ERR,SMOOTH-SM 
,-CALCULATES THE DYNAMIC IMPEDANCE (IN V/A OR OHMS) FROM THE V-I CURVE 
;FOR THE SPECIFIED FILTER, DETECTOR, TEMPERATURE, AND BIAS CURRENTS 
;DET - 0 OR 1 
;FILTER - 0 TO 5 
;TEMP - 0(AMB) OR 1 (1N2) 
;I_BIAS IN NA 
,-SMOOTHNESS IS THE FINAL SMOOTHING WIDTH OF THE Z CURVE. SHOULD BE AN ODD 
;NUMBER. 3 IS GOOD FOR -100 ELEMENT ARRAY 
;GAIN- BIAS V GAIN, DEFAULT-8.9 
IF (NOT KEYWORD_SET(GN) ) THEN BEGIN 
LOAD_VI_PARMS,DET, YR, G_O-G_O, TG-TG, R-R, N-N, T_O-T_O, GAIN-GAIN, LOADING-LOADING 
PRINT,'NO GAIN IN Z_BOL, USING SAVED PARAMETERS: ",GAIN 
ENDIF ELSE GAIN-GN 
IF (NOT KEYWORDSET(YR)) THEN BEGIN 
PRINT,'SET YEAR KEYWORD IN Z_BOL' 
YR-97 
ENDIF 
R_LOAD-40E6 
VI_POINTERS,VIPOINTERS,YEAR-YR 
VI_OFFSETS,OFFSETS,YEAR-YR 
IF YR EQ 98 THEN LINEARITY-([1.002766,1.002155])[DETJ ELSE LINEARITY-1. 
IF KEYWORD_SET(ERR) THEN ER-ERR ELSE ER-0 
VDET- ('VIPOINTERS[FILTER,DET,TEMP]) [*,1)+ER 
VBI- ("VIPOINTERS[FILTER,DET,TEMP]) [*,0]+ER 
V_BOLOM- (VDET-OFFSETS[FILTER,DET, TEMPJ)/GAIN ;VOLTS 
V_BIAS-VBI*2*LINEARITY 
I=(2*LINEARITY*GAIN*VBI + OFFSETS[FILTER,DET,TEMP] - VDET) /(GAIN * R_LOAD) *LE9 
PTR_FREE,VIPOINTERS 
;SMOOTH DATA 
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; f i t s m o o t h s p l i n e t o d a t a 
i s - i t O N I Q U , S O R T ( i ) ) ) 
v 3 - v _ b o l o m ( U N I Q ( i , S O R T ( i ) ) ) 
I F NOT (KExWORD_SET(sm)) THEN 3B1-20 
I F sm LT 3 THEN BEGIN 
P R I N T , ' N o S m o o t h i n g i n v _ b o l ' 
i s m - i s 
v s m - v s 
ENDIF ELSE BEGIN 
ism—SMOOTH(is,3m) 
vsm-SMOOTH(vs,sm) 
ENDELSE 
v s p l i n e - S P L _ I N I T ( i s m , vsm) 
v _ i n t e r p - S P L _ I N T E R P ( i s m , v s m , v s p l i n e , i _ b i a s ) 
z - d e r i v ( i s m , v s m ) 
z s p l i n e - S P L _ I N I T ( i s m , z) 
z _ i n t e r p - S P L _ I N T E R P ( i s m , z , z s p l i n e , i _ b i a s ) 
I F KEYWORDSET(zsm) THEN BEGIN 
z _ i n t e r p = S M O O T H ( z _ i n t e r p « z s m ) 
ENDIF 
R E T U R N , z _ i n t e r p * l e 9 
END 
6.5.4 Bolometer Temperature Interpolation 
The thermal conductance of the bolometers was defined in Chapter 2 as the derivative of the 
dissipated power with respect to temperature. Thus, in order to calculate this derivative, the temperature of the 
bolometers as a function of bias current, filter, and source temperature must be determined. 
FUNCTION t _ b o l , d e t , f i l t e r , t e m p , i _ b i a s , _ e x t r a - e x 
. • c a l c u l a t e s t h e b o l o m e t e r t e m p e r a t u r e from t h e V - I c u r v e 
. - for t h e s p e c i f i e d f i l t e r , d e t e c t o r , t e m p e r a t u r e , and b i a s c u r r e n t s 
; d e t - 0 o r 1 
. • f i l t e r - 0 t o 5 
,-temp - 0 (amb) o r 1 (1N2) 
; i _ b i a s i n nA 
. •ga in keyword s e t s t h e b i a s v g a i n , d e f a u l t - 8 . 9 
. •year keyword » 97 o r 98 
r - r _ b o l ( d e t , f i l t e r , t e m p , i _ b i a s , _ e x t r a - e x ) 
t - 6 2 . 6 3 1 1 6 / ( A L 0 G ( r / 7 . 5 5 8 7 9 6 9 ) ) " 2 
RETURN,t 
END 
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6.5.5 Least Squares Theoretical V-I Fitting Routine 
Using the interpolation routines presented in the previous sections, we can generate theoretical V-I 
curves and compare them to the raw data interpolated onto the proper grid, as a function of Go, To, and loading. 
The squared difference between the theoretical and experimental curves for each point in the 3-dimensional 
variable space is recorded. Once the entire variable space is mapped out, the values of the variables 
corresponding to the least squared difference between the curves can be determined. 
PRO map_vi_3d 
PURPOSE: used to find Go,T,loading 
VERSION 1: 20/7/97 (BGG) 
;setup constants for the theo re t i ca l curve 
tg-62.631 
n-.5 
rr-7.5588 
;define which experimental curve to f i t 
det-0 
f i l t e r - 0 
temp-3 
year-98 
; these arrays determine the range for each variable 
G_range«DOOBLE([24.e-9,25e-9J) 
t_range«DOUBLE([.29,.3]) 
l_range-DO0BLE([10e-ll,20e-ll]) 
; these values determine the number of steps for each var iab le 
g_elements-DODBLE(20) 
t_elements-DOOBLE(20) 
l_elements»DOUBLE(20) 
;estimate running time 
seconds-0.039*t_elements*l_element3*g_element3 
c o n t = > ' n ' 
p r = ' t o t a l time wil l be "+STRING (FLOOR (seconds/3600) , format-*(13) ') + ' hours '+$ 
STRING((seconds MOD 3600)/60,format- ' ( f4.1) ' ) + * minutes. Continue? (y/n) ' 
READ,cont,prompt-pr 
IF ( (cont NE «y' ) AND (cont NE 'V ) ) THEN STOP 
time-SYSTIME() 
dt_tm_inc, time, seconds, format-*w$ d$ nS hS:m$:s$' 
PRINT,'Will f inish on ' . t ime 
;setup an array to hold the deviation values 
map-FLTARR(g_elements, t_elements,l_elements) 
G_inc-(G_range[1]-G_range[0])/(g_elements-l) 
t_ inc-( t_range[ l ] - t_range[0]) / ( t_e lements- l ) 
l_inc- (l_range[l] -l_range (0] ) / (l_elements-l) 
G_o-G_range[0 J-G_inc 
time-SYSTIME(1) ;get time for future runtime est imation 
;find the best f i t by brute force 
FOR g_test-0,g_elements-l DO BEGIN 
G_o-G_o+G_inc 
t_o-DOUBLE(trange[0])-t_inc 
FOR t_ tes t -0 , t_e lements - l DO BEGIN 
t_o-t_o+t_inc 
loading-DOUBLE(l_range[0])-l_inc 
FOR l_ t e s t -0 , l_elements-l DO BEGIN 
loading«loading+l_inc 
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t - D I N D G E N ( 4 0 0 ) / 3 9 9 * . 6 + t _ 0 
t 2 - t / t _ 0 
r 2 - r r * E X P ( ( t g / t ) ~ n ) 
g 2 - G _ o * ( t / t _ o ) • ( t - t _ o ) - l o a d i n g 
i - ( g 2 / r 2 ) * . 5 • l e 9 
. - t a k e o n l y m e a n i n g f u l p o i n t s 
i n d - W H E R E ( F I N I T E ( i ) AND ( i LE 9 0 ) AND ( i GE 3 ) AND ( g 2 GT 0 ) ) 
t m a x - M A X ( t [ i n d ] ) 
t m i n - M I N ( t [ i n d J ) 
t—DINDGEN ( 4 0 0 ) / 3 9 9 * ( t m a x - t m i n ) + t m i n 
t 2 - t / t _ o 
r 2 « r r * E X P ( ( t g / t ) * n ) 
g 2 - G _ o * ( t / t _ o ) * ( t - t _ o ) - l o a d i n g 
i - ( g 2 / r 2 ) * . 5 • l e 9 
v - ( g 2 * r 2 ) ~ . S 
v r a w - v b o l ( d e t , f i l t e r , t e m p , i , y e a r - y e a r , g a i n - g a i n ) 
m a p [ g _ t e s t , t _ t e s t , l t e s t ] -SQRT (TOTAL ( ( ( v - v _ r a w ) / (FLOAT (NELEMENTS ( v ) ) ) ) ~ 2 ) ) 
ENDFOR 
ENDFOR 
ENDFOR 
P R I N T . ( S x S T I M E ( l ) - t i m e ) / ( t _ e l e m e n t s * l _ e l e i n e n t 3 * g _ e l e m e n t s ) , ' s e c o n d s p e r s t e p ' 
g _ s c a l e — F I N D G E N ( g _ e l e m e n t s ) * G _ i n c + G _ r a n g e [ 0 ] — 
t _ s c a l e — F I N D G E N ( t _ e l e m e n t s ) * t _ i n c + t ~ r a n g e [ 0 ] 
l _ s c a l e — F I N D G E N ( l _ e l e m e n t s ) * l _ i n c + l _ r a n g e [ 0 j 
. - f i n d t h e v a l u e s t h a t p r o d u c e t h e b e s t f i t 
l_ind—FLOOR((FLOOR(WHERE(map EQ M I N ( m a p ) ) / g _ e l e m e n t s ) ) / t e l e m e n t s ) 
t i n d - (FLOOR (WHERE ( m a p EQ MIN ( m a p ) ) / g _ e l e m e n t s ) ) MOD t _ e l e m e n t s 
g i n d - W H E R E ( m a p EQ M I N ( m a p ) ) MOD g _ e l e m e n t s 
P R I N T , ' m i n i m u m - ' , m a p [ g _ i n d , t _ i n d , l _ i n d ] / l e - 5 
P R I N T , * G _ o : * , g _ s c a l e [ g _ i n d ] 
P R I N T , ' * / - ' , g _ i n c / 2 
P R I N T , ' T _ o : * , t _ s c a l e [ t _ i n d ] 
P R I N T , ' + / - ' , t _ i n c / 2 
P R I N T , " L o a d i n g : ' , l _ s c a l e [ l _ i n d ] 
P R I N T , ' + / - ' , l _ i n c / 2 
. • r e g e n e r a t e t h e b e s t t h e o r e t i c a l f i t 
W I N D O W , 2 , x s i z e — 5 0 0 , y s i z e — 5 0 0 
t _ o — D O U B L E ( t _ s c a l e t t _ i n d [ 0 ] ] ) 
t - D I N D G E N ( 4 0 0 0 ) * . 3 / 3 9 9 9 + t _ o 
i » t 
G o - D O U B L E ( g _ s c a l e l g _ i n d [ 0 ] I ) 
l o a d i n g - D O U B L E ( l _ s c a l e [ l _ i n d [ 0 J J ) 
t 2 - t / t _ o 
r 2 - r r * E X P ( ( t g / t ) " n ) 
g 2 - G _ o * ( t / t _ o ) * ( t - t _ o ) - l o a d i n g 
i - ( g 2 / r 2 ) ~ . 5 * l e 9 
i n d - W H E R E ( ( i LE 9 0 ) AND ( i GE 3 ) ) . - t a k e o n l y m e a n i n g f u l v a l u e s 
t m a x - M A X ( t I i n d ] ) 
t — D I N D G E N ( 4 0 0 0 ) / 3 9 9 9 * ( t m a x - t _ o ) + t _ o 
t 2 - t / t _ o ~ 
r 2 - r r * E X P ( ( t g / t ) * n ) 
g 2 - G _ o * ( t / t _ o ) * ( t - t _ o ) - l o a d i n g 
i - ( g 2 / r 2 ) ~ . 5 » l e 9 
v - ( g 2 * r 2 ) * . 5 
v _ r a w — v _ b o l ( d e t , f i l t e r , t e m p , i , y e a r - y e a r , g a i n - g a i n ) 
P L O T , i , v _ r a w , x r a n g e - [ 0 , 1 0 0 ] , y r a n g e - l 0 , . 1 ] 
O P L O T , i , v , c o l o r - 5 
S A V E , m a p , g _ s c a l e , r _ s c a l e , l _ s c a l e , f i l e n a m e - ' m a p 3 d . v a r ' ; s a v e f o r f u t u r e a n a l y s i s 
E N D 
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